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Title & Document Type: 3403C True RMS Voltmeter Operating and 

Service Manual 

Manual Part Number: 03403-90005 
Revision Date: August 1977 



About this Manual 

We’ve added this manual to the Agilent website in an effort to help you support your 
product. This manual provides the best information we could find. It may be incomplete 
or contain dated information, and the scan quality may not be ideal. If we find a better 
copy in the future, we will add it to the Agilent website. 

HP References in this Manual 

This manual may contain references to HP or Hewlett-Packard. Please note that Hewlett- 
Packard's former test and measurement, life sciences, and chemical analysis 
businesses are now part of Agilent Technologies. The HP XXXX referred to in this document is 
now the Agilent XXXX. For example, model number HP8648A is now model number Agilent 
8648A. We have made no changes to this manual copy. 

Support for Your Product 

Agilent no longer sells or supports this product. You will find any other available 
product information on the Agilent Test & Measurement website: 

www.aqilent.com 

Search for the model number of this product, and the resulting product page will guide 
you to any available information. Our service centers may be able to perform calibration 
if no repair parts are needed, but no other support from Agilent is available. 
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MANUAL CHANGES 

6236B and 6237B DC Power Supplies 
Manual HP P/N 5950-1782 

Make all corrections in the manual according to errata below, then check the 
following table for your power supply serial number and enter any listed 'Chan- 
ge(s) in the manual. 



Model 6236B 



SERIAL 


1 

1 

1 


MAKE 

CHANGES 


Prefix 


1 Number | 

1 1 


All 


1 — — — 1 


Errata 


1705A 


1 (Note 1) 1 


1 


1732A 


IOO6OI-O315OI 


1 


1914A 


1 03151-049001 


1-2 


2003A 


104901-06600! 


1-3 


2039A 


106601-085001 


1-4 


2140A 


108501-up 1 


1-5 



ERRATA: 

The corrugated shipping carton for 
this model has been changed to HP 
Part No. 9211-2570. Two 9220-2703 
floater pads are used. 

CHANGE 1: 

Change R34 to 470 ohms, 1/2W, HP Part 
No. 0686-4715. Also add three new 
resistors: R78,R79i both 825 ohms, 
n, 1/8 W, HP P/N 0757-0421; and R80, 
750 ohms n, 1/8 W, HP P/N 0757-0420. 
K78 i R79, and R80 are connected from 
base to emitter of Q1 , Q7, and Q3, 
respectively, and are located on the 
circuit board as follows: R78-between 
Q2 and CR28, R79-near R55, and 
R30-between Q3 and CI7. These chang- 
es prevent a turn-off overshoot. 

ERRATA: 

For all instruments delivered on or 
after July 1, 1978, change the HP P/N 
for fuseholder from 1400-0084 to 
fuseholder body 2100-0564 and 
fuseholder carrier 2100-0565- Change 
the HP P/N for fuseholder nut from 
2950-0038 to 2110-^0569. IF old 
fuseholder must be replaced for any 
reason, replace complete fuseholder 
and nut with new fuseholder parts. Do 
not replace new fuseholder parts. Do 
not replace new parts with old parts. 



Model 6237B 



SERIAL 1 


MAKE 

CHANGES 


Prefix 


1 

1 Number j 

1 


All 


1 1 


Errata 


I7O6A 


1 (Note 1) 1 


1 


1735A 


100301-01930! 


1 


2008A 


101931-02250! 


1,3 


2032A 


IO225I-O293O! 


1 .s,*) 


2140A 


102931-up 1 

1 1 

1 1 

1 1 

1 1 


1,3-5 



CHANGE 2: 

On schematic and parts list, change 
R69 to 92 ohm, +/-5^&, 10 W, ww, HP 

P/N 0811-1041. 

ERRATA 

In paragraph 4-41, change last sen- 
tence to read: "While Q15 is off, it 
holds QI3 biased off and Q14 on; when 
QI5 conducts, it turns QI3 and Q14 
off." 

CHANGE 3- 

In replaceable parts table 6-4, under 
Miscellaneous: add C.S.A. (Canadian 

Standards Association) identification 
label, HP P/N 7120-8572. The 6236A 
and 6237A supplies are now C.S.A. 
certified for laboratory equipment. 

CHANGE 4: 

On page 6-6, change the HP P/N of SI 
to 3101-2269. 

CHANGE 5: 

In the replaceable parts list, page 
6-6 under Miscellaneous, change 
"Foot, rubber" to HP P/N 0403-0002. 

9-8-83 



Note 1; Change 1 applies to the following instruments from earlier production 
runs. Model 6236B: serial 1 705A-00502 , -505 , -507 , -526 , -533 , -53^ , -536 , -54 1 , 
-544,- '46,0547,-573,-577,-594. Model 6237B: serial 1 706A-00263 , -264 , -269 , -272 , 

-291, ^*96,-298,-299. 
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OPERATING AND SERVICE MANUAL 

MODEL 3403C 
TRUE RMS VOLTMETER 

Serial Number: 1452A01001 and higher 

IMPORTANT NOTICE 

This loose leaf manual does not normally require a change sheet. All major 
change information has been integrated into the manual by page revision. 
In cases where only minor changes are required, a change sheet may be 
supplied. 

If the Serial Number of your instrument is lower than the one on this title 
page, the manual contains revisions that do not apply to your instrument. 
Backdating information given in the manual adapts it to earlier 
instruments. 

Where practical, backdating information is integrated into the text, parts 
list and schematic diagrams. Backdating changes are denoted by a delta 
sign. An open delta (A) or lettered delta (A/\) on a given page, refers to the 
corresponding backdating note on that page. Backdating changes not 
integrated into the manual are denoted by a numbered delta (Ai ) which 
refers to the corresponding change in the Backdating section (Section 
VIII). 
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Microfiche Part No. 03403-90053 



Copyright Hewlett-Packard Company 1973 
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Printed; August 1977 
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CERTIFICATION 

Hewlett-Packard Company certifies that this instrument met its published 
specifications at the time of shipment from the factory. Hewlett-Packard 
Company further certifies that its calibration measurements are traceable to the 
United States National Bureau of Standards, to the extent allowed by the 
Bureau's calibration facility, and to the calibration facilities of other 
International Standards Organization members. 

WARRANTY AND ASSISTANCE 

This Hewlett-Packard product is warranted against defects in materials and 
workmanship for a period of one year from the date of shipment, except that 
in the case of certain components, if any, listed in Section I of this operating 
manual, the warranty shall be for the specified period. Hewlett-Packard will, at 
its option, repair or replace products which prove to be defective during the 
warranty period provided they are returned to Hewlett-Packard, and provided 
the proper preventive maintenance procedures as listed in this manual are 
followed. Repairs necessitated by misuse of the product are not covered by this 
warranty. NO OTHER WARRANTIES ARE EXPRESSED OR IMPLIED, 
INCLUDING BUT NOT LIMITED TO THE IMPLIED WARRANTIES OF 
MERCHANTABILITY AND FITNESS FOR A PARTICULAR PURPOSE. 
HEWLETT-PACKARD IS NOT LIABLE FOR CONSEQUENTIAL DAMAGES. 

If this product is sold as part of a Hewlett-Packard integrated instrument 
system, the above warranty shall not be applicable, and this product shall be 
covered only by the system warranty. 

Service contracts or customer assistance agreements are available for 
Hewlett-Packard products. 

For any assistance, contact your nearest Hewlett-Packard Sales and Service 
Office. Addresses are provided at the back of this manual. 



3403C-7 

S E R V I C E N 0 T E 

SUPERSEDES 

P.C. None NONE 

SUPPLEMENTS: 3403C-4 



-hp- MODEL 3403A/B/C TRUE RMS VOLTMETER 
Serial Numbers: All 

UPDATING THE 3403A AND ORIGINAL CONFIGURATIONS OF THE 3403A/B/C 



The purpose of this service note is to: 



a. Provide the information necessary to upgrade a 3403A to the current configuration of the 3403C. 

b. Provide a listing of all configurations of the 3403, including models, options and production changes. 

A. Updating the 3403A. 

The 3403A and the 3403C have many identical board assemblies. Due to the shortage of some 3403A parts, it may be de- 
sirable to upgrade the 3403A to the current configuration of the 3403C. The following lists show the necessary parts for 
upgrading each configuration of the 3403A. Please note that the 3403C is not available with isolated remote control or 
isolated BCD output. These features of the 3403A will no longer be isolated if the instrument is converted. 

3403 A, STD 

Replace: A4 with 03403-665 1 7 

A4A1 with 03403-66513 
DPM with 5060-9188 

The updated instrument will be standard. 



J 3403A, Option 001 

! Replace: A4 with 03403-665 1 7 

\ A4A1 with 03403-66513 

j! DPM with 5060-9188 

The updated instrument will have autoranging. 
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3403A-7 



3403A, Option 002 

Replace: A4 with 03403-66517 

A4A1 with 03403-66513 
A15 with 03403-66583 
DPM with 5060-9127 

The updated instrument will have digital output. 

3403A, Option 003 

Replace : A4 with 03403-665 1 7 

A4A1 with 03403-66513 
A15 with 03403-66583 
DPM with 5060-9127 

The updated instrument will have autoranging, remote control, and BCD output. 

3403A, Option 004 

Replace : A4 with 03403-665 1 7 

A4A1 with 03403-66513 
*A1 1 with 03403-66520 (A7) 

A15 with 03403-66583 
DPM with 5060-9127 

The updated instrument will have digital output ; however, the digital output will no longer be isolated. 

3403 A, Option 005 

Replace : A4 with 03403-665 1 7 

A4A1 with 03403-66513 
*A1 1 with 03403-66520 (A7) 

A15 with 03403-66583 
DPM with 5060-9127 

The updated instrument will have autoranging, remote control, and BCD output; however, the BCD output and 

remove control will no longer be isolated. 

3403A, Option 006 

Replace; A4 with 03403-66517 

A4A1 with 03403-66513 
A12 with 03403-66592 
DPM with 5060-9188 

The updated instrument will have dB display. 

*The All board (03403-66521) can be modified to substitute for the A7 board (03403-66520). It will be necessary to 

connect a shorting jumper between analog and digital grounds (J7, pins 20 and 34). 

A 3403C Operating and Service Manual (-hp- Part Number 03403-90005) should be ordered for each converted instru- 
ment. 

B. Original Configurations of the 3403A/B/C. 

The following tables list all present and past configurations of the 3403. 

Configurations not shown - except for combinations of options - are not valid and will not function properly. 
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Table 1. 3403A Serial Prefix 11 24-. 





STD 


OPT 001 


OPT 002 


OPT 003 


OPT 004 


OPT 005 


OPT 006 


A1 


03403-60001 


' ■ ■' 

03403-60001 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


A2 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


A3 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


A4 


03403-66510 


03403-66510 


03403-66510 


03403-66510 


03403-66510 


03403-66510 


03403-66510 


A5 


03403-66550 


03403-66550 


03403-66550 


03403-66550 


03403-66550 


03403-66550 


03403-66550 


A6 


03403-66560 


03403-66560 


03403-66560 


03403-66560 


03403-66560 


03403-66560 


03403-66560 


A7 


03403-66520 


03403-66520 


03403-66520 


03403-66520 


X 


X 


03403-66520 


A8 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


A11 


X 


X 


X 


X 


03403-66521 


03403-66521 


X 




X 


X 


X 


X 


X 


X 


03403-66591 


WBM 


X 


03403-66571 


X 


X 


X 


X 


X 


A14 


X 


X 


X 


03403-66572 


X 


03403-66572 


X 


A15 


X 


X 


03403-66581 


03403-66581 


03403-66581 


03403-66581 


X 


A21 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


A22 


03431-69507 


03431-69507 


03431-69507 


03431-69507 


X 


X 


03431-69507 


A23 


X 


X 


X 


X 


03431-69502 


03431-69502 


X 


A24 


03431-89501 


03431-89501 


03431-89501 


03431-89501 


X 


X 


X 


A25 


X 


X 


X 


X 


03431-89502 


03431-89502 


X 


A26 


X 


X 


X 


X 


X 


X 


03431-89503 



Table 2. 3403A Serial Prefix (Approx.) 1151- and Above. 





STD 


OPT 001 


OPT 002 


OPT 003 


OPT 004 


OPT 005 


OPT 006 


1 

A1 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


A2 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


A3 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


A4 


03403-66511/513 


03403-66511/513 


03403-66511/513 


03403-S65y/513 


03430-66511/513 


03403-66511/513 


03403-66511/513 


A5 


03403-66551 


03403-66551 


03403-66551 


03403-66551 


03403-66551 


03403-66551 


03403-66551 


A6 


03403-66561 


03403-66561 


03403-66561 


03403-66561 


03403-66561 


03403-66561 


03403-66561 


A7 


03403-66520 


03403-66520 


03403-66520 


03403-66520 


X 


X 


03403-66520 


A8 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


All 


X 


X 


X 


X 


03403-66521 


03403-66521 


X 


A12 


X 


X 


X 


X 


X 


X 


03403-66591 


A13 


X 


03403-66571 


X 


X 


X 


X 


X 


A14 


X 


X 


X 


03403-66572 


X 


03403-66572 


X 


A15 


X 


X 


03403-66581 


03403-66581 


03403-66581 


03403-66581 


X 


A21 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


03431-69501 


A22 


03431-66507 


03431-66507 


03431-66507 


03431-66507 


X 


X 


03431-66507 


A23 


X 


X 


X 


X 


03431-66502 


03431-66502 


X 


A24 


03431-60001 


03431-60001 


03431-60001 


03431-60001 


X 


X 


X 


A25 


X 


X 


X 


X 


03431-60002 


03431-60002 


X 


A26 


X 


X 


X 


X 


X 


X 


03431-60003 
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Table 3. 3403B Serial Prefix 11 35-. 





STD 


OPT 002 


OPT 006 


A1 


03403-60002/3 


03403-60002/3 


03403-60002/3 


A2 


03403-66532 


03403-66532 


03403-66532 


A3 


03403-66542 


03403-66542 


03403-66542 


A4 


03403-66512 


03403-66512 


03403-66512 


A5 


03403-66550 


03403-66550 


03403-66550 


A6 


03403-66560 


03403-66560 


03403-66560 


A7 


03403-66520 


03403-66520 


03403-66520 


A8 


X 


X 


X 


All 


X 


X 


X 


A12 


X 


X 


03403-66591 


A13 


X 


X 


X 


A14 


X 


X 


X 


A15 


X 


03403-66581 


X 


A21 


03431-66516 


03431-66516 


03431-66516 


A22 


03431-69507 


03431-69507 


03431-69507 


A23 


X 


X 


X 


A24 


03431-60001 


03431-60001 


X 


A25 


X 


X 


X 


A26 


X 


X 


03431-60003 



Table 4. 3403C Serial Prefix 1303-. 





STD 


OPT 001 


OPT 002 


OPT 003 


OPT 006 


A1 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


A2 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


A3 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


A4 


03403-66516/513 


03403-66516/513 


03403-66516/513 


03403-66516/513 


03403-66516/513 


A5 


03403-66551 


03403-66551 


03403-66551 


03403-66551 


03403-66551 


A6 


03403-66561 


03403-66561 


03403-66561 


03403-66561 


03403-66561 


A7 


03403-66520 


03403-66520 


03403-66520 


03403-66520 


03403-66520 


A8 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


All 


X 


X 


X 


X 


X 


wsm 


X 


X 


X 


X 


03403-66592 




X 


03403-66571 


X 


X 


X 


A14 


X 


X 


X 


03403-66572 


X 


A15 


X 


X 


03403-66582 


03403-66582 


X 


A20 

(DPM) 


5060-9133 


5060-9133 


5060-9133 


5060-9133 


5060-9133 



Table 5. 3403C Serial Prefix 1452- and Above. 





STD 


OPT 001 


OPT 003 


OPT 006 


A1 


03403-60001 


03403-60001 


03403-60001 


03403-60001 


A2 


03403-66530 


03403-66530 


03403-66530 


03403-66530 


A3 


03403-66540 


03403-66540 


03403-66540 


03403-66540 


A4 


03403-66517/513 


03403-66517/513 


03403-66517/513 


03403-66517/513 


A5 


03403-66551 


03403-66551 


03403-66551 


03403-66551 


A6 


03403-66561 


03403-66561 


03403-66561 


03403-66561 


A7 


03403-66520 


03403-66520 


03403-66520 


03403-66520 


A8 


03403-61901 


03403-61901 


03403-61901 


03403-61901 


All 


X 


X 


X 


X 




X 


X 


X 


03403-66592 




X 


03403-66571 


X 


X 


A14 


X 


X 


03403-66572 


X 


A15 


X 


X 


03403-66583 


X 


A20 


5061-0747 


5060-0747 


5061-0741 


5060-0747 


A21 


5061-0740 


5061-0740 


5061-0740 


5061-0740 


A22 


5061-0736 


5061-0736 


5061-0739 


5061-0736 


DPM 


5060-9188 


5060-9188 


5060-9127 


5060-9188 
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P.C. None 



SUPERSEDES 

NONE 



-hp- MODEL 3403A/B/C TRUE RMS VOLTMETER 
Serial Numbers; All 

FINAL ADJUSTMENT OF CONVERTER ASSEMBLY 



The exchange ac converter assembly for the 3403 has been carefully calibrated at the factory. For this 
calibration, potentiometer A7R1 was arbitrarily set at mid-range. Therefore, all adjustments are 
referenced to the setting of this potentiometer. It is necessary to perform the final converter balance ad- 
justment (A7R1) in order to properly reference the exchange converter. This adjustment is outlined in the 
manual. For convenience, it is repeated below: 

Final Converter Balance Adjustment. 

An ac calibrator and digital voltmeter are required for this adjustment. Secure the front panel and replace 
bottom and side covers. Allow the instrument to warm up for at least 1 hour before proceding. 

a. Set FUNCTION to AC VOLTS, RANGE to .1 V, RESPONSE TIME to FAST. 

b. Connect digital voltmeter to rear panel VOLTS recorder output terminals. 

c. Apply input of 100.000 mV at 100 Hz from ac calibrator. Note digital voltmeter reading. 

d. Reduce input to 10.000 mV. 

e. Remove left side cover and adjust A7R1* for voltmeter reading of 1/10 the reading noted in step c. 

Please contact Customer Service at Loveland Instrument Division if you encounter calibration problems 
with the exchange converter. 

*Note: Model 3403A voltmeters with isolated remote control will have All in place of A7. 
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SECTION I 

GENERAL INFORMATION 



1-1. INTRODUCTION. 

1-2. The Hewlett-Packard Model 3403 C True RMS Volt- 
meter makes ac voltage measurements on six ranges of 
10 mV to 1000 V full range, with overrange capability of 
up to 1 90 % of range except as limited by maximum 
allowable input voltage. In addition, the Model 3403C 
makes dc voltage and dc + ac measurements on five ranges. 
Options listed in Paragraph 1-5 are available to increase the 
usefulness of the instrument. 

1-3. SPECIFICATIONS. 

1-4. Specifications for the Model 3403C are shown in 
Table 1-1. Table 1-2 lists a number of typical operating 
characteristics. 

1-5. OPTIONS. 

1-6. The following options are available for the Model 
3403C. QQj . Autoranging 

Option 003; Autoranging + Remote + BCD Output 
Option 006; dB Display 

Option 910; An additional Operating and Service 
Manual may be ordered as Option 910, Part No. 
03403-90005 

1-7. ACCESSORY EQUIPMENT SUPPLIED. 

1-8. A “banana plug to BNC” adapter, -hp- Part No. 
5040-5847, is supplied with the Model 3403C. Use of this 
adapter disconnects input common from chassis ground, so 
that floating measurements may be made. A printed circuit 
extender, -hp- Part No. 5060-5984, is supplied as an aid to 
servicing the digital panel meter assembly. A remote 
connector, -hp- Part No. 1251-0293, is supplied with 
Option 003. 

1-g. ACCESSORIES AVAILABLE. 

1-10. Available accessories include a 50 feed-thru termi- 



nation, -hp- 11048C; a 75 feed-thru termination, -hp- 
11094B; and a 600 feed-thru termination, -hp- 11095 A. 
An output cable, -hp- 11 184 A, is available for connecting 
the BCD output to a digital recorder such as the -hp- Model 
505 5 A or 5050B. Accessories required for rack mounting 
the Model 3403C include the -hp- 5060-8762 adapter 
frame, the -hp- 5060-8540 half-width filler panel, and if 
only one instrument is to be mounted, the -hp- 5060-8760 
half-module filler panel. The -hp- 11 096 A hi^ frequency, 
peak responding probe may be used to reduce the input 
capacitance to 2 pF and permit relative measurements up to 
1 GHz. 

1-11. INSTRUMENT AND MANUAL IDENTIFICATION. 

1-12. Instrument identification by serial number is located 
on the rear panel. Hewlett-Packard uses a two-section serial 
number consisting of a four-digit prefix and a five-digit 
suffix, separated by a letter designating the country in 
which the instrument was manufactured, (A=U.S.A.; 
G = West Germany; J = Japan; U = United Kingdom.) If the 
four-digit prefix of the serial number of your instrument is 
lower than the prefix shown on the title page of this 
manual, backdating information located in Appendix C will 
define the differences between your instrument and the 
Model 3403C described in this manual. 



1-13. SAFETY CONSIDERATIONS. 

1-14. This Operating and Service Manual contains cautions 
and warnings alerting the user to hazardous operating and 
maintenance conditions. This information is flagged by a 
caution or warning heading and/or the symbol . The 
/j\ symbol appears on the front panel and is an interna- 
tional symbol meaning “refer to the Operating and Service 
Manual”. This symbol flags important operating instruc- 
tions located in Section III. To ensure the safety of the 
operating and maintenance personnel and retain the operat- 
ing condition of the instrument, these instructions must be 
adhered to. 
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Ranges: 

.01 V (ac only) 

.1 V 
1 V 
10 V 
100 V 
1000 V 

Functions: 

AC: Responds to true RMS value of ac coupled input signal. 
DC: Responds to dc component of input signal. 



DC + AC: Responds to true RMS value of dc and ac signal; 
Reading is: 

\/ (dc)^ + (ac RMS)^ 

Effective Common-Mode Rejection (1 kn unbalance in either lead): 
AC Function: > 60 d B at 60 Hz. 

DC Function: > 120dB at 60 Hz. 

Normal-Mode Rejection: 

DC Function: >60dBat60Hz. 



Voltage Measurement Accuracy: (25^^ C ± 5° C; < 95 % relative humidity). 

AC or DC + AC voltage measurement accuracy is not specified below the point on any range where the RNG 4- indicators light. 
DC function accuracy is specified over the entire range. 



Voltage 

Reading ' = ± (% of Range 

Accuracy I 





Function 


Range 


DC 


DC + AC 


AC 


1000 V 


0.3 


0.3 


0.3 


100 V 


0.2 


0.2 


0.2 


10 V 


0.2 


0.2 


0.2 


1 V 


0.2 


0.2 


0.2 


.1 V 


0.6 


0.6 


.04 V°-^ 
0.4 



% of Reading)** 



Frequency In Hz 



2 




0.4* 0.2 




0.2 


1.0 


0.2 


0.5 


0.2 


0.5 


0.2 


0.5 


0.3 


1.2 



* DC + AC Function and Slow Response Time only. 

** % of Reading Specification is representative of typical flatness. 

Frequencies and Ranges in shaded areas may result in invalid readings without ranging information. 

dB Measurement Accuracy (Option 006): (25° C ± 5° C; < 95 % relative humidity). 

dB measurement accuracy is not specified belcw the point on any range where the RNG I indicators light. 

dB I I I 

Reading = ± dB . dB** 



Frequency in Hz 




Accuracy 






Function 


Range 


AC 


DC + AC 


1000 V 


0.15 


0.15 


100 V 


0.15 


0.15 


10 V 


0.15 


0.15 


1 V 


0.15 


0.15 


.1 V 


0.15 


0.15 


.01 V 


0.15 





25 

1 


100 k 
1 


1 M 
1 


10 M 
1 


20 M 
1 


50 M 
1 


1 

100 M 
1 



0.02 


0.04* 


0.02 




0.02 


0.04* 


0.02 


0.1 


0.02 


0.04* 


0.02 


0.05 


0.02 


0.04* 


0.02 


0.05 


0.02 


0.04* 


0.02 


0.05 




*DC + AC Function and Slow Response Time only. 

**Specification is representative of typical flatness. 

Frequencies and Ranges in sladed areas may result in invalid readings without ranging information. 

Temperature Coefficient (0° C to 20° C and 30° C to 50° C): TC = 0.1 x Reading accuracy (from charts)/° C. 
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Table 1-2. Typical Operating Characteristics. 



A 



Frequency Range. 




Response Time; 

Fast; 1 second 
Slow: 10 seconds. 

Instrument reads final reading ± 0.1 % of input voltage change in 
stated response time. 

Reading Rate; 

Fast response time: 4 per second 
Slow response time: 2 per second 



.01 V and .1 V ranges; 20 Mn ± 10% in parallel with 20 pF 

+ 10 %. 

1 MHz to 1 00 MHz: The following table gives maximum loaning 
error due to input shunt impedance across a terminated 
source. 



System Impedance Frequency 

(Source and Load) 10 MHz 100 MHz 



50 n 1% 10% 

75 n 2 % 20 % 



Maximum Input Voltage: 

High to Low: Autoranging (Options 001 and 003): 

1000 V rms, 1500 V peak or 10® V Hz on any range. Upranging occurs at approximately 190 % of range, downranging 

Maximum dc in ac function: ± 500 V dc. at approximately 1 7 % of range. 



Low to Chassis: 

± 500 V peak, when floated with special banana jack-to-BNC 
adapter. 

Input Impedance: 

Below 1 0 MHz 

1 V to 1000 V ranges; 10 MJ2 ± 10% in parallel with 24 pF 

. 10 %. 



Autorange operating frequency range: Input signals above the 
frequencies indicated by the Frequency Range chart in this 
table may result in erroneous readings and improper auto- 
range operation. 

Autorange time per range change: 

Fast response time: 1 second 
Slow response time: 10 seconds 



Crest Factor: Peak Voltage Limits: 



FAST R6SPONSE 



KIMUM PEAK voltage 
2 X FULL scale 



- MAXIMUM PEAK voltage 
! • 10 X FULL scale 



200 

FREQUENCY IN H/ 



SLOW RESPONSE 




The Crest Factor capabilities of the Model 3403C are limited by 
two things: the dynamic range of the Input Amplifier and the 
Overload Protection circuitry which protects the thermopile. 
The dynamic range of the Input Amplifier is sufficient to 
handle peaks of at least 10 times full range. The Overload 
Protection circuit, which limits the peak temperature of the 
thermopile, is dependent on both the voltage level and 
frequency. The following figures show the ranges of fre- 
quency and level at which the RMS Converter will accept 
signals with peaks of 10 times full range without being 
limited by the Overload Protection circuit. As the frequency 
is reduced (or the RMS value is increased) beyond the limits 
shown, the maximum peak voltage allowable makes a fairly 
abrupt transition from 10 times to 2 times full range. 
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Step A 




Turn 3403C upside down and remove all four screws in each 
side to remove side and bottom covers. 



Step B 




Remove AC Converter and Connector Assembly. Remove 
hole plug from rear panel. 

Turn AC Converter and Connector Assembly over and insert 
with input connector toward rear of instrument. 

Replace bottom and side covers. Place hole plug in front 
panel. 



Figure 2*1. Changing Input from Front to Rear. 
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SECTION II 
INSTALLATION 



2-1. INTRODUCTION. 

2-2. This section contains information and instructions 
necessary for installing the Model 3403C True RMS 
Voltmeter and for installing certain options within the 
instrument. Included are initial inspection procedures, 
power and grounding requirements, installation and inter- 
face information, and instructions for repackaging for 
shipment. 

2-3. INITIAL INSPECTION. 

2-4. This instrument was carefully inspected both mechani- 
cally and electrically before shipment. It should be free of 
mars or scratches and in perfect electrical order upon 
receipt. To confirm this, the instrument should be in- 
spected for physical damage in transit, and the electrical 
performance should be tested using the procedure outlined 
in Section V of this manual. If there is damage or 
deficiency, see the warranty in the front of this manual. 

2-5. POWER REQUIREMENTS. 

2-6. The Model 3403C can be operated from any source 
of 1 15 or 230 volts at 48 to 440 Hz. Power dissipation is a 
maximum of 50 VA, depending upon options installed. 

2-7. POWER CORDS AND RECEPTACLES. 

2-8. Figure 2-2 illustrates the standard power receptacle 
(wall outlet) configurations that are used throughout the 
United States and in other countries. The -hp- Part Number 
shown directly below each receptacle drawing is the part 
number for a 3403C power cord equipped with the 
appropriate mating plug for that receptacle. If the appropri- 
ate power cord is not included with the instrument, notify 
the nearest -hp- Sales and Service Office and a replacement 
cord will be provided. 




2-9. GROUNDING REQUIREMENTS. 

2-10. To protect operating personnel, the National Electri- 
cal Manufacturers’ Association (NEMA) recommends that 
the instrument panel and cabinet be grounded. The Model 



3403C is equipped with a three-conductor power cable 
which, when plugged into an appropriate receptacle, 
grounds the instrument. The offset pin on the power cable 
is the ground wire. To preserve the protection feature when 
operating the instrument from a two-contact output, use a 
three-contact to two-contact adapter and connect the green 
wire on the adapter to power line (earth) ground. 

2-11. INSTALLATION. 

2-12. The Model 3403C is fully transistorized and no 
special cooling equipment is required. However, the instru- 
ment should not be mounted in a manner that would 
obstruct the free flow of ait around the instrument, 
particularly around the rear panel cooling fins. It should 
not be operated where the ambient temperature exceeds 
50® C (122® F) or the relative humidity exceeds 95%. 
Power dissipation is 50 VA maximum. 

2-13. Bench Mounting. 

2-14. The Model 3403C is shipped with plastic feet and 
tilt stands in place, ready for use as a bench instrument. 

2-15. Rack Mounting. 

2-16. The 3403C may be rack mounted by using an 
adapter frame, -hp- Part No. 5060-8762. This adapter frame 
accepts a combination of submodular units for rack 
mounting only. An -hp- 5060-8540 half-width filler is 
needed above the 3403C. If only one instrument is to be 
rack mounted the half-module filler panel, -hp- 5060-8760 
is also required. 

2-17. REAR PANEL INPUT. 

2-18. The design of the 3403C permits the input 
connector to be located either at the front panel or rear 
panel. Instructions for changing the input from the usual 
front panel location to the rear panel are given in Figure 
2 - 1 . 

2-19. ADDITION OF OPTIONS. 

2-20. The options available for addition to the 3403C 
(Options 001, 003 and 006), are available only as factory 
installed options. No options are available as field instal- 
lable options. An additional Operating and Service Manual 
may be ordered as Option 910 (Part No. 03403-90005). 

2-21. REPACKAGING FOR SHIPMENT. 

2-22. The following paragraphs contain a general guide for 
repackaging the instrument for shipment. Refer to Para- 
graph 2-23 if the original container is to be used, 2-24 if it 
is not. If you have any questions, contact your nearest -hp- 
Sales and Service Office (see Appendix B). 
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NOTE 

If the instrument is to be shipped to Hewlett-Packard for 
service or repair, attach a tag to the instrument identifying 
the owner and indicating the service or repair to be 
accomplished. Include the model number and full serial 
number of the instrument. In any correspondence, identify 
the instrument by model number and full serial number. 

2-23. Place instrument in original container with appro- 
priate packing material and seal well with strong tape or 
metal bands. If original container is not available, one can 
be purchased from your nearest -hp- Sales and Service 
Office. 



2-24. If original container is not be be used, proceed as 
follows; 

a. Wrap instrument in heavy paper or plastic before 
placing in an inner container. 

b. Place packing material around all sides of instrument 
and protect panel face with cardboard strips. 

c. Place instrument and inner container in a heavy 
carton and seal with strong tape or metal bands. 

d. Mark shipping container “DELICATE INSTRU- 
MENT”, “FRAGILE”, etc. 



2-25. INTERFACE CONNECTIONS. 

2-26. Oigital Output. 

2-27. If the Model 3403C is equipped with a Digital 
Output option, 7 columns of 1-24-8 coded BCD informa- 
tion are provided, LOW state true. In addition to 4 columns 
of measurement magnitude information (the 1-24-8 coded 
BCD information), range, function, polarity, and out-of- 
range information are provided. A true state is the 
condition meaning yes, assertion or enable. LOW state true 
means a LOW on a 1-24-8 BCD line is the true state for the 
line. For instance, the logic levels on the 1-24-8 BCD lines 
for a binary BCD presentation of the decimal number 3 is 
LOW, LOW, HI, HI (True, True, False, False) respectively. 
For the decimal number 7, the 1-24-8 logic levels are LOW, 
LOW, LOW, HI (True, True, True, False) respectively. 
Positive reference is + 5 V and negative reference is 0 V 
(ground), available at the rear panel connector. In addition 
to the coded information, connections are provided for 
several input and output signals. Figure 2-3 shows the BCD 
Output Connector J2 and gives required interface informa- 
tion. The mating connector for J2 is -hp- Part No. 
1251-0084 (Amphenol No. 57-30360-375). A cable, -hp- 
1 1 1 84A, is available for connection to -hp- digital re- 
corders. 

2-28. Remote Control. 

2-29. Option 003 permits programming of function, range, 
autorange and response time. Lines are also provided for 
remote control of sampling. Figure 2-4 shows the Remote 
Program Connector J3 and gives required interface informa- 
tion. The mating connector for J3 is -hp- Part No. 
1251-0293 (Amphenol No. 57-30240). 



2-2 Rev. B 




Model 3403C 



Section II 



BCD OUTPUT CONNECTOR J2 



measurement 

MAGNITUDE 



O =3 o O i 




OUTPUT SIGNAL LEVELS 

LOW = < + 0.5 V, 12 mA max sink current 
HIGH = + 5 V, 6 kn source resistance 
Data output signals are LOW true. 

Printer columns are numbered right to left. 

OUTPUT SIGNALS 

Column 1 : Readout Magnitude Multiplier is Decimal posi- 
tion in negative power of 10 beginning at a point 
between columns 1 and 2 (0000.0 X 10"'^). Multiplier is 
1 for all dB measurements. 

Voltage 
Print Range 

0 1000. V 

1 100.0 V 

2 10.00 V 

3 1 .000 V 

4 .1000 V 

5 .01000 V 

Columns 2 through 5: Readout Magnitude. 

Column 6: Polarity, Overload, and Underrange. 

Print Conditions 



Column?: Function, (cont'd) 



3 Not used 

4 DC -t AC dB 

5 Not used 

6 AC dB 

7 Not used 

Print Command: 

Positive- or negative-going pulse between OV and 
- 1 0 V. Polarity is selected by connection on 
Input/Output Assembly. First Transition acknowledges 
receipt of Remote Measure signal when in Remote mode 
of operation. Second transition indicates valid data 
available. 

Data Flag: 

Positive- or negative-going pulse between 0 V and + 5 V. 
Polarity is selected by connection on Input/Output 
Assembly. First transition acknowledges receipt of 
Remote Measure signal when in Remote mode of 
operation. Second transition indicates valid data 
available. 

Print Command and Data Flag are identical except for 
voltage. 



Column?: Function. 



- , Overload 
+, Overload 
- , Underrange 
+, Underrange 
- , Underrange, Overload 
Underrange, Overload 



INPUT SIGNALS: 

Interface Hold: 

LOW level disables automatic sampling. 

Printer Holdoff: 

Level 2.0 V and 20 V disables automatic 
sampling. 

Measure: 

LOW > 2 microseconds initiates measurement. 



DC + AC Volts 
DC Volts 
AC Volts 



Remote Measure: 

LOW > 50 microseconds initiates measurement when in 
Remote operating mode. 



Figure 2-3. BCD Output Connector J2. 
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*These signals available with or without Remote option 
installed. 

INPUT SIGNAL LEVELS 

LOW = + 0.5 V, 12 mA max sink current, or contact closure 
to ground through < 600 n. 

HIGH = + 5 V, 6 source resistance, or open circuit. 

INPUT SIGNALS 



Range Program: 
Range 

1000 V 
100 V 
10 V 
1 V 
.1 V 
.01 V 



RP1 

H 

L 

H 

L 

H 

L 



RP2 

H 

H 

L 

L 

H 

H 



RP4 

H 

H 

H 

H 

L 

L 



Remote Control : 

LOW level enables remote programming and disables 
front panel Function, Range, and Response Time 
Controls. Disables automatic sampling. 

Remote Measure; 

LOW > 50 microseconds initiates measurement when in 
Remote operating mode. 

Interface Hold*: 

LOW level disables automatic sampling. 

Printer Holdoff*: 

Level ^ + 2 V and + 20 V disables automatic 
sampling. 

Measure*: 

LOW > 2 microseconds initiates measurement. 

Program Accept; 

LOW > 50 microseconds accepts remote program word. 



Function Program: 
Function 

D C + AC Volts 
DC Volts 
AC Volts 
Not used 
DC + ACdB 
Not used 
AC dB 
Not used 



FP1 FP2 FP4 



If dB Option not 
installed these 
states not used. 



Auto Select; 

LOW level selects autoranging when in Remote mode. 

Response Time Program: 

LOW = Slow; HIGH = Fast 

Measure Mode Program: 

LOW = Non-delayed; HIGH = Delayed 

OUTPUT SIGNALS: 

Program Flag; 

Positive - or negative - going pulse between 0 V and 
+ 5 V. Polarity selected by connection on Remote 
Assembly. First transition acknowledges receipt of 
Program Accept. Second transition indicated program 
stored. 

Print Command*: 

Positive - or negative - going pulse between 0 V and 
- 10 V. Polarity selected by connection on Input/Output 
Assembly. First transition acknowledges receipt of 
Remote Measure command when in Remote mode of 
operation. Second transition indicates valid data avail- 
able. 

Data Flag; 

Positive - or negative - going pulse between 0 V and 
+ 5 V. Polarity selected by connection on Input/Output 
Assembly. First transition acknowledges receipt of 
Remote Measure command when in Remote mode. 
Second transition indicates valid data available. 



Figure 2-4. Remote Program Connector J3. 
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SECTION III 

OPERATING INSTRUCTIONS 



3-1. INTRODUCTION. 

3-2. The -hp- Model 3403C True RMS voltmeter makes 
ac voltage measurements on six ranges from 1 0 mV to 
lOGOV full range. The Model 3403C also makes dc and 
dc + ac true rms measurements on five ranges from 1 00 mV 
to 1 000 V f ull range. The dc + ac true rms measurement is 
equal to ^dc)^ + (ac rms)^. Overrange readings of greater 
than 190 % of range are possible on all except the 1000 V 
range. The accuracy of readings in AC and DC+AC 
Functions is not specified below the point on any range 
where downrange indication occurs. 

3-3. In addition to voltage measurements, the dB Option 
006 permits measurements of ac and dc + ac to be read 
directly in dB. Other options, listed in Paragraph 1-5, 
provide autoranging, remote programming, and digital 
output. 

3-4. FRONT AND REAR PANEL DESCRIPTION. 

3-5. Figure 3-1 shows the front and rear panel controls and 
connectors and gives a brief description of each. Some of 
the features shown are available only with certain options. 

3-6. MAXIMUM INPUT VOLTAGES. 




DO NOT EXCEED THE FOLLO WING MAXIMUM INPUT 
VOLTAGES OR DAMAGE TO THE INSTRUMENT MA Y 
RESULT 

BETWEEN INPUT HIGH AND LO W: 

AC FUNCTION: 1500 VAC PEAK, 500 VDC 
DC FUNCTION: ± 1000 V 
DC + AC FUNCTION: WOO VRMS, 1500 V PEAK 
DC+AC 

BETWEEN INPUT LOW AND CHASSIS (FLOATING 
MEASUREMENTS): ± 500 V PEAK. 



3-7. GENERAL OPERATING CHARACTERISTICS. 

3-8. Turn-on and Warm-up. 

3-9. Make sure the rear panel 1 15/230 slide switch is set to 
the proper line voltage before connecting the Model 
3403 C . To obtain readings within the specified measure- 
ment accuracy, turn the instrument on and allow to warm 
up for at least 1 5 minutes. 



3-10. DC Zero. 

3-11. For maximum accuracy when making dc measure- 
ments with the Model 3403C, short the input and adjust 
the front panel DC ZERO control for zero display. 

3-12. Floating Measurements. 




TO MAKE FLOATING OR POWER LINE VOLTAGE 
MEASUREMENTS WITH THE 3403C, THE BANANA 
JACK TO BNC ADAPTER (-hp- PART NO. 5040-5847) 
SUPPLIED WITH THE INSTRUMENT MUST BE USED 
TO DISCONNECT INPUT LOW FROM CHASSIS. 

3-13. Normally, the 3403C input Low is connected to 
chassis (power line) ground. The banana jack to BNC 
adapter breaks this ground connection. Be sure the adapter 
is inserted correctly and turned fully clockwise on the BNC 
bayonet connector. Floating measurements may then be 
made of inputs up to ± 500 V peak above chassis ground, 
provided that any input or output equipment connected to 
the 3403C is also floating. If the 3403C is equipped with 
the Digital Output, refer to Paragraph 3-46. 

3-14. High Frequency Measurements. 

3-15. At frequencies below approximately 10 MHz, input 
impedance is 10 Mf2 ± 10 % shunted by 19 pF ± 10 % on 
the 1 V through 1000 V ranges, and 20 Mf2 ± 10 % shunted 
by 16 pF ±10% on the .01 V and .1 V ranges. At 
frequencies of approximately 10 MHz and higher the input 
impedance is not accurately represented by the above 
description. When measuring signals above approximately 
10 MHz, a termination should be used at the 3403C 
input equal to the characteristic impedance of the signal 
source, as shown in Figure 3-2. The impedance of the cable 
used should also match the source impedance. This is 
necessary to minimize the loading effect of mismatched 
impedances and standing waves. Maximum loading error 
due to input shunt impedance across a terminated source is 
shown in Table 3-1. Feed-thru terminations of 50 Q. (-hp- 
1 1048C), 75 n (-hp- 1 1094B) and 600 a (-hp- 1 1095 A) are 
available. 



Table 3-1. Maximum input Loading Error. 



System Impedance 


Frequency 


(Source and Load) 


10 MHz 


100 MHz 


50 n 


1 % 


10% 


75 n 


2 % 


20 % 
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1. Range Switch. Also selects optional Autorange and Remote 
Control. 

2. DC Zero. Corrects dc offset. 

3. Function Switch and Power Line Switch. 

4. dB Cal. Calibrates optional dB function to dBV or dBM 

600 n. 



5. dB Reference. Shifts dB reference level downward at least 
10 dB. 

6. Response Time Control. Slow selects 10 second response 
time and 2/s sample rate. Fast selects 1 second response 
time and 4/s sample rate. 




7. BNC input connector. May be changed to rear panel input. 

8. Location of rear panel input. See Paragraph 2-17. 

9. Line voltage selector. 

1 0. Line fuse. 

1 1 . Power input connector. 

12. Digital output connector (optional). 

13. Remote Control connector(optional). 

14. dB Analog Recorder output terminals (optional). 

15. Volts Analog Recorder output terminals. 



Figure 3-1. Front and Rear Panels. 



3-16. Response Time. 

3-17. The Model 3403C reaches final reading ± 0.1 % of an 
input voltage change within the stated response time. The 
3403 C provides a choice of two response times. SLOW 
response time is approximately 10 seconds, and must be 
used with DC + AC Function for input frequencies below 
25 Hz. FAST response time is approximately 1 second and 
may be used for frequencies higher than 25 Hz. 

3-1 8. Automatic Sampling Rate. 

3-19. The RESPONSE TIME control of the 3403C selects 
the automatic sampling rate. In the SLOW position, the 
reading rate is 2 per second, and 4 per second in FAST 
position. In both cases, the reading rate is faster than the 
response, resulting in one or more erroneous readings when 
a large step input voltage is applied. However, the faster 
reading rates provided are desirable when small voltage 
changes are being observed. 




Figure 3-2. High Frequency Measurements. 



3-20. Measure Command Input. 



3-21. This input connection is available in the 3403C 
equipped with a Digital Output option. When the Interface 
Hold line is grounded (continuous LOW), a LOW connec- 
tion at the Measure input for > 2 jus initiates a measure- 
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ment. Figure 3-3 shows the measurement sequence along 
the external measure command input. This MEASURE 
COMMAND is externally applied and not the MEASURE 
command described in Paragraph 3-25 and Figure 3-4. 



INTERFACE HOLD 1 


MEASURE (EXTERNALLY APPLIED) -| 






1 




|2/JS 


1 

1 


_r 




1 






_j 









3403C-8 4043 



Figure 3-3. Measure Sequence (Non-Remote). 



3-22. Remote P</leasure Command Input. 

3-23. This input connection is available only in the 3403C 
equipped with a Remote Control option. 

3-24. Non-Delayed Measure Mode. The non-delayed mode 
must be programmed by a LOW signal at the Measure Mode 
connection, J3 pin 7. See Figure 24 and Paragraph 3-51. In 
this mode of operation, a Remote Measure command (LOW 
> 50 /is at the Remote Measure input of either J2 or J3) 
initiates a measurement within a few microseconds. 




PANEL CONNECTOR, 

I REMOTE MEASURE COMMAND MAY 
BE APPLIED 

n Is OR 10s DELAY NOT PRESENT IN 
NONDELAY MEASURE MODE 



Figure 3-4. Remote Measure Sequence (Delayed). 



3-25. Delayed Measure Mode. A HIGH signal (or open 
circuit) at the Measure Mode connection, J3 Pin 7, selects 
the delayed measure mode of operation. In this mode, the 
internal Measure command (A141C11 pin 8) is delayed for 
a length of time determined by the 3403C response time 
programmed. See Figure 2-4 and Paragraph 3-51. If Fast 



response time is selected, the delay is a minimum of 1 
second, and 10 seconds minimum for Slow response time. 
The reading rate, then, is determined by the response time 
selected. A Remote Measure command may be applied 
following the second transition of the Print Command or 
Data Flag signal, which indicates that the previous measure- 
ment has been completed. A Remote Measure command 
applied between the first and second transition of these 
signals will have no effect. The measurement sequence is 
illustrated in Figure 34. 

3-26. Overrange Measurements. 

3-27. The Model 3403C is capable of readings greater 
than 190 % of full range on all except the 1000 V range. 
The fourth digit “1 ” lig)its for all measurements of 1000 or 
higher. 

3-28. Out-of-Range Indication. 

3-29. If any or all of the t , RNG, or 4 annunciators are lit, 
the reading is not valid. In voltage measurements, this 
out-of-range indication occurs for readings below approxi- 
mately 17% of range or above approximately 190% of 
range. If a measurement is out of range, the RNG 
annunciator will light up and the least significant digits will 
be blank except when the measurement is below 17% of 
range in the DC VOLTS mode. In the DC VOLTS mode, 
the RNG annunciator does not light and blanking does not 
occur in the under-range condition. In the over-range 
condition for all voltage measurements, the first significant 
digit lights up, along with the RNG and t annunciators. If 
the digits are lit, the numbers displayed are not accurate. In 
dB measurements, the out-of-range limits on the two lower 
ranges are approximately 34% and 380% of range. On the 
four higher ranges, the limits are 17% and 190%. The 
10 mV range for either dc or dc -t ac is out of range of the 
specifications; on that range, all digits will blank, and the t, 
4, and RNG annunciators will come on. 

NOTE 

When used in the dc or dc + ac function in 
autorange, an input to the 100 mV range of 
approximately 17 mV causes the 3403C to 
downrange to the 10 mV range. The 10 mV 
range on the dc or dc + ac ranges cause the 
display to blank. The 3403C must uprange to 
the 100 mV range for a display to reappear. 

This requires an input 190% of the 10 mV 
range or 19 mV. As a result, in autorange the 
display blanks at approximately 17 mV and 
does not return until the input is increased to 
approximately 19 mV. 

3-30. Autoranging. 

3-31. When autoranging operation (Option 001 or 003) is 
selected, autoranging occurs at the points where the 
uprange and downrange indications occur. Autoranging 
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time per range change is 1 second minimum when fast 
response time is selected, and 10 seconds minimum for slow 
response time. If a step input voltage greater than approxi- 
mately 220% of range is applied, the instrument will go to 
the 1000 V range and then downrange to the proper range. 
Due to the frequency response design of the attenuator, 
autoranging may not operate properly above certain fre- 
quencies on some ranges. These limits are shown in Table 
3-2. 



Table 3-2. Autorange/Frequency Limits. 



Range 


Maximum Frequency 


.01 V 


2 MHz 


.1 V 


100 MHz 


1 V 


100 MHz 


10 V 


10 MHz 


100 V 


1 MHz 


1000 V 


100 kHz 



3-32. Analog Recorder Output. 

3-33. Volts. The Volts Recorder Output at the rear panel 
of the Model 3403C is -t 1 V for a full-range input on any 
range in the AC function. A full-range DC + AC input also 
gives + 1 V output. In the DC function, the output is ± 1 V 
for a full-range + or - dc input. The tolerance of the Volts 
Recorder Output in the AC, DC + AC or DC function is 
equal to that of the voltage measurement accuracy specifi- 
cation. The Volts Recorder Output resistance is 1 kl2 
± 10 %. 

3-34. dB. If the instrument incorporates the dB option, a 
dB Analog Output is provided in addition to the voltage 
output. Figure 3-5 shows the relationship between the dB 
Recorder Output, the display, and the range selected. The 
tolerance of the dB Recorder Output in the AC or DC + AC 
function is equal to that of the dB measurement accuracy 
specification. Output resistance is 1000 ± 500 




Figure 3-5. dB Analog Recorder Output. 



3-35. Non-Sinusoidal input Signals. 

3-36. The Model 3403C makes true rms measurements of 
non-sinusoidal input signals as shown in the Crest Factor 
information in Table 1-2. When the frequency and rms 
value of the signal fall within tjie shaded portion of the 
Crest Factor graphs (Table 1-2), a peak voltage greater than 
2 times full range will cause the t indicator and the 3 least 
significant digits to flash, indicating that the peak voltage is 
beyond the limit of the instrument. When operating in the 
autorange mode, this condition will cause the instrument to 
go to the 1 000 V range and then range downward to the 
proper range. 



3-37. DIGITAL OUTPUT. 

3-38. Output Signals and Levels. 

3-39. Coded Data. The Model 3403C equipped with a 
Digital Output option provides 7 columns of 1 -2-4-8 coded 
BCD information, LOW state true. LOW =<-t 0.5 V, 
12 mA maximum sink current; HIGH = + 5 V, 6 kQ source 
resistance. In addition to measurement magnitude, coded 
output information includes range, function, polarity, and 
out-of-range conditions. Figure 2-4 shows the print codes 
for a standard -hp- 5050B print wheel, -1248. 

3-40. Print Command and Data Flag. These two pulse 
outputs occur simultaneously, and are both either positive- 
going or negative-going. Pulse polarity is selected by a 
connection on the Input/Output Assembly A15. If the 
jumper, Wl, is in position A (see Figure 7-12), the pulses 
are negative-going, and are positive-going if Wl is in 
position B. The Print Command signal goes between 0 V 
and - 10 V, and Data Flag between 0 V and -t 5 V. The first 
transition of either pulse acknowledges receipt of a Remote 
Measure command when operating in the Remote mode, 
and the second transition indicates that valid data is 
available. 

3-41. Input Signals and Levels. 

3-42. Interface Hold. A continuous LOW level disables 
automatic sampling. LOW = -h 0.5 V, 1 2 mA maximum sink 
current; or contact closure to ground through < 600 f2. 
HIGH = -H 5 V, 6 kfl source resistance ; or open circuit. 

3-43. Printer Holdoff . A voltage level between -H 2 V and 
-H 20 V disables automatic sampling. A LOW level (< 0.5 V) 
or an open circuit permits automatic sampling. 

3-44. Measure. A LOW > 2 microseconds initiates a mea- 
surement when the Interface Hold input is LOW. This input 
may be used whether the instrument has the Remote 
option or not. LOW = < + 0.5 V, 1 2 mA maximum sink 
current; or contact closure to ground through <600 0. 
HIGH = -t 5 V, 6 kO source resistance ; or open circuit. 

3-45. Remote Measure. A LOW input > 50 microseconds 
initiates a measurement when operating in the Remote 
mode. The measurement may be delayed or non-delayed 
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(see Paragraphs 3-22 and 3-5 1 ). LOW = < + 0.5 V, 1 2 m A 
maximum sink current; or contact closure to ground 
through < 600 £2. HIGH = + 5 V, 6 k£2 source resistance; or 
open circuit. 

3-46. Digital Output Characteristics (Option 003). 

3-47. Output data and input control lines are referenced to 
chassis (power line) ground. The banana jack to BNC 
adapter (-hp- Part No. 5040-5847) supplied with the 3403C 
must be used at the input to disconnect input Low from 
chassis ground in order to make floating measurement. 
Make sure the adapter is inserted correctly and turned fully 
clockwise on the BNC bayonet connector. The instrument 
will maintain all normal- and common-mode rejection 
characteristics under these conditions. 

3-48. REMOTE CONTROL. 

3-49. Option 003 permits remote programming of func- 
tion, range, autorange and response time. Lines are also 



PROGRAM 
LINES 
( INPUT 



kM “I 
) 



PROGRAM 
ACCEPT 
(INPUT ) 



PROGRAM 

FLAG 

(OUTPUT ) 



^3O0m»- 



Tl T2 T3 



T1 - Selection of desired range, function, response time, and 
measure mode lines. 



T2 - Program accept command. T1 and T2 may occur 
simultaneously. 

T3 - First transition of Program Flag acknowledges receipt of 
Program Accept command. Program accept line may be 
returned HIGH. Must go HIGH before next program 
Information is to be stored. (Program Flag signal may be 
inverted by changing connection of W1 on Remote 
Assembly A14.) 

T4 - Second transition of Program Flag indicates program has 
been stored. If the Delayed Measure Mode is selected, a 
Remote Measure command may be applied. Refer to 
Paragraph 3-23. 

T5 - Program Accept must go HIGH before next program 
information is to be stored. 



T6 - Program selection lines may be returned HIGH. A line 
need not be returned HIGH unless a subsequent program 
change is desired. T5 and T6 may occur simultaneously. 



Figure 3-6. Remote Programming Sequence. 



provided for remote control of sampling. Characteristics for 
Remote Control are the same as those given for Digital 
Output in Paragraph 3-48. Figure 2-5 shows the Remote 
Program Connector J3 and gives required interface informa- 
tion. For all input signals, LOW = <-i-0.5V, 12 mA 
maximum sink current; or connect closure to ground 
through <600 S2. HIGH = -i- 5 V, 6 kf2 source resistance; or 
open circuit. 

3-50. Remote Programming. 

3-51. The remote mode of operation may be selected 
either by the front panel switch or by a continuous LOW 
connection at the rear panel connector, J3. Either method 
enables remote programming and disables the front panel 
function range, and response time controls. Programming of 
Range, Function, Response Time, and Measure Mode must 
be entered and stored in the instrument by application of a 
Program Accept command. The remote programming se- 
quence is shown in Figure 3-6. Autorange and Non-Delayed 
Measure Mode must not be programmed at the same time, 
or the instrument will not autorange, 

3-52. Remote Measurement Control. 

3-53. The remote measurement rate is affected by the 
programmed response time and measurement mode, and is 
discussed in Paragraph 3-22. 



3-54. Output Signals. 

3-55. Program Flag. This signal is a positive- or negative- 
going pulse between 0 V and + 5 V. The pulse polarity is 
selected by a connection, Wl, on the Remote Assembly, 
A14. The first transition acknowledges receipt of a Program 
Accept command, and the second transition indicates that 
the program is stored. 

3-56. Print Command and Data Flag. These signals are 
described in Paragraph 340. 

3-57. dB DISPLAY. 

3-58. Option 006 provides a choice of either a voltage or 
dB display. The dB display is normally calibrated in dBV 
(1 V = 0 dB). However, the front panel dB CAL screwdriver 
adjustment allows calibration in dBm 600 £2 
(.7746 V = 0 dB). To accomplish dBm 600 calibration, 
set the 3403C FUNCTION to AC dB, RANGE to 1 V, 
and apply an accurate .7746 V at 100 Hz from an ac 
calibrator (-hp- 745A). Adjust the dB CAL control for a 
display of 00.0 dB. A variable dB REFERENCE control is 
provided with which the reference level may be shifted 
downward at least 10 dB for comparison measurements. 
This range of reference levels includes dBm 75 £2 and dBm 
50 a 
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SECTION IV 

THEORY OF OPERATION 



4-1. INTRODUCTION. 

4-2. A block diagram of the Model 3403 C is shown in 
Figure 7-2. The following paragraphs give a brief descrip- 
tion of circuit operation. 

4-3. AC CONVERTER ASSEMBLY. 

4-4. Attenuator. 

4-5. In addition to input signal attenuation, the Attenuator 
provides frequency compensation on all ranges. When a dc 
function is selected, the input bldcking capacitor is by- 
passed by a reed relay. Attenuation ratio is also selected by 
reed relays. These relays are driven by signals which are 
initiated by the front panel switches or by optional 
autorange or remote program circuits. Table 4-1 shows 
attenuator and amplifier gains for each range. 

4-6. Input Amplifier. 

4-7. The Input Amplifier circuit is contained in one 
integrated circuit package, except for a feedback amplifier 
circuit which is used on all ac functions. This feedback 
amplifier is connected into the circuit by Field Effect 
Transistor (FET) switches. On the .01 V range, the Input 
Amplifier gain is 50 and an additional feedback capacitor is 
switched into the circuit. On all other ranges the gain is 5. 
There are two signal outputs from the Input Amplifier; one 
goes to the rms Converter Amplifier, and the other 
by-passes the Converter and is used when the “dc only” 
function is selected. 

4-8. Converter Amplifier. 

4-9. A specially designed dual thermocouple called a 
thermopile is used in the Converter Amplifier. Each half of 
the thermopile consists of 30 thermocouples in series, 
resulting in high sensitivity. The low thermal mass of the 
thin-film construction permits rapid response to input 



signal changes. One half of the dual thermocouple converts 
the ac to dc, and the other half is used in the dc feedback 
loop of the Converter Amplifier. Since a thermocouple is a 
non-linear device (output proportional to power input), the 
feedback offsets the non-linearity of the input to the 
amplifier, resulting in a linear dc output. Using the dual 
unit in this maimer also minimizes the effect of ambient 
temperature drift. An integrating ac feedback loop is 
employed to filter out the ripple in the converter thermo- 
couple output. A square-law amplifier in this loop offsets 
the non-linearity of the thermocouple output to provide a 
linear integrating action. Integrating capacitance is in- 
creased when Slow Response Time is selected, to permit 
measurement of signals down in 2 Hz. 

4-10. Thermopile Protection. 

4-11. The Converter Thermopile is extremely sensitive to 
overload voltages and is easily destroyed. Consequently, a 
means of protection has been devised which cuts off the 
input to the thermopile when overload conditions exist. 
This is accomplished by removing the supply voltages to the 
output stage of the Input Amplifier. A comparator ampli- 
fier senses the voltage drop across a resistor in the 
Converter Amplifier integrating feedback loop. If this 
voltage drop indicates an excessive input, the comparator 
activates the protection circuit. The protection circuit is 
also employed when switching to Slow Response Time, 
since additional capacitance added to the integrating circuit 
may result in an overload to the thermopile. The protection 
circuit also prevents a surge through the thermopile at 
instrument turn-on. 

4-12. DC Amplifier. 

4-13. The DC Amplifier has a gain of 4 on the .01 V and 
.1 V ranges, and a gain of 2 on all other ranges. However, 
this circuit is designed primarily as a filter amplifier. The 
DC Amplifier output is ± 1 V for a full-range input in the 
“dc only” function, and + 1 V for full range input on all 



Table 4-1. Attenuator and Amplifier Gain. 



RANGE 


APPROXIMATE GAIN 


TOTAL 

GAIN 

OUT/RMS IN 


ATTEN- 

UATOR 


INPUT 

AMP 


CONVERTER 

AMP 


DC 

AMP 


.01 V 


.5 


50 


1 


4 


100 


.1 V 


.5 


5 


1 


4 


10 


1 V 


.1 


5 


1 


2 


1 


10 V 


.01 


5 


1 


2 


.1 


100 V 


.001 


5 


1 


2 


.01 


1000V 


.0001 


5 


1 


2 


.001 
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ranges when an ac function is selected. Final gain adjust- 
ments for all ranges are made in the feedback circuit of this 
amplifier. 

4-14. Converter Logic. 

4-15. The Converter Logic circuits translate the Range, 
Function and Response Time selection signals into voltages 
which drive the proper reed relays and FET switches. 

4-16. CONNECTOR ASSEMBLY. 

4-17. The Connector Assembly carries signals and supply 
voltages between the AC Converter Assembly and the 
Master Board Assembly. In addition, comparator amplifiers 
on this assembly determine when the input signal is above 
or below the proper level for the range selected, and 
activate uprange or downrange indicators through logic 
circuits located on the Master Board. These signals are also 
used to initiate autoranging if the instrument incorporates 
this option. Buffer amplifiers are used in the range and 
function control lines. 

4-18. Digital Panel Meter, Simplified Theory. 

4-19. The Digital Panel Meter is an analog-to-digital con- 
verter. It is a self-contained dc digital voltmeter which 
measures between OV and 1.999 V for a full-scale panel 
meter display. Analog input voltages greater than 1.999 V 
cause the display to blink, indicating overrange. 

4-20. The Digital Panel Meter is divided into five major 
sections shown in Figure 4-1. The five sections are the 
Analog section, the Control Logic, the Counter, the Data 
Multiplexer and the Display. 

4-21. An analog voltage is transmitted from the instrument 
to the Analog section. This analog voltage corresponds to 
the input voltage at the instrument front panel, (e.g., 
instrument RANGE = lOOV, input = 50 V dc, analog 
voltage = 0.5 V dc, DISPLAY indicates 50.0). The Counter 
and Control Logic provide the necessary logic to the Analog 



section during each measurement cycle for the Analog 
section to process the analog voltage. The measurement 
cycle consists of 6144 pulses or sampling intervals of which 
2048 comprise an auto-zero interval and 4096 comprise a 
measure interval. The measure and auto-zero modes are 
controlled by the Counter. 

4-22. Each measurement cycle begins with an auto-zero 
interval. The INPUT to the Analog section is switched to 
ground. The Analog section, in conjunction with the 
Control Logic, establishes an equilibrium voltage which is 
stored. This equilibrium voltage is the offset introduced by 
drift in the analog section. The stored equilibrium voltage is 
then used to offset the drift during the measure interval. 

4-23. During the measure interval, the input of the Analog 
section is switched to the analog voltage supplied by the 
instrument. This voltage is a result of the front panel input 
voltage. The analog voltage drives the Analog section away 
from the equilibrium voltage. This is sensed by the Control 
Logic over the analog output line. The Control Logic 
analyzes the analog output and responds with the necessary 
control logic to reestablish the Analog equilibrium. The 
period required to reestablish equilibrium is accumulated in 
the Counter via the count input line. At the end of the 
measure interval, the Counter section contains a count 
corresponding to the analog input. The greater the input 
voltage to the front panel, the greater the analog input 
voltage to the panel meter. A larger analog input voltage 
requires a longer period of time for the Control Logic to 
reestablish the analog equilibrium voltage. This results in a 
larger count accumulated in the Counter. 

4-24. At the end of the measure interval, the count 
accumulated is transmitted to the Data Multiplexer over the 
count output line. The Data Multiplexer converts the count 
to 8-4-2- 1 BCD information. The BCD output is synchro- 
nized with the digit and polarity strobe and applied to the 
display. Polarity information is also transmitted via the 
BCD output. When the measure interval is complete and the 
digits displayed, a new measurement cycle begins. The 




Figure 4-1. Panel Meter Block Diagram. 
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Analog section, during the auto-zero interval, establishes 
another equilibrium for the following measure interval. In 
this way, the drift of the Analog section is continually 
followed by the reestablishment of the analog equilibrium 
voltage which nullifies the drift each measure interval. 

4-25. Digital Panel Meter, Detailed Theory. 

4-26. Refer to Figure 7-13 for this discussion. The Digital 
Panel Meter is built around a 314 digit analog to digital 
converter, set A22U1 and A22U2. Figure 4-2 is a functional 
diagram of these IC’s. A22U1 is an analog processor which 
contains a bipolar comparator, a bipolar integrating ampli- 
fier, two MOS-FET input unity gain amplifiers, several 
P-channel enhancement mode analog switches and the 
necessary level shifting drivers to allow the analog and 
digital processors to be directly interfaced. A22U2 is a 
synchronous digital processor that combines the counting, 
storage and data multiplexing functions with the random 
logic necessary to control the functions of the analog 
processor. The digital processor contains seventeen static 
latches for storing the 314 digits of BCD data, overrange, 
underrange and polarity information. Nine push-pull output 
buffers provide the sign, digit strobe and multiplexed BCD 
data outputs. The Digital Panel Meter provides a full scale 
display for an analog input voltage of 1.999 V. This full 
scale of the Panel Meter is not to be confused with 
instrument front panel full scale indications. 

4-27. The following discussion of the Digital Panel Meter 
operation is described in the free running mode. If the 
External Trigger feature is present, a description of opera- 
tion in this mode is provided in Paragraph 4-41. 

4-28. Measurement Cycle. The 314 digit analog- to-digital 
converter set, A22U1 and A22U2, converts the analog 
input voltage to a corresponding 84-2-1 BCD output once 
each measurement cycle. Polarity, overrange and under- 
range information is also determined once each measure- 
ment cycle. The measurement cycle is controlled by the 
time base counter located in A22U2. The time base counter 
divides the clock frequency generated by A20U3 into 
sampling intervals of 6144 pulses which constitute one 
measurement cycle. Each measurement cycle consists of 
two-intervals— an auto-zero interval and a measure interval. 
Of the 6144 pulse measurement cycle, 2048 pulses com- 
prise the auto-zero interval and 4096 pulses comprise the 
measure interval, 

4-29. Auto-Zero Interval. The purpose of the auto-zero 
interval is to establish an equilibrium voltage which 
represents the offset introduced by the drift of the analog 
section. Refer to Figure 4-3 and 4-4 for this discussion. 

4-30. The auto-zero and measure intervals are controlled 
by the Measure/Zero logic (M/Z) originating from the time 
base counter in A22U2. A low logic level on the M/Z line 
switches the input of the buffer amplifier to ground. When 
the M/Z logic, the Up/Down logic (U/D) and the compara- 



tor output are all low, the Override section provides a high 
output. This turns off A22Q2 and applies - 12 V to the gate 
of A22Q1. A closed-loop system of integrator and auto- 
zero amplifier is formed by the operation of A22Q1. The 
delay interval, or override period, in initiating the closed- 
loop system, allows the integrator output to return to the 
equilibrium voltage of the previous measurement cycle. 

4-3 1 . The input to the auto-zero closed loop system is the 
summing node at the negative port of the integrator in 
A22U1. Three currents are summed at this node. The 
buffer amplifier in conjunction with A22R7 forms a 
voltage-to-current converter which supplies current to the 
integrator input summing node. Voltage-to-current conver- 
sion is also performed by the auto-zero amplifier in 
conjunction with A22R6 and the reference voltage in 
conjunction with A22R4 and A22R5. These are the other 
two currents summed at the summing node. Since the 
buffer amplifier input is grounded, the current supplied to 
the integrator summing node is minor. The auto-zero 
amplifier current and the reference current are the major 
currents flowing into the integrator summing node. The 
reference current is pulsed at a 50% duty cycle (4 clock 
cycles on and 4 clock cycles off) by the U/D logic 
generated in the control logic portion of A22U2. The 
output of the integrator in the closed-loop system seeks to 
attain an equilibrium voltage. Equilibrium occurs when the 
sum of the average currents at the integrator summing node 
equals zero. At equilibrium, the current through A22R6 
will be constant and equal to half the reference current. 
These two currents oppose each other at the integrator 
summing node for a net result of zero. 

4-32. The equilibrium voltage is stored on capacitor 
A22C3. This voltage is the dc offset introduced by the 
analog section. During the following measure interval, the 
equilibrium voltage stored on A22C3 is applied to the 
integrator summing node where it nullifies the offset. 

4-33. Measure Interval. Refer to Figures 4-3 and 4-5 for 
this discussion. Following the 2048 pulse auto-zero interval, 
the M/Z logic goes high to begin the measure interval. The 
M/Z logic switches the buffer amplifier input from ground 
to the analog voltage supplied to the panel meter. It also 
opQns the closed-loop system of integrator and auto-zero 
amplifier. The voltage-to-current converter comprised of 
the buffer amplifier and A22R7 supplies a current to the 
integrator summing node generated by the analog input 
voltage. This additional current flowing into the integrator 
summing node disrupts the balance achieved during the 
preceding auto-zero interval. The result is the integrator 
output is driven away from the equilibrium voltage main- 
tained as a reference on A22C3. The greater the analog 
input voltage, the greater the integrator output deviates 
from the equilibrium voltage. A22CR1 in parallel with the 
integrator capacitor A22C2 protects the integrator against 
large positive analog input voltages. 

4-34. The comparator of A22U1 is a differential amplifier 
which compares the integrator output to the equilibrium 
voltage stored on A22C3. The comparator transmits by 
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Figure 4-2. Functional Diagram of A22U1 and A22U2. 
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Figure 4-4. Auto-Zero Analog and Digital Timing. 




logic levels to the control logic of A22U2, the state of the 
integrator output with respect to the equilibrium voltage. A 
high logic level indicates an integrator output greater than 
equilibrium; a low logic level indicates an integrator output 
less than equilibrium. The control logic attempts to 
reestablish the system equilibrium by using one of two U/D 
logic duty cycles during the measure interval. The duty 
cycle used depends on the comparator output in the clock 
cycle preceding each duty cycle. Figure 4-5 shows the 



timing of these duty cycles and their effect on the 
integrator output. 

4-35. Each duty cycle is comprised of eight clock cycles. 
Duty cycle A shown in Figure 4-5 consists of the U/D logic 
high one clock cycle and the low seven clock cycles. As 
indicated in Figure 4-5, the U/D logic high drives the 
integrator output up and when low, it drives the integrator 
output down. Duty cycle A is used to drive the integrator 
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output in a negative direction. Duty cycle B consists of 
seven clock cycles high and one clock cycle low. This duty 
cycle is used to drive the integrator output in a positive 
direction. The Control Logic of A22U2 samples the 
comparator output in the clock cycle preceding each duty 
cycle. A high comparator output indicates the integrator 
output is more positive than the equilibrium voltage. This 
indication dictates the use of duty cycle A which will drive 
the integrator output more negative in an attempt to 
reestablish the system equilibrium. A low comparator 
output dictates the use of duty cycle B to drive the 
integrator output more positive towards equilibrium. 

4-36. Throughout the measure interval, the Control logic 
utilizes U/D logic duty cycle A or B to reestablish the 
integrator output at equilibrium. The synchronous Up/ 
Down 3*/^ Decade BCD Counter in A22U2 increments each 
clock cycle for a high state of the U/D logic or decrements 
each clock cycle when the U/D logic is low. The net result 
on the count stored in the BCD Counter is a decrease of six 
counts for a duty cycle A or an increase of six counts for a 
duty cycle B. Becuase of the number of clock cycles in the 
measure interval, the counter can accumulate a maximum 
of 3072 counts. A count of 2000 corresponds to a full scale 
analog input voltage. Therefore, the Digital Panel Meter can 
display accurately an analog input voltage 150% of full- 
scale. This full-scale is not to be confused with the 
instrument front panel full-scale. The number of counts 
accumulated by the counter is proportional to the input 
voltage. The larger the input voltage, the greater the count 
accumulated in the counter during the measure interval. 
For input voltages that are not overrange, the system 
equilibrium is reestablished before the end of the measure 
interval. The remainder of the measure interval is character- 
ized by the counter increasing by six counts one duty cycle 
and decreasing by six counts the following duty cycle. This 
net count of zero occurs as the integrator output» is 
maintained at equilibrium, that is, the average output 
equals the equilibrium voltage. At the end of the measure 
interval, the counter continues to count for a number of 
clock cycles in the auto-zero interval. This period is 
governed by the state of the M/Z, U/D and comparator 
output logic. When all three states are low, the counting 
stops. At this point the integrator output equals the 
equilibrium voltage. Therefore, this override period com- 
pensates for the voltage difference between the integrator 
output and the equilibrium voltage and its corresponding 
count at the end of the measure interval. 

4-37. When the override is complete, the BCD counter of 
A22U2 is put on “hold”. The contents of the counter are 
loaded into the static latches of A22U2 along with 
underrange information decoded from the counter con- 
tents. Underrange is 5% of full scale and corresponds to a 
count of 100 counts. Once the counter contents have been 
loaded into the static latches, the counter is cleared. The 
contents of the static latches are transmitted to the 
multiplexer where they are multiplexed to the push-pull 
Data Buffers in BCD format. This operation is synchronized 
by the 1 of 4 Decode with the Digit Buffers which provide 



a digit strobe. The Digit Buffers strobe the digits in a 1, 3, 2 
and 4 sequence where digit 4 is the most significant digit. 
The digit strobe is performed by the Digit Buffers applying 
a high output to the terminal of A21U6 associated with the 
digit of interest. A21U6 provides inverters at each of the 
inputs and transmits a low through a base resistor, A21R8 
thru R1 1. This low appears on the base of the transistor 
switch associated with the strobed digit. A low on the base 
of A21Q1 thru Q4 forward biases the transistor and applies 
the + 5 V on the emitter to the associated digit in the 
display. This application of + 5 V activates this digit of the 
display. Simultaneous with the activation of the digit, the 
BCD output from the Data Buffers is transmitted to the 
Decoder/Driver, A21U1, which converts the BCD informa- 
tion to a seven-segment code. This seven-segment code, 
being synchronized with the strobed digit, is displayed. If 
an analog input voltage is greater than a full-scale input of 
1.999 V, the 3‘A digit display will blink during the zero 
cycle of the counter. This blinking rate is equal to the 
sample rate. Although the display blinks for an analog input 
greater than full-scale of 1.999 V, an analog input voltage 
that is 150% of full-scale, or 2.999 V, is accurately 
displayed in the overrange blinking mode. 

4-38. The polarity of the analog input voltage is deter- 
mined by the state of the U/D logic when the BCD Counter 
is reset to zero. This information is loaded into the static 
latch once each measurement cycle. The control logic 
strobes the polarity sign by applying a high to the sign 
strobe terminal on A21U6. The sign strobe is performed 
once each measure interval. The polarity information 
located in the static latches is transmitted to the sign 
display. 

4-39. Polarity Sign Blanking. Transistors A21Q5 and Q6 in 
conjunction with A21R12 and R13 provide a polarity sign 
blanking capability. When the instrument is operated in the 
DCA or DCV mode, a ground is supplied to the base of 
A21Q5. This ground forward biases A21Q5 and Q6 which 
supplies + 5 V to the anodes of the polarity sign segments 
(A21U5 pin 1). If the instrument is in the OHMS or ACV 
mode, + 5 V is applied to A21Q5. A21Q5 turns off and in 
turn reverse biases A21Q6. Whtn A21Q6 is not conducting, 
+ 5 V is removed from the anodes of the polarity sign 
segments (A21U5 pin 1) blanking the polarity sign. 

4-40. Reference Supply. The reference voltage is obtained 
by reducing the instrument’s + 12 V supply to a reference 
voltage of + 6.2 V. Dropping resistor A20R7 reduces the 
supply voltage which is filtered by A20C3. A zener diode, 
A20CR2, is in parallel with C3 and clamps the reference 
voltage to + 6.2 V. The reference voltage is supplied to 
A20U1 and is the source of the reference current supplied 
to the integrator summing mode. 

4-41. External Trigger Operation. 

4-42. A Digital Panel Meter equipped with the external 
trigger section has the capability of taking a single sample 
of the analog voltage and holding the resulting display. The 
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display is held until another trigger signal initiates another 
sample. The external trigger section consists of A20Q1, U1 
and U2. A 28 pin digital processor, A22U2, is used in place 
of the standard 16 pin IC. The 28 pin IC, in conjunction 
with A22C6 and R12, provides a means for holding the 
display. 

4-43. A NAND gate and an inverter in series with the M/Z 
line from the digital processor, enable the external trigger 
section to allow one measurement cycle (one auto-zero 
interval and one measure interval) to occur for every 
externally applied trigger signal. Control of the M/Z line by 
the AND gate and inverter is accomplished by transmitting 
a high logic level from A20U2 to one input of the AND 
gate (A20U1 pin 1) when the HOLD line is high or open. 
The output of the AND gate is the inverse of the second 
input line (A20U1 pin 2). This is the M/Z logic from the 
digital processor. The inverter inverts the NAND gate out- 
put which results in the original M/Z logic signal. This is the 
free running mode of operation. 

4-44. When the external trigger feature is desired, a ground 
is applied to the INTERFACE HOLD or REMOTE PRO- 
GRAM terminals of the rear panel Remote Connector, J3. 
This causes the panel meter HOLD line (J4, pin 50) to go 
low. The result of the HOLD line low is a low logic level 
transmitted to the NAND gate (A20U1, pin 1) by A20U2. 
The NAND gate and inverter do not follow the M/Z logic in 
this condition. The output of the inverter remains low 
which maintains the panel meter in the auto-zero mode. 
Information from the static latches in the digital processor 
is inhibited from being transferred to the multiplexer and 
results in the display holding the digits from the previous 
measurement cycle. The static latches are inhibited by 
application of - 12 V to pin 27 of the digital processor, 
A22U2. 

4-45. To initiate a sample, a ground pulse >2juseconds is 
applied to the MEASURE terminal of the rear panel 
Remote or BCD Output Connector, J3 or J2. This pulses 
the panel meter TRIGGER input (J4, pin 2) low. The 
trigger causes the NAND gate input from A20U2 to go high 
and allows the NAND gate and inverter in the M/Z line to 
follow the M/Z logic. The input to the AND gate from 
A20U2 is high for only one measurement cycle (approxi- 
mately 130 mseconds). This allows the NAND gate and 
inverter to follow the M/Z logic for only one measurement 
cycle. Therefore, one sample is taken and this display is 
held until the next trigger is applied. 

4-46. LOCAL COIMTROL 

4-47. Local selection of function, range, or response time is 
made by switch contact to ground. This contact to ground 
is made through the output stage of integrated circuit 
inverters. If remote program operation has been selected, 
the output transistors of these inverters are turned off, 
disabling the front panel switches. 



4-48. REMOTE PROGRAMMING OPTION. 

4-49. Range, function, and response time may be selected 
remotely if the instrument has the Remote Control option. 
Programming of range and function is accomplished by 
contact to ground of coded prograrti lines. Decoding is done 
on the Remote Assembly A14. A “Program Accept” signal 
is required to initiate or change a program. Range, function 
and response time programming is stored until a succeeding 
Program Accept command is applied. When the range 
switch is set to Remote, the Automatic sampling circuit is 
disabled, and an external trigger signal must be applied. 



4-50. DISPLAY LOGIC. 

4-51. +/■ Blanking. 

4-52. When AC or DC + AC Volts function is selected, the 
-t/- Blank signal is HIGH, disabling the polarity display. 
However, if either dB function is selected, the -t/- Blank 
signal is LOW, enabling the polarity symbol to indicate 
whether the measurement is above or below 0 dB. 

4-53. Decimal Location. 

4-54. The range selection signals are gated in such a manner 
that the correct decimal is lit for each voltage range. No 
decimal point is used for the 1000 V range. If a dB function 
is selected, the third, or right hand decimal is forced to 
remain on. 



4-55. Up/Down Range Indication. 

4-56. The Out of Range Detectors on the Connector 
Assembly are adjusted so that the Uprange line goes LOW if 
the input is greater than approximately 190 % of range, and 
the Downrange line goes low if the input is less than 
approximately 17 % of range. If either condition exists, the 
RNG annunciator will light, along with the up or down 
arrow to indicate the need to select a higher or lower range. 
If the peak value of a non-symmetrical input signal is 
greater than the rms value to the extent that the peaks are 
too high for the range in use, a detection circuit in the 
Converter Amplifier produces a Crest Factor signal. This 
signal input to the range indication logic may cause the 
three least significant digits to blank and the Uprange arrow 
to light. If the range and function switches are set to .01 V 
DC, the RNG annunciator and both arrows will light. 

4-57. dB Display. 

4-58. The dB Adder Control logic provides control signals 
to the dB Adder circuit on the Log Converter Assembly if 
the instrument has the dB Option 006. This adds or 
subtracts 20, 40 or 60 dB, according to the range selected. 



Rev. B 4-7 




Section IV 



Model 3403C 



4-59. AUTORAIMGE OPTION. 

4-60. When Autorange is selected, an Autorange Clock 
provides pulses to Uprange and Downrange gates. If either 
of these gates is enabled by an autorange (Uprange or 
Downrange) signal, the clock pulse is allowed to pass 
through to an Up-Down Counter. Outputs from the counter 
are applied to a Decoder, which selects the correct range. 
The Counter Preset Gate “clears” the counter to the 
1000 V range when a Crest Factor signal is received. The 
minimum Autorange Clock period is 1 second when Fast 
Response Time is selected, and 10 seconds for Slow 
Response Time. 

NOTE 

Crest Factor is used for dc autoranging and Up- 
Down Counter is used for ac autoranging. 

4-61. If the instrument is equipped with Option 003, 
autorange may be selected remotely. In this case, since 
automatic sampling is disabled during remote operation, the 
autorange clock pulse is also applied to a gate which 
initiates a measurement after the correct range has been 
reached. Remote programming of range is accomplished by 
forcing the Up-Down Counter into the correct state. 

4-6Z DIGITAL OUTPUT OPTION. 

4-63. When the Digital Panel Meter begins the auto-zero 
interval, the TRANSFER line goes low to indicate valid 
data is available. The information on the Digital Panel 
Meter 1 -2-4-8 BCD lines and strobe lines being transmitted 
to the display board is also transmitted to the I/O data 
counting circuit. Information from the data counting 
circuit is transmitted to the BCD Output Connector, J2. 
This information is 1-2-4-8 BCD, Low true. BCD range, 
function and polarity information is also provided. 

4-64. The output of the Log Converter Output Amplifier is 
0 V for a full-range input on any range. The Add/Subtract 
and 20/40 Amplifier circuits add either a positive or 
negative voltage to this output to provide the correct 
display. This voltage is ± 200 mV per range for each range 
above or below the 1 V range. Signals from the A4 dB 
Adder Control logic determine whether the added voltage is 
positive or negative, and also determine the magnitude of 
this voltage. 



4-65. dB OPTION. 

4-66. The output of the AC Converter is a dc voltage which 
is directly proportional to the rms value of the input signal. 
When a dB function is selected, the Log Converter output is 
a dc voltage having a logarithmic relationship to the input, 
enabling the Digital Panel Meter to display the measure- 
ment in decibels. Normally, the amplifier is adjusted so that 
1 V input = 0 dB. However, the front panel dB CAL control 
may be adjusted for a dBm (0 dBm = 0.775 V) indication. 



4-67. POWER SUPPLIES. 

4-68. Analog Circuit Supplies. 

4-69. The AC Converter, Log Converter, and the analog 
circuits in the Digital Panel Meter are powered by regulated 
+ and - 1 2 V supplies. Sensing terminals for these regulators 
are located in the AC Converter Assembly. The + and 
-12 V supplies are referenced to analog ground, and are 
voltage regulated and current limited. 

4-70. Digital Circuit Supplies. 

4-71. Regulated voltages of +12V, -12 V, + 5 V, and 
- 10 V are supplied to the digital circuits. In addition, a 
supply of approximately + 4 V is provided for the light 
emitting diodes in the display. The + 4 V supply is taken 
from the emitter of the series pass transistor of the + 5 V 
supply, and is not current limited. The - 10 V, +12V, 
-12 V, and + 5 V supplies are voltage regulated and current 
limited. An over-voltage protection circuit is added to the 
+ 5 V supply for the protection of the integrated circuits in 
the instrument. The digital circuit supplies are referenced to 
digital ground. 

4-72. GROUND CIRCUITS. 

4-73. Standard Instrument Ground. 

4-74. In the standard 3403 C, the analog and digital ground 
circuits are coimected together. The connection is made on 
the Standard Connector Assembly A7, as shown in Figure 
4-6. Also, analog ground is normally connected to chassis 
ground through S6 on the AC Converter Assembly. 
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SECTION V 
MAINTENANCE 



5-1. INTRODUCTION. 

5-2. This section contains information necessary to main- 
tain the Model 3403 C True RMS Voltmeter. The 
following paragraphs describe the Performance Checks, 
Adjustment Procedures, Servicing and Troubleshooting. 
Schematic diagrams are in Section VII. 



specifications at any point, refer to the Adjustment 
ihocedures or to the Troubleshooting Information. AUow 
sufficient warm-up for the 3403 C and test equipment 
before proceeding with the Performance Checks. 

5-7. AC VOLTAGE ACCURACY C^IECKS. 



5-3. TEST EQUIPMENT REQUIRED. 

54. Recommended test equipment for maintaining and 
checking the performance of the 3403 C is listed in Table 
5-1 . Test instruments other than those listed may be used if 
their specifications equal or exceed the required character- 
istics. 

5-5. PERFORMANCE CHECK PROCEDURE. 

5-6. Use the following procedures to verify proper oper- 
ation of the Model 3403C True RMS Voltmeter. The 
3403C ' and test equipment should be operated at a line 
voltage of 1 1 5 Vac (or 230 Vac) and ambient temperature 
of 20® C to 30® C unless otherwise stated. It is recom- 
mended that the performance of the 3403C be checked 
upon receipt and at regular intervals thereafter. A Perfor- 
mance Check Card is provided at the rear of this section for 
recording the performance of the 3403 C . This card may 
be removed from the manual and used as a permanent 
record of the incoming inspection or of a routine perfor- 
mance check. If the 3403C is found to be out of 



5-8. Mid-Band Frequency Measurements. 

5-9. The ac voltage measurement accuracy of the 3403 C 
at frequencies between 10 Hz and 100 kHz may be checked 
using an ac calibrator (-hp- 74 5 A) and a high voltage 
amplifier (-hp- 746A) as the signal source. Use the input 
voltages shown in Table 5-2 to verify the ac voltage 
accuracy at the frequencies listed. The display should be 
within the limits given for each measurement. 

5-10. 100 kHz to 10 MHz Measurements. 

5-11. AC voltage accuracy at frequencies between 100 kHz 
and about 10 MHz may be checked using the test set-up 
shown in Figure 5-1 and the test equipment recommended 
in Table 5-3. Recommended test equipment models are; 
-hp- Model 8601 A Generator/Sweeper; Optimation Model 
PA-25 Power Amplifier; -hp- 11 051 A 0.45 V Thermal 
Converter; -hp- 11050A 1 V Thermal Converter; -hp- 
11 049 A 3 V Tliermal Converter; Englehard Model 36850 or 
Holt Model 6 A, 11 10 V and lOOV Thermal Converters; 
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Figure 5-1. High Frequency Voltage Accuracy Check. 
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Table 5-1. Required Test Equipment. 



Instrument Type 


Required Characteristics 


Use 


Recommended Model 


DC Voltage Standard 


Voltage: 1 mV to 1000 V 


Performance Checks 

Adjustments 

Troubleshooting 


-hp- Model 740B DC Standard/ 
Differential Voltmeter 


AC Calibrator /High 
Voltage Amplifier 


Frequency: 10 Hz to 100 kHz 
Output Level: 1 mV to 1000 V 
Accuracy (mid-band): ± 0.1 % 
Voltage Stability: ± 0.02 % for 
six months 


Performance Checks 

Adjustments 

Troubleshooting 


-hp- Model 745A AC Calibrator/ 
-hp- Model 746A High Voltage 
Amplifier 


Function Generator 


Frequency: 5 Hz minimum 
Output Level: 10 V rms sine 
wave 


Performance Checks 


-hp- Model 331 OA Function 
Generator 


Test Oscillator 


Frequency: 1 MHz to 1 0 MHz 
Output Level : 3 V rms 
Amplitude Flatness: ± 0.25 % 
(1 V and 3 V output) 


Performance Checks 


-hp- Model 652A Test Oscillator 


AC Amplifier 


Output Voltage: 10 V to 100 V 
Frequency: 100 kHz to 1 MHz 
Voltage Gain: 20 
Output Power: 25 VA 


Performance Checks 


Optimation Inc. 

Model PA-25 Power Amplifier 


Signal Generator 


Frequency: 100 kHz - 100 MHz 
Output Level : 2 V rms 


Performance Checks 
Adjustments 


-hp- Model 8601 A Generator/ 
Sweeper 


DC Differential 
Voltmeter 


Range: 1 V 
Resolution: 1 mV 


Performance Checks 
Adjustments 


-hp- Model 3420A/B DC 
Differential Voltmeter 


Thermal Converters or 
Thermal Transfer 
Standards 


Accuracy: Correction Factor 
Chart to 1 00 MHz 

Voltages; 450 mV 
1 V 
3 V 
10 V 
100 V 


Performance Checks 
Adjustments 


-hp- Model 1 1051 A 
-hp- Model 11 050 A 
-hp- Model 1 1049 A 
Holt Model 6A, 1 1 ; or 
Englehard Model 36850 


DC Digital Voltmeter 


Voltage Range: 1 0 mV to 1 0 V 
Resolution: 0.01 mV 


Adjustments 

Troubleshooting 


-hp- Model 3480C/D/3484A 
Digital Voltmeter/DC Range Unit 


Oscilloscope 


Bandwidth; dc to 10 MHz 
Sweep: 0.2 ^ls to 5 s/div 
Sensitivity: 1 mV/di v 


Troubleshooting 


-hp- Model 140A/1402A/1423A 
Oscilloscope 


Capacitor 


Capacitance: 1 .0 mF 
Voltage: 20vdcw 


Performance Checks 


-hp- Part No. 0160-2611 


Resistors 


Resistances: 

1 kn + 10 % 1/4 W 
100 + 10 % 1/2 W 

39 ± 10% 1 W 


Performance Checks 
Troubleshooting 


-hp- Part Nos. 
0684-1021 
0687-1011 
0698-5083 


Printed Circuit 
Extender Board 


20-pin (2x10) 


Adjustments (Option 
006) 


-hp- Part No. 5060-0091 


Digital Recorder 


Code and Standard Print 
Wheel: -1248 


Performance Checks 


-hp- Model 5055A Digital 
Recorder 


Printer Cable 


36-pin to 50-pin 


Performance Checks 


-hp- 1 1 184A Printer Cable 


BNC Connectors 
and Adapters 


Tee 

Adapter, male to male 
Adapter, female to female 




Performance Checks 
Adjustments 


-hp- 1250-0781 
-hp- 1250-0216 
-hp- 1250-0080 
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Table 5-2. Mid-Band AC Voltage Checks. 



Function 


— 


Test Signal 


Maximum 






Range 


Voltage 


Frequency 


Display Error 


Test Signal Source 


AC 


.01 V 


10 mV 


100 Hz 


±5 counts 


AC Calibrator 


AC 


.01 V 


10 mV 


100 kHz 


±5 counts 




AC 


.1 V 


20 mV 


100 kHz 


±4 counts 




AC 


.1 V 


100 mV 


1 kHz 


±4 counts 




AC 


1 V 


0.5 V 


200 Hz 


± 3 counts 




AC 


1 V 


1 V 


20 kHz 


±4 counts 




AC 


10 V 


10 V 


100 kHz 


±4 counts 




AC 


10 V 


15 V 


100 Hz 


±5 counts 




AC 


100 V 


20 V 


50 Hz 


±2 counts 




AC 


100 V 


100 V 


50 kHz 


±4 counts 




*DC + AC 


100 V 


100 V 


20 Hz 


counts 




*DC + AC 


1 V 


1 V 


10 Hz 


±6 counts 




*DC + AC 


.1 V 


100 mV 


20 Hz 


±10 counts 




AC 


1000 V 


1000 V 


100 Hz 


±5 counts 


AC Calibrator and 


AC 


1000 V 


1000 V 

-- -■ 


10 kHz 


±5 counts 


High Voltage Amplifier 



* Slow response time 



-hp- Model 3420A/B DC Voltmeter/Ratiometer. Use the 
following procedure for each measurement in Table 5-3. 
The measurement uncertainty of the thermal converter 
must be taken into account in each measurement. 

a. Set FUNCTION to AC. Select proper range. Set 
RESPONSE TIME to FAST. 

b. Set signal generator frequency to 100 kHz and adjust 
output level to obtain correct 3403C display accor^ng 
to voltage measurement to be checked. 

c. Adjust dc differential voltmeter for null indication. 

d. Change signal generator to frequency to be checked. 



e. Adjust signal generator output level to return dc 
differential voltmeter to null indication. 

f. 3403 C dis} lay should be within limits shown for 
each check. 

5-12. 10 MHz to 100 MHz Measurements. 

5-13. Making voltage measurements in the upper frequency 
range of the 3403 C involves significant problems that are 
not present at the frequencies covered by other general 
purpose ac voltmeters. At high frequencies, any measure- 
ment involves transmission Une problems of impedance 
mismatch, standing waves, etc. Even minor variations in the 
hardware connections can cause significant differences. For 
these reasons, even the National Bureau of Standards 



Table 5-3. 100 kHz to 10 MHz Checks. 



Range 


Test Signal 


Maximum 
Display Error 


Test Signal Source 


Other Equipment 
Required 


Voltage 


Frequency 


.1 V 


100 mV 


1 MHz 


± 22 counts 


Signal Generator 


0.45 V Thermal Converter, 


.1 V 


100 mV 


10 MHz 


± 22 counts 




DC Differential Voltmeter 


1 V 


1 V 


2 MHz 


±12 counts 


Signal Generator 


1 V Thermal Converter, 


1 V 


1 V 


8 MHz 


±12 counts 




DC Differential Volmteter 


10 V 


3 V 


500 kHz 


± 4 counts 


Signal Generator 


3 V Thermal Converter, 


10 V 


3 V 


5 MHz 


± 5 counts 




DC Differential Voltmeter 


10 V 


10 V 


1 MHz 


±12 counts 


Signal Generator, 


10 V Thermal Converter, 










Power Amplifier 


DC Differential Voltmeter 


100 V 


100 V 


500 kHz 


±12 counts 


Signal Generator, 


100 V Thermal Converter, 


100 V 


100 V 


1 MHz 


± 12 counts 


Power Amplifier 


DC Differential Voltmeter 
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calibration of the thermal converters used as references for 
the 3403C accuracy checks includes an uncertainty of up 
to ±1.5% when measured in a specific hardware configu- 
ration. 

5-14. For optimum accuracy, high frequency measure- 
ments should be made using matched source, load, and 
cable impedances. Since the 3403C input is untermi- 
nated, the most satisfactory configuration is shown in 
Figure 5-1, where the reference thermal converter is 
electrically as close as possible to the 3403C input. This 
is the method used at the factory for calibration and test of 
the instrument. Because of the difficulties described in 
Paragraph 5-13, the accuracy specifications at frequencies 
above about 10 MHz are defined using the input hardware 
connections shown. Measurement in any other configu- 
ration can be expected to give different results. 

5-15. The .1 V and 1 V ranges should be checked at the 
frequencies shown in Table 5-4, using the test set-up and 
hardware configuration shown in Figure 5-1. The recom- 
mended signal generator is -hp- Model 8601 A Genera- 
tor/Sweeper, and the other equipment is the same as listed 
in Paragraph 5-1 1 . Use the procedure in Paragraph 5-1 1 for 
each check. 

5-16. Low Frequency Measurements. 

5-17. The accuracy of the Model 3403C may be checked 
on the .IV, IV, and 10 V ranges at frequencies down to 
5 Hz using a function generator (-hp- Model 33 10 A) as a 
signal source. The thermal converter cannot be used at 
frequencies below 5 Hz. Connect the equipment as shown 
in Figure 5-1 and use the following procedure, which 
checks the 1 V range as an example. 

a. Set 3403C FUNCTION to AC VOLTS, RESPONSE 
TIME to SLOW, RANGE to 1 V. 

b. Set function generator frequency to 100 Hz and 
adjust output level to obtain 3403C display of 1 .000 V. 

c. Adjust dc differential voltmeter for null indication. 

d. Change frequency to 5 Hz and adjust function 
generator output level for null indication on differential 
voltmeter. 



e. Display should be 1 .000 V ± 6 counts. 

f. The .1 V and 10 V ranges may be checked in the 
same manner. 



5-18. dB ACCURACY CHECK (Option 006). 

5-19. The input to the Log Converter is the dc output of 
the AC Converter, and is + 1 V for a full-range input on any 
range. Since the accuracy and flatness of the AC Converter 
have been verified by the preceding checks, the dB 
measurement accuracy may be verified by checking the 
analog recorder output. An ac calibrator and a high voltage 
amplifier are required for this check. 

a. Set FUNCTION to AC dB, RANGE to 1 V, dB 
REFERENCE control fully counterclockwise to CAL 
position, RESPONSE TIME TO FAST. 

b. Connect ac calibrator to 3403C input and set 
calibrator output to 1.0000 V and 100 Hz. 3403C 
display should be -00.2dB to +00.2dB. If not, adjust 
front panel dB CAL screwdriver adjustment for display of 
00.0 dB, with polarity symbol alternating between + and -. 

c. Select ranges and input voltages listed in Table 5-5, 
leaving ac calibrator frequency set at 100 Hz. 3403C 
display should be within limits shown in each case. 

d. Reduce ac calibrator output and disconnect. 

5-20. DC VOLTAGE ACCURACY CHECK. 

5-21 . A dc standard (-hp- 740B) is required for this check. 

a. Set 3403C FUNCTION to DC VOLTS, RANGE to 
.1 V, RESPONSE TIME to FAST. Short input and adjust 
front panel DC ZERO control. 

b. Connect dc standard to 3403C input and adjust 
standard output voltage to + .1 00000 V. 3403C display 
should be + 99.2 mV to + 100.8 mV, 



Table 5-4. 10 MHz to 100 MHz Checks. 



Range 


Test Signal 


Maximum 
Display Error 


Test Signal Source 


Other Equipment 
Required 


Voltage 


Frequency 


.1 V 


100 mV 


20 MHz 


± 22 counts 


Signal Generator 


0.45 V Thermal Converter, 


.1 V 


100 mV 


40 MHz 


± 52 counts 




DC Differential Voltmeter 


.1 V 


100 mV 


100 MHz 


±102 counts 






1 V 


1 V 


20 MHz 


+ 22 counts 


Signal Generator 


1 V Thermal Converter, 


1 V 


1 V 


40 MHz 


± 52 counts 




DC Differential Voltmeter 


1 V 


1 V 


100 MHz 


±102 counts 
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Table 5-5. dB Accuracy Check. 



3403C 

Range 


Input 

Voltage 


Display 

Limits 


1 V 


0.31620 V 


- 09.8 dB to - 10.2 dB 


.1 V 


0.10000 V 


- 19.8 dB to - 20.2 dB 


.01 V 


0.01000 V 


- 39.8 dB to - 40.2 dB 


10 V 


10.0000 V 


+ 19.8 dB to -t-20.2dB 


10 V 


15.0000 V 


-t-23.3 dB to + 23.7 dB 


100 V 


100.000 V 


-i- 39.8 dB to -t- 40.2 dB 


1000 V 


100.000 V 


Display Blanks* 


1000 V 


200.000 V 


-t-45.8dB to -t-46.2dB 


1000 V 


1000.000 V 


-t-59.8 dB to + 60.2 dB 



*See Paragraph 3-29, Out-of-Range Indication 



c. Set RANGE to 10 V, short input, and adjust DC 
ZERO. 

d. Select ranges and positive and negative input voltages 
shown in Table 5-6. Display should be within limits 
indicated in each case. 



Table 5-6. DC Voltage Accuracy Check. 



3403C 

Range 


Input 

Voltage 


Display 

Limits 


.1 V 


± .100000 V 


± 99.2 mV to 100.8 mV 


.1 V 


± .070000 V 


± 69.2 mV to 70.8 mV 


.1 V 


± .040000 V 


± 39.3 mV to 40.7 mV 


.1 V 


t OTOOOO V 


± 09.3 mV to 10.7 mV 


1 V 


± 0.10000 V 


± .097 Vto .103 V 


1 V 


± 0.50000 V 


± .496 V to .504 V 


1 V 


± 1 .00000 V 


± .996 V to 1 .004 V 


10 V 


± 1 .00000 V 


± 0.97 V to 1 .03 V 


10 V 


± 5.00000 V 


± 4.96 V to 5.04 V 


10 V 


± 10.0000 V 


± 9.96 Vto 10.04 V 


100 V 


± 10.0000 V 


± 09.7 Vto 10.3 V 


100 V 


+ 50.0000 V 


± 49.6 V to 50.4 V 


100 V 


± 100.000 V 


± 99.6 V to 100.4 V 


1000 V 


+ 100.000 V 


± 096 V to 104 V 


1000 V 


± 500.000 V 


- 495 V to 505 V 


1000 V 


-1- 1000.00 V* 


+ 995 V to 1005 V 



* If -hp- Model 740B is used as dc standard, do 
not apply negative voltage greater than - 500 V. 



5-22. AC NORMAL-MODE REJECTION CHECK. 



5-23. This check indicates the ability of the 3403C to 
reject ac signals of 60 Hz and greater in the DC function. 
An ac calibrator (-hp- 745 A) is required for this check. 

a. Set FUNCTION to DC VOLTS, RANGE to 10 V, 
RESPONSE TIME to FAST. 

b. Short 3403C input and adjust front panel DC ZERO 
until display is at least 50 counts (positive or negative). 
Note reading. 



c. Disconnect input short and connect ac calibrator to 
3403C input. Set calibrator output to 14.14 V at 60 Hz 
(20 V peak). 

d. 3403C display should not vary more than ± 0.02 V 
from reading noted in step b, indicating normal-mode 
rejection of 60 dB, where: 

- on 1 normal-mode voltage 

effects on reading (peak volts) 

e. Disconnect ac calibrator, short 3403C input and 
readjust DC ZERO for zero display. 

5-24. AC COMMON-MODE REJECTION CHECK. 

5-25. Effective common-mode rejection is the ratio of the 
common-mode voltage to the resultant error in reading with 
1 k^2 unbalance in either lead. An ac calibrator, a 1 k^2 
resistor, and an input adapter (-hp- Part No. 5040-5847) are 
required. (See Figure 5-2). 

5-26. AC Volts Function. 

a. Attach input adapter (supplied with 3403C) to 
3403C input. This adapter is necessary to make floating 
measurements. 

b. Connect 1 ki2 resistor and ac calibrator to 3403C as 
shown in Figure 5-2. 

c. Set 3403C FUNCTION to AC VOLTS, RANGE to 
.1 V, RESPONSE TIME to FAST. 

d. Adjust ac calibrator output to 70.7107 V at 60 Hz. 
3403C display should be less than 100.0 mV, verifying 
effective common-mode rejection greater than 60 dB, 
where; 

peak common-iiiode voltage 

ECMR = 20 log — 

effect on reading (peak volts) 

5-27. DC Volts Function. 

5-28. Effective common-mode rejection in the DC VOLTS 
function is the sum of the common-mode rejection in the 
AC VOLTS function and the ac normal -mode rejection. 

5-29. DIGITAL OUTPUT CHECK. 

5-30. The digital output of the 3403C Options 002 or 003 
may be checked by the following procedure. An ac 
calibrator (-hp- 745A), a dc standard (-hp- 740B), a digital 
recorder (-hp- 5055A), and a printer cable (-hp- 11184A) 
are required for this check. 

a. Connect ac calibrator to 3403C input, digital 
recorder to BCD output. Recorder must accept -8421 
input. 
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b. Set FUNCTION to AC VOLTS, RANGE to .01 V, 
RESPONSE TIME to FAST. 



1251-0293 (Amphenol No. 57-30240). No input signal is 
required except for steps d and g. 



c. Adjust ac calibrator output for 3403C display of 
10.00 mV. 

d. Allow recorder to print at least one reading. Printout 
should be as indicated in first line of Table 5-7. 



a. Program Remote Control. Observe that REM annun- 
ciator is on. Continue to program Remote Control through- 
out the remaining checks. 

b. Program each function and verify proper operation 
by observing AC, DC and dB annunciators. 



e. Adjust ac calibrator output for 3403C display of 
17.77 mV. Printout should be as shown in line 2 of Table 
5-7. 

f. Select function, range and input as shown in the 
remainder of Table 5-7, within the capabilities of your 
instrument, and compare printout in each case, “x” in 
printout column of Table 5-7 indicates that the number 
printed is immaterial to this test. 



NOTE 

A Program Accept command is required to initiate or 
change a remote program 

c. Disconnect function programming and program each 
range. Verify proper range selection by observing decimals 
and V/mV annunciators. 



5-31. REMOTE CONTROL CHECK. 

5-32. The following procedure checks remote operation of 
the 3403C Option 003. Remote program signal require- 
ments are shown in Figure 2-4. The mating connector for 
the Remote Program Connector J3 is -hp- Part No. 



d. Program Delayed Measure Mode, Fast Response 
Time, and 10 V Range. Function program lines may be left 
open, thus programming DC + AC Volts. Initiate Program 
Accept. Input 2.00 V dc from a 740B. Initiate Remote 
Measure and observe a 2.00 V indication on display in 
approximately 1 (one) second. 



Table 5-7. Digital Output Check. 



Function 


Range 


Input 


7 


6 


Printer Column 
5 4 3 


2 


1 


AC Volts 


.01 V 


10.000 mV 


2 


1 


1 


0 


0 


0 


5 


AC Volts 


.01 V 


17.770 mV 


2 


1 


1 


7 


7 


7 


5 


AC Volts 


.01 V 


20.000 mV 


2 


3 


1 


X 


X 


X 


5 


AC Volts 


.01 V 


1 .000 mV 


2 


5 


0 


X 


X 


X 


5 


AC Volts 


.1 V 


none 


2 


5 


0 


X 


X 


X 


4 


AC Volts 


1 V 


none 


2 


5 


0 


X 


X 


X 


3 


AC Volts 


10 V 


none 


2 


5 


0 


X 


X 


X 


2 


AC Volts 


100 V 


none 


2 


5 


0 


X 


X 


X 


1 


AC Volts 


1000 V 


none 


2 


5 


0 


X 


X 


X 


0 


ACdB 


1 V 


none 


6 


4 


X 


X 


X 


X 


1 


DC + ACdB 


1 V 


none 


4 


4 


X 


X 


X 


X 


1 


DC + AC Volts 


1 V 


none 


0 


5 


X 


X 


X 


X 


3 


DC Volts 


1 V 


+ 1 .0000 V 


1 


1 


X 


X 


X 


X 


3 


DC Volts 


1 V 


- 1 .0000 V 


1 


0 


X 


X 


X 


X 


3 


DC Volts 


1 V 


- 2.0000 V 


1 


2 


X 


X 


X 


X 


3 


DC Volts 


1 V 


+ 2.0000 V 


1 


3 


X 


X 


X 


X 


3 


DC Volts 


1 V 


+ .1000 V 


1 


1 


X 


X 


X 


X 


3 


DC Volts 


1 V 


- .1000 V 


1 


0 


X 


X 


X 


X 


3 
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e. Program Response Time to Slow. Initiate Program 
Accept. Change the 740B output to 3.00 V. Initiate 
Remote Measure and observe a 3.00 V indication on the 
display in approximately 10 (ten) seconds. 

f. Program Non-Delayed Measure Mode and Fast 
Response Time. Initiate Program Accept. Change the 740B 
output to 2.00 V. Initiate Remote Measure and observe a 
2.00 V indication on the display in approximately 1 (one) 
second. 

g. Apply input of 1 V at 100 Hz. Program AC Volts, 
1000 V range, Delayed Measure Mode, Fast Response Time, 
and Autorange. Initiate a measurement and verify that the 
instrument ranges to the 1 V range and reads correctly. 
After instrument has completed autoran^ng, disconnect 
input and verify that instrument remains on the 1 V range 
(do not initiate a measurement). 



5-33. ADJUSTMENT SEQUENCE. 

5-34. ITie following procedures should be performed only 
after it has been determined from the performance checks 
that the Model 3403C is out of specifications. If any 
adjustment in this procedure cannot be made correctly, 
refer to the Troubleshooting Procedures, Cover removal and 
access to adjustments are shown in Figure 5-3, and the 
location of adjustments is given in Figure 54. 

5-35. If the Performance Checks indicate an error only 
below approximately 30% of range, and only in AC 
functions, it may be possible to correct this error by 
adjusting the RMS Converter Balance. Refer to Paragraph 
5-62, Final Converter Balance Adjustment. 

5-36. If an error is present that is consistent from range to 
range and on all functions, it may be possible to correct the 
error by adjustment of the Digital Panel Meter. To 
determine if the error is in the AC Converter or the Digital 
Panel Meter, perform the following check. An ac calibrator 
and a dc digital voltmeter are required. 

a. Set FUNCTION to AC VOLTS, RANGE to 1 V, 
RESPONSE TIME to FAST. 

b. Connect ac calibrator to 3403C input and adjust 
calibrator output to 1.0000 V at 100 Hz, 

c. Measure voltage at rear panel VOLTS recorder output 
terminals with a digital voltmeter. 

d. If the digital voltmeter reading is + 1 .0000 V 
± 0.0040, proceed to the Digital Panel Meter Adjustments, 
Paragraph 5-50. If the error is greater than ± 0.0040 V, 
perform the complete adjustment procedures. 

5-37. With the exception of the above conditions, the 
Adjustment procedures must be performed in the order 
given unless otherwise stated within the procedure. 



5-38. AC CONVERTER ADJUSTMENT PRECAUTIONS. 

5-39. The AC CONVERTER ASSEMBLY is on the blue 
stripe exchange program. Extensive and somewhat special- 
ized test equipment is required for the alignment of this 
assembly. It is important that all the “Required Character- 
istics” listed in Table 5-1, Required Test Equipment, be 
met before adjustments are made. If this test equipment is 
not available, alignment SHOULD NOT BE ATTEMPTED. 
The converter assembly should be returned for exchange. 

540. If troubleshooting is performed inside the AC CON- 
VERTER ASSEMBLY, the assembly must be realigned. 
Therefore, anyone not having alignment capability should 
not attempt troubleshooting. 

5-41. It is relatively easy to damage the thermopile or 
destroy ICl when troubleshooting the converter assembly. 
Troubleshooting of the AC Converter should be performed 
only by personnel familiar with this assembly. Exercise 
extreme care when troubleshooting. Before troubleshooting 
of the AC Converter begins, note that a rebuilt converter 
assembly can be obtained on the blue stripe exchange 
program through your local Sales and Service Office for 
considerably less than the cost of a new thermopile or ICl. 

5-42. ACCESS TO ADJUSTMENTS. 

543. Open the 3403C and the AC Converter Assembly 
as shown in Figure 5-3. Turn the instrument on and allow 
to warm up for at least 1 hour. 



ronnrnrvvvYvj 

KAUTION^ 

CAAJUUUUUUUk>5 

THE COMPONENTS AND PRINTED CIRCUIT BOARDS 
WITHIN THE AC CONVERTER ASSEMBLY MUST BE 
KEPT CLEAN AND FREE FROM FINGERPRINTS OR 
OTHER CONTAMINATION, OR PERFORMANCE MAY 
BE DEGRADED. IF COMPONENTS OR WIRES IN THE 
ATTENUATOR AREA ARE MOVED, CALIBRATION AT 
HIGH FREQ UENCIES MAY BE AL TERED. 

5-44. POWER SUPPLY ADJUSTMENTS. 

545. A digital voltmeter having 5-digit resolution (for 
12 V measurement) is required for these adjustments. Test 
points and adjustments are on the Regulator Assembly, A6. 

a. Connect digital voltmeter between + 5 test point and 
digital ground . Adjust A6R22 for voltmeter reading 
of + 5.000 V ± 0.050 V. 

b. Connect digital voltmeter between - 10 test point and 
digital ground. Adjust A6R14 for digital voltmeter reading 
of - 10.000 V ± 0.010 V. 

c. Measure voltage at - 5 test point (to digital ground). 
Voltage should be - 5.00 V ± 0.40 V. If not, troubleshoot 
- 5 V regulator circuit (A6Q5). 
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Turn instrument upside down and remove all four screws in Remove AC Converter from instrument. Remove screvys 

each side to remove side and bottom covers. around casting and carefully open lid. Attach the two parts in 

the manner shown, using two or three screws. 

Step B Step D 

Before replacing AC Converter, insulate the screws on the A5 
board holding Q4. Cover screws with an insulating material 
such as tape to prevent these screws from shorting to the AC 
Converter box. 




Remove one screw from each side frame to release front Replace AC Converter and Connector Assembly in instru- 

pariel- ment in position shown. 



Figure 5-3. Access to Adjustments. 

d. Connect digital voltmeter between +12 test point b. Turn instrument on. Waveform should step to + 12 V 

and analog ground ^ . Adjust A6R4 for voltmeter for about 1 sec and drop to + 10.2 V. 

reading of + 12.000 V ± 0.010 V. 

c. Switch response to SLOW. Waveform in “b” should 

e. Connect digital voltmeter between - 12 test point and be observed, 
analog ground. Adjust A6R9 for voltmeter reading of 

- 12.000 V ± 0.010 V. d. Set FUNCTION to DC, RANGE to 1 V and response 

5-46. DVERLDAD PRDTECTION CIRCUIT CHECK. PAST. 

e. Apply + 2.5 V DC input. Waveform should resemble 

5-47. An oscilloscope is required for this check. a half-wave rectifier sine wave on a + 10.2 V DC offset. 

a. Turn instrument off. Set response to FAST, Attach f. Apply - 2.5 V DC input. Waveform should be as in 

oscilloscope probe to the base of A2Q6. “e.” 
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Figure 5-4. Location of Adjustments. 
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g. Set response to SLOW. Repeat steps e and f. 
Waveforms should agree with steps e and f except ac 
portion of waveform will be attenuated. Input voltage may 
be increased to a maximum of ± 3 V for ease of observa- 
tion. 

h. Apply + 2.5 V DC and set RANGE to .01 V. Wave- 
form should resemble a large pulse train on a + 10.2 V 
reference and clipped at + 12 V. 

i. Switch response to FAST. Waveform similar to that in 
h should be observed. 

j. Note that when an overload is being sensed, the 
voltage on A2IC3 pin 2 should be more negative than pin 3. 

548. ZERO ADJUSTMENTS. 

549. A digital voltmeter having 0.01 mV resolution is 
required for these adjustments. All adjustments must be 
made in the order given. 

a. Set 3403C FUNCITON to DC, RANGE to 10 V, 
RESPONSE TIME to FAST, INPUT open. 

b. Connect digital voltmeter between test point H (A2) 
and analog ground. The AC Converter box is analog ground. 

c. Connect short circuit between pins 7 and 8 of JIO, 
which is the printed circuit connector at the center of A3, 
providing connections to and from the converter assembly. 

d. Adjust A2R11 for digital voltmeter reading of 0 
± 1 .0 mV. Remove short circuit. 

e. Adjust front panel DC ZERO for digital voltmeter 
reading of 0 ± 0.05 mV. 

f. Set FUNCTION to AC VOLTS. Adjust A2R18 for 
digital voltmeter reading of 0 ± 0.1 mV. 

g. Set FUNCTION to DC VOLTS. Connect digital volt- 
meter to test point D (A3). Short test point H (A2) to 
analog ground. 

h. Adjust A3R8 for digital voltmeter reading of 0 
± 0.1 mV. Remove short from test point H. 

i. Adjust front panel DC ZERO for digital voltmeter 
reading of 0 ± 0.05 mV. 

5-50. CDNVERTER AMPLIFIER ADJUSTMENTS. 

5-51. A digital voltmeter having 0.1 mV resolution, a dc 
standard, and an ac calibrator are required for these 
adjustments of the Converter Amplifier balance and gain. 
The adjustments in the preceding paragraphs must be 
completed before performing the following procedure. 

a. Set FUNCTION to AC VOLTS, RANGE to 10 V, 
RESPONSE TIME to FAST. Connect digital voltmeter 
between test point D (on A3) and analog ground. 



b. Connect ac calibrator to input and set to 10.000 V at 
100 Hz. 

c. Adjust A7 (Al 1) R1 RMS BAL to mechanical center. 
Note digital voltmeter reading. 

d. Adjust A3R13 for digital voltmeter reading of 1 V 
± .002 V. 

e. Reduce input to 1 .000 V and adjust A2R27 for 
digital voltmeter reading of 1/10 the reading noted in step 
d, ± 1.0 mV. Readjust according to steps d and e until the 
stated accuracy is obtained. If adjustment can be made 
correctly, proceed to step f. If the adjustment range of 
A2R27 is insufficient, use the following procedure to 
balance the amplifier. 

1) Apply input of 10.000 V at 100 Hz from ac 
calibrator and note distal voltmeter reading (at test point 
D). 

2) Reduce input to 1 .0000 V. 

3) Insert wire jumpers in positions 1, 3, 4 and 5 
(near A2R27). 

4) Turn A2R27 fully clockwise. If digital voltmeter 
reading is greater than 1/10 the reading noted in step 1, 
turn power off and move jumper from position 1 to 
position 2. 

5) Bring A2R27 within the proper range by re- 
moving jumpers 3, 4 and/or 5 until the digital voltmeter 
reading is near 1 /lO the reading of step 1 without exceeding 
this value. For example, remove jumper 3. If the reading 
does not exceed the desired value, also remove jumper 4. If 
removing jumper 3 causes the reading to be too high, 
replace jumper 3 and remove jumper 4, etc. 

6) Adjust A2R27 for digital voltmeter reading of 
1/10 the reading noted in step 1 . 

f. Disconnect ac calibrator from input. Connect digital 
voltmeter to test point S (on A2). 

g. Adjust A2R32 for digital voltmeter reading of 0 
± 20 mV. 

h. Set FUNCTION to DC. Connect digital voltmeter to 
test point D. 

i. Connect dc standard to input and set to + 15.000 V. 
Note digital voltmeter reading. 

j. Change FUNCTION to DC + AC and adjust A3R3 for 
same digital voltmeter reading noted in step i, + 0.1 mV. If 
this adjustment procedure is being performed after replace- 
ment of the thermopile and A3R3 has insufficient range, 
turn power off and rotate thermopile 180°. Turn power on 
and repeat steps i and j. Disconnect dc standard. 
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k. Set FUNCTION to AC and apply input of 10.000 V 
at 100 Hz. Note reading. 

l. Reduce input to 1 .000 V and adjust A2R27 for 
digital voltmeter reading 1/10 that noted in step k, 
± 0.3 mV. Disconnect ac calibrator. 

m. Set FUNCTION to DC and apply + 15.000 V input 
from dc standard. Note reading. 

n. Change FUNCTION to DC + AC and adjust A3R3 
for digital voltmeter reading noted in step m, ± 0.1 mV. 

5-52. GAIN ADJUSTMENTS. 

5-53. A digital voltmeter having 0.1 mV resolution, an ac 
calibrator, and a high voltage amplifier are required for 
these adjustments. All adjustments in the preceding para- 
graphs must be made before performing the following 
procedures. All the gain adjustments are in the AC 
Converter Assembly, some on A2 and some on A3. 

a. Set FUNCTION to AC VOLTS, RANGE to 1000 V, 
RESPONSE TIME to FAST. Connect digital voltmeter 
between test point D and analog ground. 

b. Apply input of 800.00 V at 100 Hz from ac cali- 
brator and high voltage amplifier. 

c. Adjust A3R15 for digital voltmeter reading of 

0.8000 V ± 0.0002 V. '' - 




EXERCISE EXTREME CAUTION WHEN MAKING AD- 
JUSTMENTS WITH A HIGH VOLTAGE INPUT. 

d. Change input frequency to 30 kHz. Adjust A2C1 
(with plastic tool) for digital voltmeter reading of 0.8010 V 
± 0.0002 V. Reduce input voltage and disconnect high 
voltage amplifier. 

e. Set 3403C RANGE to .IV and apply input of 
0.1000 V at 100 Hz from ac calibrator. 

f. Adjust A3R11 for digital voltmeter reading of 

1 .0000 V ± 0.0002 V. 

g. Change input frequency to 30 kHz. Adjust A2C14 
for digital voltmeter reading of 1 .0000 V ± 0.0002 V. 

h. Decrease input to 0.01000 V. Set 3403C RANGE to 
.01 V. 

i. Adjust A3 RIO for digital voltmeter reading of 

1.0000 V ±0.0002 V. 

j. Change frequency to 100 kHz. Digital voltmeter 
should read 1.000 V ± .004 V. If reading is not obtained, 
replace K3 and K4 relays and return to Paragraph 5-48. 



k. Set 3403C RANGE to 1 V. Change input to 

1.0000 Vat 100 Hz. 

l. Adjust A3R12 for digital voltmeter reading of 

1.0000 V ± 0.0002 V. 

m. Change input frequency to 30 kHz. Adjust A2C7 for 
digital voltmeter reading of 1.0000 V ± 0.0002 V. 

n. Set 3403C RANGE to 10 V. Change input to 

10.000 Vat 100 Hz. 

o. Adjust A3R13 for digital voltmeter reading of 

1.0000 V ± 0.0002 V. 

p. Change input frequency to 30 kHz. Adjust A2C10 
for digital voltmeter reading of 1.0000 V ± 0.0002 V. If 
A2C10 can be adjusted correctly, proceed to step q. If 
A2C10 has insufficient range of adjustment, move C4 and 
R3C away from each other and perform steps 1 through o 
again. If range of adjustment remains insufficient, the 
following procedure should be used to select the proper 
value of A2C9. 

1) Remove A2C9. 

2) With input of 10.000 V at 30 kHz (as in step o), 
adjust A2C10 for minimum reading on the digital volt- 
meter. 

3) If digital voltmeter reading is less than 0.981, 
adjust A2C10 for reading of 1.0000 V ± 0.0002 V and 
proceed to step q. 

4) If digital voltmeter reading is greater than 0.981, 
replace A2C9 with the value indicated in Table 5-8. 



Table 5-8. Selection of A2C9. 



Reading 


A2C9 Value 


0.981 to 1.011 


12 pF 


1.012 to 1.024 


24 pF 


1 .025 to 1 .036 


33 pF 


1 .037 to 1 .048 


43 pF 


1 .049 or greater 


51 pF 



q. Set 3403C RANGE to 100 V. Adjust input to 160 V 
at 30 kHz. 

r. Adjust A3RI4 for digital voltmeter reading of 
1.6000 V± 0.0003 V. 

s. Change input frequency to 100 Hz. Adjust A2R9 for 
digital voltmeter reading of 1.6000 V ± 0.0003 V. 

5-54. HIGH FREQUENCY ADJUSTMENTS. 

5-55. All the previous adjustments must be correct before 
beginning this procedure. The attenuator shield must be left 
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in place while these adjustments are made. A high fre- 
quency signal generator (-hp- 8601 A), an ac calibrator (-hp- 
745A), a digital voltmeter (-hp- 3480C/D/3484A), and two 
thermal converters with correction sheets indicating cor- 
rection factors for each frequency tested, .45 V (-hp- 
11 051 A), and 3V (-hp- 11 049 A) are required for these 
adjustments. 



IF COMPONENTS OR WIRES IN THE ATTENUATOR 
AREA ARE MOVED, CALIBRATION AT HIGH FRE- 
QUENCIES MAY BEAL TERED. 

a. Set FUNCTION to AC VOLTS, RANGE to 0.1 V, 
RESPONSE TIME to FAST. 

b. Connect digital voltmeter between A3 test point D 
and analog ground (converter box). 

c. Adjust ac calibrator output to 0.1 V at 100 kHz and 
connect the calibrator to the 3403C. Note the digital 
voltmeter reading and record for reference in step f. 

d. Set the high frequency signal generator RANGE to 
0.3 V. 

rorrv>nrvvvvvo 

PCAUTION^ 

Zajuuuuuuuuu3 

DO NOT EXCEED 0.45 V WITH AC CALIBRATOR OR 
SIGNAL GENERATOR WHEN -hp- 11051 A THERMAL 
CONVERTER IS USED OR DAMAGE TO THE THER- 
MAL CONVERTER WILL RESULT. 

e. Disconnect ac calibrator and replace with high 
frequency signal generator. Connect 0.45 V thermal con- 
verter as shown in Figure 5-1. (Leave thermal converter 
output open and digital voltmeter connected to A3 test 
point D.) This is the configuration used at the factory for 
testing and calibrating the 3403C. Any other configuration 
can be expected to give different results. The -hp- Model 
3480C/D/3484A is used in place of the 3420A/B in Figure 
5-1 for these adjustments. 

NOTE 

The thermal converter output is used to assure the input 
voltage used is the same for each frequency when making 
high frequency adjustments. The output of the 3403C is 
monitored at A3 test point D during these adjustments. 
Therefore, the voltage at test point D must take into 
consideration the measurement error of the thermal con- 
verter at the test frequency. 

f. Set signal generator frequency to 100 kHz and adjust 
output amplitude so that digital voltmeter reading is the 
same as noted in step c. 



g. Disconnect digital voltmeter from AC Converter and 
connect to thermal converter output. Note and record 
reading for reference in succeeding steps. 

h. Change signal generator frequency to 90 MHz and 
adjust output amplitude for digital voltmeter reading noted 
in step g. 

i. Disconnect digital voltmeter from thermal converter 
output and connect between A3 test point D and analog 
ground. Adjust A2R71 for digital voltmeter reading of 
1.000 V + thermal converter error + 2.0% for heat. 
Example: If thermal converter error is +3% at 90 MHz, 
adjust A2R71 for 1.000 V -H 0.03 V (thermal converter 
error) + 0.02 V (heat error) = 1.05 V. DO NOT readjust 
A2R71 in the following steps. 

j. Disconnect digital voltmeter from A3 test point D 
and connect to thermal converter output. 



NOTE 

Since the thermal converter output changes with ambient 
temperature changes, it will be necessary to verify that the 
reference voltage of step g has not changed if readings of 
steps k through n and w through y are not within 
specification 

k. Change signal generator frequency to 100 MHz and 
adjust output for digital voltmeter reading noted in stepg. 

l. Disconnect digital voltmeter from thermal converter 
output and connect between A3 test point D and analog 
ground. Digital voltmeter should read 1.000 V + (thermal 
converter error at test frequency) ± (instrument spec 
tolerance at test frequency). Example: If thermal converter 
error is + 3.1% at 100 MHz, digital voltmeter reading should 
be 1.000 V + 0.031 V (thermal converter error) = 1.031 V 
± 10.2%. 

m. Record the calculated minimum and maximum value 
for each test frequency of step k and n for reference in step 
X. If 3403C does not meet the calculated reading, repeat 
steps a through g to verify that the thermal converter has 
not been affected by a change in ambient temperature. If 
the thermal converter output has changed from the 
previous reading of step g, repeat steps j, k and 1 using the 
new thermal converter output obtained for the test 
frequency failed and all succeeding test frequencies. If the 
3403C fails to meet the calculated reading following this 
procedure, replace ICl and return to the beginning of the 
adjustment sequence. 

n. Repeat steps j, k and 1 (step m if required) for signal 
generator frequencies of 70 MHz, 50 MHz, 30 MHz and 
10 MHz. Change the thermal converter error and instru- 
ment spec in step 1 to agree with the test frequency to 
determine digital voltmeter reading range. The following 
table indicates the instrument spec tolerance for each test 
frequency. 
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Instrument 


Test 


Specification 


Frequency 


Tolerance 


100 MHz 


± 10.2% 


70 MHz 


± 10.2% 


50 MHz 


± 5.2% 


30 MHz 


± 5.2% 


10 MHz 


± 2.2% 



o. Disconnect signal generator and thermal converter 
from 3403C. 

p. Set 3403C RANGE to 1 V. Adjust ac calibrator 
output to 0.4 V at 100 kHz and connect calibrator to 
3403C. Note digital voltmeter reading at A3 test point D 
and record for reference in step r. 

q. Change signal generator to 1 V range and insure the 
output DOES NOT exceed 0.45 V. Replace ac calibrator 
with signal generator. Connect 0.45 V thermal converter to 
test setup. 

r. Set signal generator frequency to 100 kHz and adjust 
output amplitude for digital voltmeter reading noted in step 
P- 

s. Disconnect digital voltmeter from AC Converter and 
connect to thermal converter output. Note reading and 
record for reference in following steps. 

t. Change signal generator frequency to 90 MHz and 
adjust output amplitude for digital voltmeter reading noted 
in step s. 

u. Disconnect digital voltmeter from thermal converter 
output and connect between A3 test point D and analog 
ground. Adjust A2R5 for digital voltmeter reading of 
0.400 V + thermal converter error + 2.0% for heat. Ex- 
ample ; If thermal converter error is + 3% at 90 MHz, adjust 
A2R5 for 0.400 V + 3% of 0.4 V (thermal converter error) 
+ 2% of 0.4 V (heat error) = 0.400 V + 0.012 V + 0.008 V 
= 0.420 V. 

V. Disconnect digital voltmeter from test point D and 
connect to thermal converter output. 

w. Change signal generator frequency to 100 MHz and 
adjust output amplitude for digital voltmeter reading noted 
in step s. 

X. Disconnect digital voltmeter from thermal converter 
output and connect between A3 test point D and analog 
ground. Digital voltmeter should read 0.400 V + thermal 
converter error at test frequency ± instrument spec 
tolerance at test frequency. Digital voltmeter range can be 
obtained by taking 40% of the minimum and maximum 
values recorded in step m for each test frequency except 



10 MHz. Minimum and maximum readings must be recal- 
culated for 10 MHz using instrument spec tolerance of 

l. 2%. If the 3403C does not meet the cdculated reading, 
repeat steps p through s to verify that the thermal converter 
has not been affected by a change in ambient temperature. 
If the thermal converter output has changed from the 
previous reading of step s, repeat steps v, w and x using the 
new thermal converter output obtained for the test 
frequency failed and all succeeding test frequencies. If the 
3403C fails to meet the calculated reading following this 
procedure, replace ICl and return to the beginning of the 
adjustment sequence. 

y. Repeat steps v, w and x for signal generator 
frequencies of 70 MHz, 50 MHz, 30 MHz and 10 MHz. 

z. Disconnect 0.45 V thermal converter from signal 
generator. Replace signal generator with ac calibrator. 

aa. Set 3403C RANGE to 10 V. Adjust ac calibrator 
output to 2.000 V at 100 kHz. Note digital voltmeter 
reading at A3 test point D and record for reference in step 

ac. 



ronrrvYvvvvvj 

hCAUTION^ 

(^^JUUUUUUUUUSJ 

DO NOT EXCEED 3.0 V WITH SIGNAL GENERATOR 
WHEN -hp- 1 1049 A IS USED OR DAMAGE TO THE 
THERMAL CONVERTER WILL RESULT. 



ab. Change signal generator to the 3 V range. Replace ac 
calibrator with signal generator. Connect 3 V thermal 
converter to test setup. 

ac. Set signal generator frequency to 100 kHz and 
adjust output amplitude for digital voltmeter reading noted 
in step aa. 

ad. Disconnect digital voltmeter from AC Converter and 
connect to thermal converter output. Note reading and 
record for reference in step ae. 

ae. Change signal generator frequency to 9 MHz and 
adjust output amplitude for digital voltmeter reading noted 
in step ad. 

af. Disconnect digital voltmeter from thermal converter 
output and connect between A3 test point D and analog 
ground. Adjust A2R7 for digital voltmeter reading of 
0.2000 V ± 0.0004 V. 

ag. Disconnect test setup. Turn 3403C off. Close AC 
Converter box, making sure seal is in place, and replace all 
screws. Replace AC Converter in instrument and turn on. 
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5-56. DIGITAL PANEL METER ADJUSTMENTS. 

5-57. All preceding adjustments (with the exception of the 
High Frequency Adjustments if required test equipment is 
not available) must be completed before performing the 
Digital Panel Meter Adjustments, unless these adjustments 
are being performed as a result of the check given in 
Paragraph 5-36. A dc standard (-hp- 740B) and a dc 
differential voltmeter (-hp- 3420A/B) are required for these 
adjustments. 

a. Set 3403C FUNCTION to DC, RANGE to 1 V, 
RESPONSE TIME to FAST. 

b. Connect dc differential voltmeter to rear panel 
VOLTS analog output terminals. 

c. Connect a short across the 3403C input and adjust 
the front panel DC ZERO adjustment for a dc differential 
voltmeter reading of 0 V. 

d. Adjust A22C4 (right adjustment in Panel Meter face) 
for a panel meter display of .000. Last digit may alternate 
between 0 and 1 . 

e. Remove 3403C input short and connect dc standard 
to the input. Adjust dc standard for a dc differential 
voltmeter reading of + 1 .5005 V. 

f. Adjust A22R5 (left adjustment in Panel Meter face) 
for a panel meter display of + 1 .500. Display can alternate 
between + 1 .500 and + 1.501. 

g. Reverse the input leads from the dc standard and 
adjust dc standard for a dc differential voltmeter reading of 

- 1.5005 V. 

h. Adjust A22R5, if necessary, for a panel meter display 
of - 1.500. Display can alternate between - 1.499 and 

- 1.500. 

i. Reverse dc standard leads and adjust for dc differen- 
tial voltmeter reading of + 1 .5005 V. Recheck the adjust- 
ment of Step f. Readjust R5 if necessary. 

j. Reverse dc standard leads and adjust for dc differen- 
tial voltmeter reading of - 1.5005 V. Recheck the adjust- 
ment of Step h. Readjust R5 if necessary. 

k. Perform Steps i and j alternately until adjustments 
specified in Steps f and h are met. 

l. Remove dc standard and ac differential voltmeter. 

5-58. OUT-OF-RANGE ADJUSTMENTS. 

5-59. An ac calibrator is required for these adjustments 
which set the points at which uprange and downrange 
blanking occurs. Both adjustments are on the Connector 
Assembly. This assembly may be either A7 or All, 



depending on the options included. The A7 designation 
used in this procedure applies to all instruments, since the 
adjustments are identical. An ac calibrator (-hp- 745A) is 
required for these adjustments. 

a. Set FUNCTION to AC VOLTS, RANGE to lOV, 
RESPONSE TIME to FAST. 

b. Apply input of 19.500 V at 100 Hz from ac cali- 
brator. 

c. Adjust A7R1 1 to the point where the 3-digit display 
goes from on to off. (The overrange “1” should remain on.) 

d. Reduce input voltage to 1.650 V and adjust A7R13 
to the point where the display goes from on to off. 

5-60. LOG CONVERTER ADJUSTMENTS. 

5-61. The Log Converter (Option 006) may be adjusted at 
any time after the Gain Adjustments, Paragraph 5-46, have 
been completed. An ac calibrator and high voltage amplifier 
(-hp- 745A/746A), a digital voltmeter able to resolve 
0.01 mV, and a 20-pin (2x 10) printed circuit extender 
board (-hp- Part No. 5060-0091) are required for this 
procedure. 

a. Set FUNCTION to AC VOLTS, RANGE to 1 V, 
RESPONSE TIME to FAST, dB REFERENCE fuUy coun- 
terclockwise to CAL position. 

b. Short test point Z to test point G. Connect digital 
voltmeter between test point ET and analog ground. 

c. Apply input of 1 .0000 V at 100 Hz ac calibrator. 
Digital voltmeter reading should be either positive or 
negative approximately 0.7 V. If the reading is negative, 
then adjust A12R8 clockwise until reading changes to 
positive, then adjust counterclockwise slowly until reading 
goes negative. (Because of the high gain of the amplifier, 
reading cannot be adjusted to zero.) If the first reading is 
positive, rotate A12R8 counterclockwise until reading is 
negative, then proceed as instructed above. Then remove 
short from test point Z. 

d. Adjust front panel dB CAL multi-turn screwdrive 
adjustment fully clockwise. A faint click can be heard when 
wiper is at limit of travel. 

e. Adjust A12R13 for digital voltmeter reading (at test 
point ET) of - 488.3 mV ± 0.2 mV. 

f. Connect digital voltmeter between test points ET and 
ED (ET to High terminal, ED to Low). Voltmeter reading 
should be - 7 to - 10 mV. (If not, see Paragraph 5-87). 
Adjust front panel dB CAL for digital voltmeter reading of 
0 ± 0.05 mV. 

g. Connect digital voltmeter between rear panel dB 
recorder output terminal and ground terminal. Adjust 
A1 2R29 for voltmeter reading of 0 ± 0.05 mV. 



5-14 Rev. C 




Model 3403C 



Section V 



h. Set FUNCTION to AC dB. Connect digital voltmeter 
between Log Converter output at J6 pin 7 and ground. 

i. Reduce ac calibrator output to 0.10000 V (3403C on 
1 V range). Adjust A12R19 for digital voltmeter reading of 
-0.2000 V ± 0.0001 V. 

j. Reduce ac calibrator output to 0.01000 V. Set 3403 C 
RANGE to .01 V, Adjust A12R56 for digital voltmeter 
reading of - 0.4000 V ± 0.0001 V. 

k. Set 3403 C RANGE to 1000 V. Connect high voltage 
amplifier (-hp- 746 A) to 3403 C input and to ac calibrator. 
Set voltage to 1000 V. Adjust A12R58 for digital voltmeter 
reading of -t 0.6000 V ±0.0001 V. Reduce voltage and 
disconnect high voltage amplifier. 

l. Set RANGE to .1 V. Connect ac calibrator to 3403 C 
input and adjust voltage to 0.4000 V. 

m. Digital voltmeter reading should be - 0.0774 V 
± 0.0003 V. If not, adjust A12R3 to obtain this reading. 

n. If necessary to adjust A1 2R3 in step m, repeat steps 
i, 1 and m (omit steps j and k) until readings are correct 
without further adjustment. 

o. Set RANGE to 1 V, ac calibrator output to 
0.1000 V. Note and record digital voltmeter reading (at J6 
pin 7). 



p. Connect digital voltmeter between rear panel dB 
recorder output terminal and ground terminal. Adjust 
A12R38 for digital voltmeter reading noted in step o 
± 0.0001 V. 

q. The preceding steps adjust the Log Converter for 
dBV readings (1 V in = 0 dB). If it is preferred to have the 
instrument display dBm 600 Q, readings, set RANGE to 1 V 
and apply an input of 0.7746 V. Adjust front panel dB 
CAL screwdriver adjustment for digital voltmeter reading 
(at dB recorder output) of 0 ± 0.001 V. 



5-62. FINAL CONVERTER BALANCE ADJUSTMENT. 

5-63. An ac calibrator and digital voltmeter are required 
for this adjustment. Secure the front panel and replace 
bottom and side covers. Allow the instrument to warm up 
for at least 1 hour before proceding. 

a. Set FUNCTION to AC VOLTS, RANGE to .1 V, 
RESPONSE TIME to FAST. 

b. Connect digital voltmeter to rear panel VOLTS 
recorder output terminals. 

c. Apply input of 100.000 mV at 100 Hz from ac 
calibrator. Note digital voltmeter reading. 

d. Reduce input to 10.000 mV. 

e. Remove left side cover and adjust A7R1 for volt- 
meter reading of 1 /1 0 the reading noted in step c. 
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5-64. PRELIMINARY TROUBLESHOOTING. 

5-65. If the Model 3403C operates incorrectly and the 
trouble cannot be corrected by the Adjustment Procedures, 
the following troubleshooting information should be used. 
Check for loose wires or other obvious sources of trouble, 
such as burned or loose components. Make sure printed 
circuit boards are seated firmly in connectors, and inte- 
grated circuit packages are firmly seated in sockets. 

5-66. ACCESS FOR SERVICING. 

5-67. Figure 5-5 illustrates the procedure for removing 
covers and releasing front and rear panels to gain access to 
the various assemblies and circuits. 

5-68. TROUBLESHOOTING TREES. 

5-69. The Basic Troubleshooting Tree, Figure 5-6, should 
be used to locate the area of difficulty. Additional 
troubleshooting information for the various circuits is given 
in the following paragraphs, in the Digital Panel Meter 
Troubleshooting Tree, Figure 5-7, and in the Autorange 
Troubleshooting Tree, Figure 5-8. 

5-70. AC CONVERTER SERVICE. 

5-71. AC Converter Exchange. 

5-72. If the AC Converter Assembly is defective, replace- 
ment may be more practical than repair (see Paragraph 
5-38). The replacement assembly is -hp- Part No. 
03403-69501. This assembly is available on an exchange 
basis. Contact your nearest -hp- Sales and Service Office for 
details. 

5-73. AC Converter Input/Output Checks. 

5-74. The AC Converter Assembly contains the Input 
Attenuator and Amplifier, The Converter Amplifier and 
Thermopile, and the DC Amplifier, as well as the logic 
circuits which drive the range and function selection relays. 
Signals to and from the AC Converter Assembly may be 
checked at printed circuit board connector JIO on the side 
of the converter box. Figure 5-5 shows the method of 
access to this connector. If the instrument is equipped with 
Artorange or dB Options, these printed circuit boards must 
be removed to provide access to JIO. When the Log 
Converter Assembly is removed, the small slide switch 
beside the connector on the Master Board must be switched 
toward the rear of the instrument to provide an output 
connection from the AC Converter to the Digital Panel 



Meter. If a signal is not correct at JIO, check the proper pin 
at the top edge of the Connector Assembly- Connections to 
the pins at the top and bottom of this printed circuit board 
are identical. 

5-75. AC Converter Service Precautions. 

5-76. The AC Converter may be opened and operated for 
servicing as illustrated in Figure 5-3. Certain components 
are easily damaged by excessive voltage; consequently, 
extreme care must be exercised when using a voltmeter or 
oscilloscope probe within the assembly. In addition, cali- 
bration may be altered by movement of components or 
wires in the attenuator area. 

ronrvnrryvvvvj 

fCAUTION^ 

c^juouuuuuula5 

THE COMPONENTS AND PRINTED CIRCUIT BOARDS 
WITHIN THE AC CONVERTER ASSEMBLY MUST BE 
KEPT CLEAN AND FREE FROM FINGERPRINTS OR 
OTHER CONTAMINATION, OR PERFORMANCE MAY 
BE DEGRADED. 

5-77. Mother Board (A4) Replacement (Flexible Traces). 

5-78. The following procedure for replacing the Mother 
Board (A4) is recommended to prevent damage to the 
board. 

rorrrvvrvrrvj 

► CAUTION^ 

cUjuuuuujuuuO 

THE MOTHER BOARD (A4) CAN BE EASILY DAM- 
AGED IF THE PROPER REPLACEMENT PROCEDURE 
IS NOT FOLLOWED WHEN REPLACMENT IS 
REQUIRED. WHEN HANDLING THE MOTHER BOARD, 
INSURE THE TWO HALVES OF THE BOARD ARE 
KEPT AT A RIGHT ANGLE. 



a. Insert two teflon washers between the Mother Board 
and the instrument top. Insert the two screws through the 
board and into the top to retain teflon washers. DO NOT 
tighten these screws until the panel meter connector screws 
have been tightened. 
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b. Insert and tighten the screws on the panel meter 
connector. 

c. Tighten the two screws holding the Mother Board to 
instrument top. 

This replacement procedure prevents undue stress to the 
flexible traces on the Mother Board. Failure to follow this 
procedure can cause these traces to break. 

5-79. POWER SUPPLY CHECKS. 

5-80. Remove the rear panel and power supply from the 
instrument as indicated in Figure 5-5, and operate power 
supply outside the instrument. 



WARNING 



KEEP HANDS AND TOOLS AWAY FROM THE AC 
POWER INPUT CONNECTOR, THE FUSEHOLDER, AND 
THE 115/230 SWITCH WHILE POWER SUPPLY IS 
CONNECTED TO POWER LINE. 

5-81. Measure power supply voltages. If a supply voltage is 
very low, or zero, first check the bridge rectifier output for 
that supply. The voltage should be approximately as shown 
on the schematic diagram, Figure 7-13 or 7-14. If the 
rectifier output is correct, the problem is usually either the 
series pass transistor or the regulator IC. The trouble can 
usually be isolated by removing the series pass transistor 
and shorting the base and emitter connections on the 
printed circuit board. If the power supply output is then 
nearly correct, the regulator IC is good and the series pass 
transistor is defective. However, if the output voltage is still 
incorrect with the above check, the regulator is probably 
defective. 

5-82. CONNECTOR ASSEMBLY CHECKS. 

5-83. Voltage levels of signals to and from the Master 
Board (at J7) may be checked at the printed circuit 
connector strip at the exposed edge of the A7 (or All) 
assembly, since connections at both edges of the board are 
identical. Logic levels for the function and range selection 
inputs to A7 (or All) are approximately 0V = select, 
+ 5 V = not select. Output levels to the AC Converter 
assembly are approximately 0 V = select, + 12 V = not se- 
lect. 

5-84. AUTORANGE CHECKS. 

5-85. The Autorange Troubleshooting Tree, Figure 5-8, 
checks the operation of the Autorange Assembly, A13, 
used in 3403C Option 001 . The operation of the autorange 
circuits of the Remote and Autorange Assembly A14, used 
in 3403C Option 003, is essentially the same, with the 
addition of the remote programming logic. When the 3403C 
is used in the DC mode on autorange, uprange signaling is 
transmitted by the Crest Factor line. In the DC mode, an 
overload provides a converter output of approximately 
1.8 V. Since a converter output of 1.9 V is required to 



initiate an uprange signal from A7Q4, this signal does not 
occur. A7Q6 does turn on when the 3403 is overloaded in 
the DC mode and applies a Crest Factor signal to the Crest 
Factor Gate, A13IC2. This triggers the AUTORANGE 
SECTION and upranging occurs. 

5-86. LOG CONVERTER ZERO ERROR. 

5-87. If A12CR2 or A12IC2 has been replaced, it may be 
necessary to reselect the proper jumpers across A12R1 1, 12 
and 14. If the digital voltmeter reading in Paragraph 5-61, 
step f, is not - 7 to - 10 mV, perform the following 
selection procedure. 

a. Connect a clip lead across all three jumper positions 
at the lower left corner of A12. Note digital voltmeter 
reading between test points ET and ED. (Digital voltmeter 
HIGH connected to ET, LOW to ED.) Reading should be 
between +7.1 mV and - 10 mV. 

b. Determine voltage change necessary to bring reading 
to between - 7 and - 10 mV. 

c. Use Table 5-9 to determine which jumper positions 
should be open. 

d. Proceed with adjustment procedures in Paragraph 
5-61. 



Table 5-9. Log Converter Zero. 



Voltage Change 
Required 


Jumper Positions * 
Open Shorted 


2.0 mV or less 


1 


2, 3 


2.0 mV to 4.0 mV 


2 


1,3 


4.0 mV to 5.9 mV 


1,2 


3 


5.9 mV to 7.7 mV 


3 


1,2 


7.7 mV to 9.4 mV 


1,3 


2 


9.4 mV to 1 1 .1 mV 


2, 3 


1 


11.1 mV to 14.1 mV 


1,2.3 


— 



* Due to component tolerance it may be necessary to select one 
position higher or lower than indicated. 

5-88. FACTORY SELECTED COMPONENTS. 

5-89. The values of certain components are selected at the 
factory for optimum performance. These components are 
designated on the schematic diagram and the replaceable 
parts list by an asterisk (*) and the average value is shown. 
Actual circuit values can vary from the average value. If 
replacement of these parts is necessary, determine the 
actual component value. If the value differs from the 
average value, order replacement part as described in 
Paragraph 6-6 indicating the actual circuit value. The 
following paragraphs describe other critical replacement 
situations. 

5-90. REPLACEMENT OF A2CR1, A2R4 AND A2IC1 
(A2C26, 30 kHz 100 mV AOJ). 

5-91. A2CR1 and A2R4 are matched for temperature 
coefficient and matched to the Input Amplifier A2IC1. If it 
is necessary to replace A2IC1, the diode and resistor are 
supplied with the IC and must be replaced at the same time. 
If A2CR1 or A2R4 require replacement, the entire matched 
set of IC, diode and resistor must be replaced. 
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Section V 



Step A 




Step D 




Remove four screws in each side to remove side and bottom 
covers. AC Converter and Connector assemblies may be 
removed from instrument. 



Remove control knobs and mounting nuts to 
panel from master board assembly. 



Step B 



Step E 



remove front 




Remove one screw in each side frame to release front panel. 
Provides access to switching logic circuits and digital panel 
meter. 



Step C 



Power supply may be removed from instrument (with rear 
panel) and operated separately outside the instrument for 
power supply troubleshooting. 



Step F & G 




Remove two screws in each side frame to release rear panel 
and power supply assembly. 




Remove digital panel meter by removing two screws. Remove 
meter assembly from printed circuit connector behind meter. 
Slide meter PC assembly out rear of case. Make sure insulator 
is in place at top of case when replacing PC assembly in case. 



Figure 5-5. Access For Servicing. 
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Section V 



TROUBLESHOOTING PROCEDURES 



Model 3403C 



S-9Z DIGITAL PANEL METER. 

5-93. Access to test points within the panel meter can be 
gained by removing panel meter from case and placing the 
me.ter on an extender board, -hp-Part No, 5060-5984. Test 
points and connections to the Digital Panel Meter are 
shown in Figure 5-7, Panel Meter Troubleshooting Tree. 



5-94. Override Section. 

5-95. When the Digital Panel Meter Override Section is not 
functioning, the display racks and does not follow the 
input. Monitor the output of A22U3 at R9. The output 
should toggle between 0 V and + 5 V. The + 5 V output 
corresponds to the auto-zero interval, 0 V corresponds to 



the measure interval. The gate of A22Q1 should toggle 
between + 5 V and - 12 V at the rate of the U3 output. 

5-96. Numeric Display. 

5-97. The seven-segment numeric displays can be tested for 
bag segments by applying a low to pin 3 of the decoder/ 
driver, A21U1. This illuminates all segnents. If all segments 
are unlit, verify + 5 V is supplied to displays by transistors 
A21Q1 through Q4 and A21U6. A 175 microsecond + 5 V 
pulse should occur every 0.7 milliseconds. If display supply 
is good, proceed to last waveform block of troubleshooting 
tree and monitor BCD outputs. If problem is not resolved 
at conclusion of troubleshooting tree, remove connection 
between A21U1 pin 3 and COM and continue from display 
test of troubleshooting tree. 
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Figure 5-7. Panel Meter Troubleshooting Tree. 
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PERFORMANCE CHECK CARD 



Hewlett-Packard Model 3403C Tests Performed by 

True RMS Voltmeter 

Serial Number Date 



Paragraph 



Description 



Reading Test Limits 



5-8 Mid-Band Frequencies 



Range 


Input 


Frequency 


Min. 


Max. 


.01 


V 


10 mV 


100 Hz 


9.95 


10.05 


.01 


V 


10 mV 


100 kHz 


9.95 


10.05 


.1 


V 


20 mV 


100 kHz 


19.6 


20.4 


.1 


V 


100 mV 


1 kHz 


99.6 


100.4 


1 


V 


0.5 V 


200 Hz 


.497 


.503 


1 


V 


1 V 


20 kHz 


.996 


1.004 


10 


V 


10 V 


100 kHz 


9.96 


10.04 


10 


V 


15 V 


100 Hz 


14.95 


15.05 


100 


V 


20 V 


50 Hz 


19.8 


20.2 


100 


V 


100 V 


50 kHz 


99.6 


100.4 


100 


V 


100 V 


*20 Hz 


99.4 


100.6 


1 


V 


1 V 


* 1 0 Hz 


.994 


1.006 


.1 


V 


100 mV 


*20 Hz 


99.0 


101.0 


1000 


V 


1000 V 


100 Hz 


995 


1005 


1000 


V 


1000 V 


10 kHz 


995 


1005 



* Slow response time. 



Paragraph 

5-10 



5-12 



5-16 



5-18 



PERFORMANCE CHECK CARD (Cont’d) 
Description Reading 



Test Limits 



100 kHz to 10 MHz 
Range Input 



Low Frequency 
IV IV 



Frequency 



.1 V 


100 mV 


1 MHz 


.1 V 


100 mV 


10 MHz 


1 V 


1 V 


2 MHz 


1 V 


1 V 


8 MHz 


10 V 


3 V 


500 kHz 


10 V 


3 V 


5 MHz 


10 V 


10 V 


1 MHz 


10 V 


10 V 


5 MHz 


100 V 


100 V 


500 kHz 


100 V 


100 V 


1 MHz 


10 MHz to 100 MHz 




.1 V 


100 mV 


20 MHz 


.1 V 


100 mV 


40 MHz 


.1 V 


100 mV 


100 MHz 


1 V 


1 V 


20 MHz 


1 V 


1 V 


40 MHz 


1 V 


1 V 


100 MHz 



5 Hz 



Min. 


Max. 


97.8 


102.2 


97.8 


102.2 


.988 


1.012 


.988 


1.012 


2.96 


3.04 


2.95 


3.05 


9.88 


10.12 


9.88 


10.12 


98.8 


101 .2 


98.8 


101.2 



97.8 


102.2 


94.8 


105.2 


89.8 


110.2 


.978 


1.022 


.948 


1.052 


.898 


1.102 


.994 


1.006 



dB Accuracy (Optional) 



Range Input Reading Min. Max. 



1 V 


0.31620 V 


-09.8 


- 10.2 


.1 V 


0.10000 V 


- 19.8 


-20.2 


.01 V 


0.01000 V 


-39.8 


-40.2 


10 V 


10.0000 V 


+ 19.8 


+ 20.2 


10 V 


15.0000 V 


+ 23.3 


+ 23.7 


100 V 


100.000 V 


+ 39.8 


+ 40.2 


1000 V 


1000.00 V 


+ 59.8 


+ 60.2 



PERFORMANCE CHECK CARD (Cont’d) 



Paragraph Description Reading Test Limits 

5-20 DC Voltage Accuracy 

Range Input Pos. Neg. Min. Max. 

100.8 

70.8 

40.7 

10.7 



1 V 


+ 0.10000 V 


.097 


.103 


1 V 


+ 0.50000 V 


.496 


.504 


1 V 


± 1 .00000 V 


.996 


1.004 


10 V 


+ 1.00000 V 


0.97 


1.03 


10 V 


± 5.00000 V 


4.96 


5.04 


10 V 


+ 10.0000 V 


9.96 


10.04 


100 V 


± 1 0.0000 V 


09.7 


10.3 


100 V 


+ 50.0000 V 


49.6 


50.4 


100 V 


± 1 00.000 V 


99.6 


100.4 


1000 V 


+ 100.000 V 


096 


104 


1000 V 


+ 500 000 V 


495 


505 


1000 V 


+ 1000.00 V 


995 


1005 



5-22 AC Normal-Mode Rejection ± 0.02 V 

5-24 AC Common-Mode Rejection 100.0 mV 

5-29 Digital Output Check (Optional) 

Column 1 , Data Multiplier 

Columns 2-5, Data 

Column 6, Polarity, OL, Underrange 

Column 7, Function 

5-31 Remote Control Check (Optional) 

Range 

Function 

Response Time 

Delayed Mode 

Non-delayed Mode 

Autorange 



.IV ±. 100000 V 99.2 

.IV ± .070000 V 69.2 

.IV ± .040000 V 39.3 

.IV ± .010000 V 09.3 
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Section VI 



SECTION VI 
REPLACEABLE PARTS 



6-1. INTRODUCTION. 

6-2. This section contains information for ordering replace- 
ment parts. Table 6-1 lists parts in alphameric order of their 
reference designators and indicates the description, -hp- 
Part Number of each part, together with any applicable 
notes, and provides the following: 

a. Total quantity used in the instrument (Qty column). 
The total quantity of a part is given the first time the part 
number appears. 

b. Description of the part. (See list of abbreviations 
below.) 

c. Typical manufacturer of the part in a five-digit code. 
(See Appendix A for list of manufacturers.) 

d. Manufacturers part number. 

6-3. Miscellaneous parts are listed at the end of Table 6-1. 



6-4. ORDERING INFORMATION. 

6-5. To obtain replacement parts, address order or inquiry 
to your local Hewlett-Packard Field Office. (See Appendix 
B for list of office locations.) Identify parts by their 
Hewlett-Packard part numbers. Include instrument model 
and serial numbers. 

6-6. NON-LISTED PARTS. 

6-7. To obtain a part that is not listed, include: 

a. Instrument model number. 

b. Instrument serial number. 

c. Description of the part. 

d. Function and location of the part. 

6-8. PROPRIETARY PARTS. 

6-9. Items marked by a dagger (f) in the reference 
designator column are available only for repair and service 
of Hewlett-Packard instruments. 



ABBREVIATIONS 



Ag 




Hz 




NPO 


A( 


aluminum 








A 


ampere(s) 


ID 




ns . 


Au 




impg 




nsr . 






incd 






c 


capacitor 


ins 




n . 


cer 


ceramic 






obd 


coef 


coefficient 


kfj 


kilohm(s) = 10''^3ohms 


OD 


com 


common 


kHz 


kilohertz = 10'*‘3 hertz 




comp 


composition 






P . . 


conn 


connection 


L 


inductor 


pA . 






lin 




pc . 


dep 




log 


. logarithniric taper 


pF . 


DPDT 


double-pole double-throw 






piv . 


DPST 


double-pole single-throw 


mA 


. . . milliampere(s) » 10'^ amperes 


p/o 






MHz 


megahertz ® lO'*’® hertz 


pos 


elect 


electrolytic 


Mf2 


megohm(s) - 10+® ohms 


poly 


encap 


encapsulated 


met fim . . . 




pot 






mfr 


manufacturer 


p-p 


F 


farad(s) 


ms 




ppm 


FET 


field effect transistor 


mtg 




prec 


fxd 


fixed 


mV 


miMivolt(s) = 10'^ volts 








MF 


microfarad(s) 




GaAs 


gallium arsenide 





microsecond(s) 


R . . 


GHz 


gigahertz = hertz 


ffV 


microvolt(s) = lO"® volts 


Rh . 


9d 




my 


Mylar0 


rms. 


Ge 








rot . 


gnd 




nA 


. . . nanoampere(s) * 10'^ amperes 








NC 


normally closed 


Se . 


H 


henry(ies) 


Ne 




sect 


Hg 




NO 


normally open 


Si . 



negative positive zero 

(zero temperature coefficient) 

nanosecond(s) * 10*^ seconds 

not separately replaceable 

ohm(s) 

order by description 

outside diameter 

peak 

picoampere(s) 

printed circuit 

picofarad(s) 10*^^ farads 

peak inverse voltage 

part of 

position (s) 

polystyrene 

potentiometer 

peak-tO'peak 

parts per million 

. . .precision (temperature coeffient, 
long term stability and/or tolerance) 

resistor 

rhodium 

root -mean-square 

rotary 

selenium 

section(s) 

silicon 



DECIMAL MULTIPLIERS 



si slide 

SPOT single-pole double-throw 

SPST single-pole single-throw 

Ta tantalum 

TC temperature coefficient 

Ti02 titanium dioxide 

tog toggle 

tol tolerance 

trim trimmer 

TSTR transistor 

V volt(s) 

vacw alternating current working voltage 

var variable 

vdcw direct current working voltage 

W watt(s) 

w/ with 

wiv working inverse voltage 

w/o without 

ww wirewound 



optimum value selected at factory, 

average value shown (part may be omitted) 

no standard type number assigned 

selected or special type 

Dupont de Nemours 



A . 
B . 
BT 
C . 
CR 
DL 
DS 
E . 
F . 



Prefix 


Symbols 


Multiplier 


Prefix 


Symbols 


Multiplier 


tera 


T 


10’2 


centi 


c 


10-2 


giga 


G 


109 


mini 


m 


10-3 


mega 


M or Meg 


106 


micro 




10® 


kilo 


K or k 


10^ 


nano 


n 


10'^ 


hecto 


h 


102 


pico 


P 


10-12 


deka 


da 


10 


femto 


f 


10-15 


dec! 


d 


10-1 


atto 


a 


10‘1® 



DESIGNATORS 



assembly FL filter 

motor HR heater 

battery 1C integrated circuit 

capacitor J jack 

diode K relay 

delay line L inductor 

lamp M meter 

misc electronic part MP mechanical part 

fuse P plug 



Q transistor TS . 

QCR transistor-diode U . . 

R resistor V . . 

RT thermistor W . 

S switch X . . 

T transformer XDS 

TB terminal board XF 

TC therowcouple Y . . 

TP test point Z . . 



STD-B-2734 

terminal strip 

microcircuit 

vacuum tube, neon bulb.photocell, etc. 

cable 

socket 

lampholder 

fuseholder 

crystal 

network 
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Table 6-1. Replaceable Parts 



Reference 

Designation 


HP Part Number 


Qty 




Description 


Mfr 

Code 


Mfr Part Number 


tAl 


03403-60001 


1 


AC CONVERTER ASSY 


28480 


03403-60001 


t*l 


03403-69501 


1 


REBUILT AC OONVERTERilncludes A28iA3 PC Assembliesi 


284 80 


03403-69501 


AlJl 


1250-0047 


1 


C0NNECT0R:RF BULKHEAD JACK 


95712 


12682-1 


AlMPl 


0340 3-22004 


1 


BOXtCONVERTER 


28480 


03403-22004 


A1MP2 


03403-22003 


1 


LIOtCONVERTER BOX 


28480 


03403-22003 


A1MP3 


03403-00603 


1 


SHIELOjATTENUATOR 


28480 


03403-00603 


A1MP4 


03403-09101 


1 


SPRINGILEAF 


28480 


03403-09101 


A1MP5 


0340-0740 


1 


INSULATOR 


13103 


OBD« 


A1NP6 


0905-0429 


1 


SEAL:*0" RING 0.364" ID 


83259 


2-012N219-7 


A1HP7 


0905-0435 


1 


SEALS"0" RING 1.487" 10 


83259 


2- 128N219-7 


AIMPS 


0905-0431 


1 


SEALt"0" RING 5.987" 10 


83259 


2-163N219-7 


A1S6 


3102-0006 


1 

2 


switch: SENSITIVE SPOT PIN PLUNGER 


91929 


22SM261 


tA2 


03403-66530 




ASSY:ANPLIFIER 


2 8480 


03403-66530 


A2C1 


0121-0168 


2 


C:VAR TEFLON 0.25-1.50 PF 600VDCW 


28480 


0121-0168 


A2C2 


0160-3841 


1 


C:FX0 PORC 3.9+/-0.25 PF lOOOHVAC 


95275 


VY13C3R9C 


A2C3 


0160-3842 


1 


CsFXO PORC 3.3+/-0.25 PF lOOOHVAC 


95275 


VY10CA3R3CA 


A2C4 


0160-3662 


1 


C:FXO POLY 0.056 UF 10* 600V0CH 


284 80 


0160-3662 


A2C5 


0160-3846 


1 


C:FXD HICA 39+/-0.5 PF lOOVOCH 


00853 


R0M10E3900IS 


A2C6 


0160-3845 


1 


C:FXD MICA 22+/-0.5 PF lOOVOCH 


00853 


ROM10E22OO1S 


A2C7 


0121-0451 


1 


C:VAR TRIMMER 1.7-11.0 PF 250VDC 


74970 


187-0160-005 


A2C8 


01 60-3 844 


1 


C:FX0 MICA 170 PF IX lOOVOCH 


00853 


RDH15E171FIS 


A2C9* 


0160-0196 




C:FXO MICA 24 PF 300 V 


28480 


0160-0196 


A2C10 


0121-0114 


1 


CtVAR CER 7-25 PF 


28480 


0121-0114 


A2C11 


0160-3843 


1 


C:FXO MICA 560 PF IX lOOVOCH 


00853 


R0M15E561FIS 


A2C12 


0160-3840 


1 


C:FXO MICA 7800 PF- IX lOOVDCH 


00853 


RDM19E782FIS 


A2C13 


0160-3851 


1 


C:FXO POLY 0.085 UF l.OX 50V0CH 


28480 


0160-3851 


A2C14 


0121-0168 




C:VAR TEFLON 0.25-1.50 PF 600VOCH 


28480 


0121-0168 


A2C15 


0160-3501 


1 


C:FXO POLY 4 UF lOX 50V0CH 


84411 


HEH 138 


A2C16 


0160-3686 


1 


C:FX0 poly 0.27 UF lOX 50V0CH 


28480 


0160-3686 


A2C17 


0180-1835 


2 


C:FXD TA 68 UF 20X 15V0CH 


56289 


1 500686X0015R2-OYS 


A2C18 


0180-1835 




C:FX0 TA 68 UF 20X 15V0CH 


562 89 


1500686X0015RZ-0YS 


A2C19 


0160-3830 


1 


C:FXO POLY 5.0 UF lOX 50V0CH 


28480 


0160-3830 


A2C20 


0160-3829 


2 


C:FX0 poly 0.47 UF lOX 50VDCH 


28480 


0160-3829 


A2C21 


0160-3787 


1 


C:FX0 poly 1.0 UF lOX 50V0cH 


28480 


0160-3787 


A2C22 


0160-0300 


1 


C:FX0 NY 0.0027 UF 200V0CH 


56289 


192P27292-PTS 


A2C23 


0140-0198 


1 


C:FXO HICA 200 PF 5X 


72136 


R0M15F201J3C 


A2C24 


0150-0084 


1 


C:FXD CER 0.1 UF -»80-20X lOOVOCH 


72982 


8131-100-651-1042 


A2C25 


01 50-0050 


6 


C:FXO CER 1000 PF -»80-20X lOOOVDCH 


562 89 


C067B 102E 1022S26-C0H 


A2C26* 


0150-0046 


1 


C:FXD TI OIOX 0.68 PF 5X 500VDCW 


78488 


TYPE GA 


A A2CR1 


0960-0173 




MATCHED TO A2IC1 AND A2R4 


28480 


0960-0173 


A2CR2 


1902-3002 


1 


DIODE BREAKDOWN; 2.37V 5% 


28480 


1902-3002 


A2CR3 


1901-0053 


14 


DIODE;SILICON 30VDCW 


07263 


FD3444 


A2CR4 


1901-0053 




DIOOEtSILICON 30VDCH 


07263 


F03444 


A2CR5 


1901-0053 




OIOOE:SILICON 30V0CH 


07263 


F03444 


A2CR6 


1902-3226 


1 


OIOOE BREAK00HN:18.2V 2X 


284 80 


1902-3226 


A2CR7 


1901-0053 




OIOOE:SILICON 30V0CH 


07263 


FD3444 


At A2IC1 


0960-0173 


1 


1C; HYBRID AMPLIFIER (Includes A2CR1 & A2R4) 


28480 


0960-0173 


A2IC2 


1820-0203 


2 


IC: OPE RATIONAL AMPLIFIER 


07263 


SL8940 


A2IC3 


18 20-0203 




IC:0PERATI0NAL AMPLIFIER 


07263 


SL8940 


t A2IC4 


1826-0052 


1 


IC:LINEAR HYBRID AMP 


28480 


1826-0052 


A2K1 


0490-0969 


1 


RELAY:REE0 


28480 


0490-0969 


A2K3 


0490-0978 


2 


RELAYSREED 


28480 


0490-0978 


A2K4 


0490-0978 




RELAYSREED 


28480 


0490-0978 


A2K5 


0490-0968 


5 


RELAYSREEO 


28480 


0490-0968 


A2K6 


0490-0968 




RELAYSREED 


28480 


0490-0968 


A2K7 


0490-0968 




RELAYSREEO 


28480 


0490-0968 


A2HP1 


0340-0060 


2 


FEEOTHRUSINSULATED MCUNTING 


28480 


0340-0060 


A2MP2 


0340-0128 


1 


TERMINAL; STANDOFF 


28480 


0340-0128 


A2MP3 


1200-0423 


1 


SOCKET: IC BLK 16 CONTACT 


23880 


CSA2900-168 


A2NP4 


1200-0508 




SOCKET: IC BLK 14 CONTACT 


02194 


KN-143-53H 


A2MP5 


1200-0432 


14 


SOCKET-CONTACT-DIP 


2Y264 


1938-4 


A201 


1855-0368 


12 


TSTRsFET SI NPN N-CHANNEL 


28480 


1855-0368 


A202 


1855-0082 


1 


TSTR:SI FET P-CHANNEL 


28480 


1855-0082 


A203 


1855-0368 




TSTRsFET SI NPN N-CHANNEL 


28480 


1855-0368 


A2Q4 


1854-0071 




TSTRsSI NPNISELECTEO FROM 2N3704) 


28480 


1854-0071 


A205 


1853-0020 




TSTRsSI PNPISELECTED FROM 2N3702) 


28480 


1853-0020 


A2Q6 


1853-0020 




TSTR:SI PNPISELECTED FROM 2N3702) 


28480 


1853-0020 


A207 


1854-0071 




TSTRsSI NPNISELECTEO FROM 2N3704) 


28480 


1854-0071 


A2R1 


0757-0280 




R:FX0 met FLM IK OHM IX 1/8H 


28480 


0757-0280 


A2R2 


0757-0280 




R:FX0 met FLM IK OHM IX 1/8H 


28480 


0757-0280 


A2R3 


0698-7950 




RESISTOR SET 


28480 


0698-7950 


A A2R4 


0960-0173 




MATCHED TO A2IC1 AND A2CR1 


28480 


0960-0173 


A2R5 


2100-1984 


■ 


R;VAR FLM 100 OHM 10% LIN 1/2W 


28480 


2100-1984 
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Table 6-1. Replaceable Pa rts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


■ 


0698-7521 


1 


R:FX0 FLM 5.11 OHM 5X 1/4W 


28480 


0698-7521 




2100-1985 


1 


R:VAR cermet 20 OHM 20X LIN 1/2W 


28480 


2100-1985 




0698-7985 


1 


R:FX0 FLM 2 OHM 5X 1/4W 


28480 


0698-7985 




2100-1986 


1 


RSVAR CERMET 1000 OHM lOX LIN 1/2W 


28480 


2100-1986 


A2R10 


1810-0056 


1 


R:NETW0RK 6 t4l>50KI2)3 5K OHM 


28480 


1810-0056 


A2R11 


2100-2497 


3 


R:VAR FLM 2000 OHM lOX LIN 1/2W 


28480 


2100-2497 


A2R12 


0684-1001 


7 


RsFXO COMP 10 OHM lOX 1/4W 


01121 


CB 1001 


A2R13 


1810-0060 


1 


RSNETWORK 412) ^IKI l)<c5Kll)-620 OHM 


28480 


1810-0060 


A2R14 


0684-1001 




R:FX0 comp 10 OHM lOX 1/4N 


01121 


CB 1001 


A2R15 


0684-1031 


47 


RsFXO COMP lOK OHM lOX 1/4W 


01121 


CB 1031 


A2R16 


0684-2241 


1 


R:FX0 comp 220K OHM lOX 1/4W 


01121 


CB 2241 


A2R17 


1810-0057 


1 


RiNETWORK 4121-2. 6( D-261 D-24K OHM 


28480 


1810-0057 


A2R18 


2100-1738 


6 


R:VAR FLM lOK OHM lOX LIN 1/2W 


28480 


2100-1738 


A2R19 


18 10-0053 


1 


RiPACK 5-36/30/47/130/200K OHM 5X 


28480 


1810-0053 


A2R20 


0698-3572 


1 


R:FXD FLM 60.4K OHM IX 1/8W 


28480 


0698-3572 


A2R21 


0757-0466 


1 


RsFXO NET FLM IlOK OHM IX 1/8W 


28480 


0757-0466 


A2R22 


0811-2960 


2 


RtFXO WU 650K OHM l.OX 1/5W 


28480 


0811-2960 


A2R23 


0811-2960 




RsFXD HH 650K OHM l.OX 1/5W 


28480 


0811-2960 


A2R24 


0698-7653 


1 


R:FX0 FLM 25.5K OHM l.OX 1/8W 


28480 


0698-7653 


A2R25 


0757-0446 


1 


R:FXO MET FLM 15. OK OHM IX 1/8W 


28480 


0757-0446 


A2R26 


0698-4202 


1 


RiFXO FLM 8.87K OHM IX 1/8W 


28480 


0698-4202 


A2R27 


2100-1738 




RsVAR FLM lOK OHM lOX LIN 1/2W 


28480 


2100-1738 


A2R28 


1810-0059 


1 


R 3 NETWORK 4-2K/500/1K/4K OHM 


28480 


1810-0059 


A2R29 


0757-0346 


3 


R:FXO MET FLM 10 OHM IX 1/8W 


28480 


0757-0346 


A2R30 


0684-1031 




R:FX0 comp lOK OHM lOX 1/4W 


01121 


CB 1031 


A2R31 


0757-0442 




R:FXO NET FLM lO.OK OHM IX 1/8W 


28480 


0757-0442 


A2R32 


2100-1738 




R:VAR FLM lOK OHM lOX LIN 1/2W 


28480 


2100-1738 


A2R33 


0757-0346 




R:FX0 met FLM 10 OHM IX 1/8H 


28480 


0757-0346 


A2R34 


0698-3433 




R:FX0 met FLM 28.7 OHM IX 1/8W 


28480 


0698-3433 


A2R41 


0757-0420 




RiFXO NET FLM 750 OHM IX 1/8N 


28480 


0757-0420 


A2R42 


0684-1041 




RiFXO COMP LOOK OHM lOX 1/4W 


01121 


CB 1041 


A2R71 


2100-1788 


1 


RtVAR FLM 500 OHM lOX LIN 1/2W 


04568 


62-205-1 


tA2TCl 


0853-0014 


1 


THERMOCOUPLE 


28480 


0853-0014 


A3 


03403-66540 


1 


ASSY:FILTER 


28480 


03403-66540 


A3C1 


0180-0116 


1 


C:FXO ELECT 6.8 UF lOX 35V0CW 


56289 


150D685X9035B2-DYS 


A3C2 


0180-1794 


1 


CtFXO ELECT 22 UF lOX 35VDCW 


56289 


1500226X9035R2-DYS 


A3C3 


0160-3563 


2 


CjFXO poly 10 UF 5X 500VDCW 


84411 


HEM 138 


A3C4 


0160-3402 


2 


C:FXO POLY 1.0 UF 5X 50VDCM 


84411 


HEW 138 


A3C5 


0150-0093 


1 


C:FX0 CER 0.01 UF +80-20X lOOVDCH 


72982 


801-K800011 


A3C6 


0160-3563 




C:FXD poly 10 UF 5X 500V DCW 


84411 


HEW 138 


A3C7 


0160-3402 




C:FXD POLY 1.0 UF 5X 50VDCW 


84411 


HEW 138 


A3CR1 


1901-0040 


41 


OIOOEiSILICON -05A 30WV 


07263 


FDG1088 


A3CR2 


1901-0045 


1 


OIOOEsSILICON 0.75A lOOPIV 


04713 


SR1358-7 


A3CR3 


1901-0053 




OIOOE:SILICON 30VDCW 


07263 


FD3444 


A3CR4 


1901-0053 




OIOOE:SILICON 30VDCW 


07263 


FD3444 


A3CRS 


1901-0053 




OIOOEiSILICON 30VDCW 


07263 


FD3444 


A3CR6 


1901-0053 




OIODEsSILICON 30VDCW 


07263 


FD3444 


A3CR7 


1901-0053 




OIOOEiSILICON 30V0CW 


07263 


FD3444 


A3CR8 


1901-0053 




OIOOEiSILICON 30V0CW 


07263 


F03444 


A3CR9 


1901-0053 




OIOOEiSILICON 30VDCW 


07263 


F03444 


A3CR10 


1901-0053 




OIOOEiSILICON 30VDCW 


07263 


F03444 


A3CR11 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR12 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


FDC1088 


A3CR13 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR14 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


FDG1088 


A3CR15 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR16 


1901-0040 




OIOOEiSILICON -05A 30WV 


07263 


F0G1088 


A3CR17 


1901-0040 




0 1 OOE i S I L 1C ON .05A 30H V 


07263 


FDG1088 


A3CR18 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR19 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR20 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


FDG1088 


A3CR21 


1901-0040 




OIOOEiSILICON .05A 30NV 


07263 


F0G1088 


A3CR22 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR23 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR24 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


FDG1088 


A3CR25 


1901-0040 




OIOOEiSILICON .05A 30NV 


07263 


F0G1088 


A3CR26 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR27 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR28 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


FDG1088 


A3CR29 


1901-0040 




OIOOEiSILICON .05A 30WV 


07263 


F0G1088 


A3CR30 


1901-0040 




OIOOEiSILICON .05A 30NV 


07263 


F0G1088 


A3IC1 


1826-0018 


1 


ICiLlNEAR OPERATIONAL AMPLIFIER 


28480 


1826-0018 


A3J10 


1251-1626 


1 


CONNECTORiPC 12 X 12) 24 CONTACT 


71785 


252-12-30-300 



See introduction to this section for ordering information 
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Table 6-1. Replaceable Pa rts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A3K8 


0490-0968 




RELAY:REE0 


28480 


0490-0968 


A3K9 


0490-0968 




RELAV:REED 


28480 


0490-0968 


A301 


1853-0020 




TSTR:SI PNP( SELECTED FROM 2N3702I 


28480 


1853-0020 


A302 


1853-0020 




TSTR:SI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A303 


1854-0071 




TSTR:SI NPNtSELECTEO FROM 2N3704I 


28480 


1854-0071 


A3Q4 


1855-0368 




TSTRiFET SI NPN N-CHANNEL 


28480 


1855-0368 


A305 


1855-0368 




rSTRsFET SI NPN N-CHANNEL 


28480 


1855-0368 


A306 


1855-0368 




TSTR:FET Sr NPN N-CHANNEL 


28480 


1855-0368 


A3 07 


1855-0368 




TSTR:FET si NPN N-CHANNEL 


28480 


1855-0368 


A308 


1855-0368 




TSTRSFET SI NPN N-CHANNEL 


28480 


1855-0368 


A309 


1855-0368 




TSTRtFET SI NPN N-CHANNEL 


28480 


1855-0368 


A3010 


1855-0368 




TSTRiFET SI NPN N-CHANNEL 


28480 


1855-0368 


A3011 


1855-0368 




TSTRlFET SI NPN N-CHANNEL 


28480 


1855-0368 


A3012 


1853-0020 




TSTRlSI PNPtSELECTEO FROM 2N3702) 


284B0 


1853-0020 


A3013 


1853-0020 




TSTRsSI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3014 


1853-0020 




TSTRSSI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3015 


1853-0020 




TSTRlSI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3016 


1853-0020 




TSTRsSI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3017 


1853-0020 




TSTRSSI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3018 


1853-0020 




TSTRtSI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3019 


1853-0020 




TSTR:SI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3020 


1853-0020 




TSTR:SI PNPtSELECTEO FROM 2N3702) 


28480 


1853-0020 


A3R1 


1810-0054 


1 


RlPACK 4<= 5/lO/lO/lOK OHM lOX 


28480 


1810-0054 


A3R2 


0698-4195 


1 


RsFXO MET FLM 1.02K OHM IX 1/8H 


284 80 


0698-4195 


A3R3 


2100-3154 


3 


R:VAR CERMET 1000 OHM lOX TYPE P 3/4W 


28480 


2100-3154 


A3R4 


1810-0058 


1 


R:NETH0RK 5 t2l«15l2)>47t 1 )>4.7K OHM 


28480 


1810-0058 




1810-0079 


1 


R: NETWORK 


28480 


1810-0079 




0684-1011 


2 


RSFXO COMP 100 OHM lOX 1/4W 


01121 


CB 1011 




0684-1011 




RSFXO COMP 100 OHM lOX 1/4W 


01121 


CB 1011 


A3R8 


2100-1738 




RSVAR FLM lOK OHM lOX LIN 1/2W 


28480 


2100-1738 


A3R9 


0757-0442 




RSFXO MET FLM 10. OK OHM IX 1/8H 


28480 


0757-0442 


A3R10 


2100-3056 


6 


RSVAR CERMET 5K OHM lOX TYPE P 3/4W 


28480 


2100-3056 


A3R11 


2100-3056 




RSVAR CERMET 5K OHM lOX TYPE P 3/4W 


28480 


2100-3056 


A3R12 


2100-3056 




RSVAR CERMET 5K OHM lOX TYPE P 3/4W 


28480 


2100-3056 


A3R13 


2100-3056 




RSVAR CERMET 5K OHM lOX TYPE P 3MW 


28480 


2100-3056 


A3R14 


2100-3056 




RSVAR CERMET SK OHM lOX TYPE P 3/4H 


28480 


2100-3056 


A3R15 


2100-3056 




RSVAR CERMET 5K OHM lOX TYPE P 3/4W 


28480 


2100-3056 


A3R16 


1810-0062 


1 


RSNETWORK 4=355/342/159/671 OHM l.OX 


28480 


1810-0062 


A3R17 


0684-1031 




RsFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R18 


0684-1031 




RsFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R19 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R20 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R21 


0684-1031 




RsFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R22 


0684-1031 




RsFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R23 


0684-1031 




RsFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R24 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R2S 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R26 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R27 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R28 


0684-1031 




RsFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R29 


0684-1031 




RsFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R30 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R31 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R32 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R33 


0684-1031 




RSFX3 COMP lOK OHM lOX 1/4H 


01121 


CB 1031 


A3R34 


0684-1031 




RSFXO COMP lOK OHM lOX 1/4W 


01121 


CB 1031 


A3R3S 


0684-2231 


8 


RSFXO COMP 22K OHM lOX 1/4W 


01121 


CB 2231 


A3R36 


0684-2231 




RSFXO COMP 22K OHM lOX 1/4H 


01121 


CB 2231 


A3R37 


0684-2231 




RsFXO COMP 22K OHM lOX 1/4H 


01121 


CB 2231 


A3R38 


0684-2231 




RSFXO COMP 22K OHM lOX 1/4H 


01121 


CB 2231 


A3R39 


0684-2231 




RSFXO COMP 22K OHM lOX 1/4W 


01121 


CB 2231 


A3R40 


0684-2231 




RsFXO COMP 22K OHM lOX 1/4H 


01121 


CB 2231 


A3R41 


0684-2231 




RsFXO COMP 22K OHM lOX 1/4H 


01121 


CB 2231 


A3R42 


0684-4731 


6 


RSFXO COMP 47K OHM lOX 1/4H 


01121 


CB 4731 


A3R43 


0757-0384 


1 


RSFXO FLM 20 OHM IX 1/8W 


28480 


0757-0384 


A3W1 


8120-2490 




CABLE ASSY 


28480 


8120-2490 


A3W2 


8120-2490 




CABLE ASSY 


28480 


8120-2490 


A4 


03403-66517 


Wm 


ASSYs MASTER 


28480 


03403-6651? 


A4IC1 


1820-0307 




ICsOTL HEX INVERTER 


04713 


MC836P 


A4IC2 


1820-0511 


3 


IC:DGTL GATE 


01295 


SN7408N 


A4IC3 


1820-0307 




ICSOTL HEX INVERTER 


04713 


MC836P 


A4IC4 


1820-0094 


10 


ICSOTL OUAO 2-INPUT GATE 


04713 


SC6903PK 
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Table 6-1. Replaceable Parts(Cont‘d) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


M1C9 


1820-0086 




ICtOTL DUAL A-INPUT GATE (EXPANDABLE) 


04713 


SC6900PK 


MIC9 


1820-0310 




IC’.DTL TRIPLE 3-INPUT NANO GATE 


04713 


SC6910PK 


MICT 


.1820-0511 




IC:DTL GATE 


01295 


SN7408N 


A4ICS 


18 20-009 A 




ICiDTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


MIC9 


1820-0307 




ICrOTL HEX INVERTER 


04713 


MC836P 


A4IC10 


1820-0668 




1C: TTL HEX BUFFER/DRIVER 


28480 


1820-0668 




12S1-2825 




CQNNECTOR:50 PIN 


28480 


1251-2825 




1251-2026 


2 


CONNECTOR:PC 36 CONTACT 


71785 


252-18-30-300 




1251-203A 


3 


CONNECTOR:PC EDGE (2 X 10) 20 CONTACT 


71785 


252-10-30-300 




1251-2 02 6 




CQNNECT0R:PC 36 CONTACT 


71785 


252-18-30-300 




1251-203A 




C0NNECT0R:PC EDGE (2 X 10) 20 CONTACT 


71785 


252-10-30-300 


MNPl 


1200- OA7A 


11 


SOCKET: IC lA-PIN 


28480 


1200-0474 


•tJA 


1200-0A2A 




SOCKET :IC BLK lA CONTACT 


238 80 


CSA2900-14B 


MJB 


1200-0A2A 




SOCKET: IC BLK lA CONTACT 


23880 


CSA2900-14B 


A4Q1 THRU 5 


1853-0086 


5 


TSTR: SI PNP 2N5087 


28480 


1853-0086 


A4R1 


068A-1001 




R:FXO COMP 10 OHM 10* 1/AM 


01121 


C8 1001 


AAR2 


068A-1001 




R:FXD comp 10 OHM 10* 1/AM 


01121 


CB 1001 


AAR 3 


1810-0162 


t 


R:FX0 PACKAGE 4.7 K OHM 2% 


28480 


1810-0162 


A4R17 


0683-1215 


5 


R:FXD 120OHM 5% 


01607 


C81215 


A4R18 


0698-4412 


4 


R:FXD 1430HM 1% 


03292 


C4-1/8-T0-143R-F 


A4R 19-22 


0683-1215 




R:FXD 1200HM 5% 


01607 


CB1215 


A4R23-25 


0698-4412 




R:FXD 1430HM 1% 


03292 


C4-1/B-T0-143R-F 


A4S1 


3101-0982 


1 


SWITCH :SLIDE SPST 0.5 A 125V 


79727 


GF 124-0007 


AAAI 


03A03-66513 


1 


ASSY: SWITCH 


28480 


03403-66513 


AAA IMP 1 


3130-0392 


3 


SHAFT AND INDEX ASSY:30 DEGREE INDEX 


28480 


3130-0392 


AAA1NP2 


03A0 3-OA310 


1 


SWITCH PLATEtMDUNTING 


28480 


03403-04310 


AAA1NP3 


0380-0990 


6 


SPACER: 0.375" LG 


00000 


OBO 


AAAINPA 


0380-0991 


6 


SPACERrO. 125" LG 


00000 


OBD 


AAA1R3 


2100-3282 


1 


R:VAR 25K OHM 


28480 


2100-3282 


AAAISI 


3130-0395 


1 


SWITCH:WAFER 


28480 


3130-0395 


AAA1S2 


3130-039A 


1 


SWITCH: WAFER 


28480 


3130-0394 


AAAI S3 


3130-0393 


1 


switch:wafer 


28480 


3130-0393 


AAAIWI 


8120-1 71 8 




CABLE »SSY 


28480 


8120-1718 


AAA1H2 


8120-1718 




CABLE ASSY 


28480 


3120-1718 


A4A1R2 


2100-3083 




R:VAR 500 OHM 


28480 


2100-3083 




3130-1327 


3 


MOVABLE STOP 


28480 


3130-1327 


AS 


03A03-66 5S1 


1 


ASSY:RFCTIFIER 


28480 


03403-66551 


A5C9 


0180-2A28 


1 


C:FXn AL ELECT 250 UF +75-10* 25VDCW 


562 89 


5000257G025EF7 


ASCI 3 


0180-2187 


1 


C:FX0 ELECT 2500 UF +75-10* 15V0CW 


56289 


39D258G015GP4-0SB 


ASCRl 


1901-0638 


1 


niDDE ASSY;SI FULL WAVE BRIDGE 


28480 


1901-0638 


ASCR2 


1901-0363 


3 


DIODE ASSY-.SI IJO PIV PER CELL 


28480 


1901-0363 


ASCR3 


1901-0363 




DIODE ASSYtSI 100 PIV PER CELL 


2 8480 


1901-0363 


ASCRA 


1901-0363 




DIODE ASSY;SI IOO PIV PER CELL 


28480 


1901-0363 


ASNPl 


1A60-1269 


1 


SPRING:COMPRESStON. GROUND 


00000 


080 


A5MP2 


1600-0365 


2 


HEAT SINK 


28480 


1600-0365 


AS 01 


185A-0A02 


2 


TSTR:SI NPN 


28480 


1854-0402 


AS02 


185A-0A02 




TSTR: SI NPN 


28480 


1854-0402 


ASOA 


185A-0072 


1 


TSTR:SI NPN 2N3054 


28480 


1854-0072 


A6 


03A03-A6561 


1 


ASSY: REGULATOR 


28480 


03403-66561 


A6C1 


0180-2506 


2 


C:FXO AL ELECT A70 UF +50-10* AOVDCH 


73445 


ET471X025A01 


AAC2 


0180-004 9 


A 


C:FXO ELECT 20 UF +75-10* 50VOCW 


56289 


3002066050CC2-OSP 


A6C3 


0160-0990 


2 


C:FX0 mica 100 PF 2* 300V0CH 


00853 


RDM15F101G3S 


A6CS 


0180-2506 




C:FXD AL ELECT a70 UF +50-10* AOVDCW 


73445 


ET471X025A01 


AAC6 


0100-0 0A9 




C:FXO ELECT 20 UF +75-10* 50V0CW 


56289 


30O2O6G0SOCC2-DSN 


A AC 7 


01 60-0990 




C:FXO MICA 100 PF 2* 300V0CU 


00853 


RCMU5F101C3S 


AACIO 


0180-0OA9 




C:FXO ELECT 20 UF +75-10* 50VOCW 


56289 


30020 6GOSOCC2-OSM 


A6C11 


0160-0362 


2 


C:FX0 mica 510PF 5* 


28480 


0160-0362 


AAC12 


0180-0228 


5 


C:FX0 elect 22 UF 10* 15V0CW 


56289 


1500226X9015B2-DYS 


A6C1A 


01 80-0049 




C:FXD ELECT 20 UF +75-10* 50V0CW 


56289 


300206G050CC2-OSN 


AACIS 


0160-0362 




C:FXD mica 510PF 5* 


28480 


0160-0362 


AAC17 


0180-0229 


1 


C:FX0 elect 33 UF 10* lOVCCW 


28480 


0180-0229 


AACRl 


1901-00A0 




DIODE:SILICON .05A 30WV 


07263 


F0G1088 


AACR2 


1901-00A0 




DIODE:SILICON .05A 30WV 


07263 


F0G1088 


AACR3 


1901-00A0 




DIODE ;SILICON .05A 30WV 


07263 


FDG1088 
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Model 3403C 



Table 6-1. Replaceable Parts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A6CRA 


1901-00A0 




OlOOEsSILICON 30WV 


07263 


FD61088 


A6CR7 


1902-3074 


1 


DIODE BREAK00WN:4.32V 2* 


28480 


1902-3074 


A6CR8 


1901-0522 


1 


DI0DE:SI lOOV PIV 


28480 


1901-0522 


A61C1 


1820-0196 


4 


IC:LINEAR voltage REGULATORC INPUT) 


28480 


1820-0196 


A6IC2 


1820-0196 




ic:linear voltage REGULATORUNPUT ) 


28480 


1820-0196 


A6IC3 


1620-0196 




ICsLINEAR VOLTAGE REGULATORUNPUT) 


28480 


1820-0196 


A6ICA 


1820-0196 




ICSLINEAR VOLTAGE REGULATORUNPUT) 


28480 


1820-0196 


A6J12 


1251-2034 




CONNECTORtPC EDGE (2 X 10) 20 CONTACT 


71785 


252-10-30-300 


A6NP1 


1205-0011 


1 


HEAT DISSIPAT0R:F0R TO-5 AND TO-9 CASES 


98978 


TXBF- 032-0258 


A603 


1854-0039 


1 


TSTRsSl NPN 


80131 


2N3053 


A60S 


1853-0020 




TSTR:S1 PNPfSELECTED FROM 2N3702) 


28460 


1853- 0020 


A6R1 


0813-0029 


2 


RSFXO HW 1 QHH 3S 3H 


28480 


0813-0029 


A6R2 


0757-0431 


2 


R:FX0 MET FLM 2.43K OHM IX 1/8W 


28480 


0757-0431 


A6R3 


0698-3496 


2 


R:FX0 FLM 3.57K OHM IX 1/8U 


28480 


0698-3496 


A6R4 


2100-2633 


4 


R:VAR cermet IK OHM lOX LIN 1/2H 


28480 


2100-2633 


A6R5 


0698-3382 


2 


R:FX0 MET FLM 5.49K OHM IX 1/8H 


284 80 


0698-3382 


A6R& 


0813-0029 




RSFXO WH 1 OHM 3X 3M 


28480 


0813-0029 


A6R7 


0757-0431 




R:FXD met FLM 2.43K OHM IX 1/8M 


28480 


0757-0431 


AAR8 


0698-3496 




RiFXO FLM 3.57K OHM IX 1/8H 


28480 


0698-3496 


A6R9 


2100-2633 




RiVAR CERMET IK OHM lOt LIN 1/2W 


28480 


2100-2633 


A6R10 


0698-3382 




R;FX0 met FLM 5.49K OHM IX 1/8W 


28460 


0698-3382 


A6R11 


0683-0335 


1 


R:FX0 comp 3.3 OHM 5X 1/4H 


01121 


CB 0335 


A6R12 


0757-0283 


3 


R:FXD MET FLM 2.00K OHM IX 1/8W 


28480 


0757-0283 


A6R13 


0698-4434 


1 


R:FXD FLM 2.32K OHM IX 1/8H 


28480 


0698-4434 


A6R1A 


2100-2633 




R:VAR cermet IK OHM lOX LIN 1/2M 


28480 


2100-2633 


A6R15 


0698-3484 


1 


R;FX0 FLM 6650 OHM IX 1/8H 


284 80 


0698-3484 


A6R16 


0698-5101 


1 


R:FXO COMP 33 OHM lOX 1/4H 


01121 


C8 3301 


A6R17 


0684-3311 


1 


R;FXD comp 330 OHM lOX 1/4H 


01121 


C8 3311 


A6R18 


0684-1021 


3 


R:FXD comp 1000 OHM lOX 1/4W 


01121 


CB 1021 


A6R19 


0812-0017 


1 


R:FXD WH 0.25 OHM 5X 3W 


28480 


0812-0017 


A6R20 


0698-4432 


1 


R:FX0 FLM 2. IK OHM IX 1/8W 


28480 


0698-4432 


A6R21 


0698-4435 


1 


R:FXD FLM 2.49K OHM IX 1/8H 


284 80 


0698-4435 


A6R22 


2100-2633 




R:VAR cermet IK OHM lOX LIN 1/2H 


28480 


2100-2633 


A6R23 


0698-3226 


1 


R:FXD MET FLM 6.49K OHM IX 1/8W 


28480 


0698-3226 


A6R24 


0684-4701 


3 


R:FXD comp 47 OHM lOX 1/4W 


01121 


CB 4701 


A6R25 


0684-1001 




R:FX0 comp 10 OHM lOX 1/4H 


01121 


CB 1001 


AAR26 


0684-1001 




R:FX0 comp 10 OHM lOX 1/4W 


01121 


CB 1031 


A6R27 


0684-1001 




R:FXD COMP 10 OHM lOX 1/4H 


01121 


CB 1001 


A6R2 8 


0812-0039 


1 


R:FX0 HW 2.2 OHM 3X 3W 


28480 


0312-0039 


A7 


03403-66520 


1 


ASSYICONNECTOR, STANDARD 


28480 


03403-66520 


A7CI 


0180-0228 




C;FXO ELECT 22 UF lOX 15VDCH 


562 89 


150D226X901582-DYS 


A7C2 


01 80-0228 




C:FXO ELECT 22 UF lOX 15VDCW 


562 89 


150D226X901582-OYS 


A7CRI 


1901-0040 




DIODE:SILICON .05A 30WV 


07263 


F0G1088 


A7CR2 


1901-0040 




DIODE:SILICON .05A 30WV 


07263 


F0G1088 


A7CR3 


1901-0040 




DIODE;SILICON .05A 30WV 


07263 


FDG1088 


A7CRA 


1901-0040 




DIODE:SILICON .05A 30WV 


07263 


FDG1088 


A7CR5 


1901-0040 




DIODE. SILICON .05A 30WV 


07263 


FDG1088 


A7CR6 


1901-0376 


2 


DIODE:SILICON 35V 


28480 


1901-0376 


A7CR7 


1901-0040 




DIODE:SILICON .05A 30WV 


07263 


F0G1088 


A7IC1 


1826-0043 


8 


IC:LINEAR operational AMPLIFIER 


28480 


1826-0043 


A7IC2 


1826-0043 




IC:LINEAR OPERATIONAL AMPLIFIER 


28480 


1826-C043 


A7IC3 


1826-0043 




IC:LINEAR OPERATIONAL AMPLIFIER 


28480 


1826-0043 


A7ICA 


18 20-0668 


4 


IC:TTL HEX DRIVER H/OPEN CGLLI30V) 


01295 


SN7407N 


A7IC5 


1820-0668 




IC:TTL HEX DRIVER H/OPEN COLLI 30V) 


01295 


SN7407N 


A701 


1853-0020 




TSTRiSI PNPISELECTED FROM 2N3702) 


28480 


1353-0020 


A7U2 


1853-0020 




TSTR;SI PNPISELECTED FROM 2N3702) 


28480 


1353-0020 


A703 


1855-0378 


4 


TSTR:FET SI N-CHANNEL 


23480 


1855-0378 


A70<f 


1854-0071 




TSTRrSI NPNISELECTEO FROM 2N3704) 


28480 


1354-0071 


A705 


1854-0071 




TSTRrSI NPNISELECTEO FROM 2N3704) 


28480 


1 854-0071 


A706 


1854-0071 




TSTRlSI NPNISELECTEO FROM 2N3704) 


28480 


1854-0071 


A7RI 


2100-2522 


6 


R:VAR CERMET lOK OHM lOX LIN 1/2H 


28480 


2100-2522 


A7R2 


0757-0442 




R:FXO MET FLM 10. OK OHM IX 1/8H 


284 80 


0757-0442 


A7R3 


0684-1831 


4 


R:FXO COMP 18K OHM lOX 1/4W 


01121 


CB 1831 


A7R^ 


0684-4731 




R:FXO COMP 47K OHM lOX 1/4H 


01121 


CB 4731 


A7R5 


0684-1031 




R:FX0 comp lOK OHM lOX 1/4H 


01121 


CB 1031 


A7R6 


06 84-1831 




R:FXD COMP 18K OHM lOX 1/4H 


01121 


CB 1831 


A7R7 


0684-1031 




R:FX0 comp lOK OHM lOX 1/4H 


01121 


CB 1031 


A7R8 


0757-0435 


2 


RiFXD FLM 3920 OHM IX 1/8H 


28480 


0757-0435 


A7R9 


0698-4445 


2 


R:FXO FLM 5.76K OHM IX 1/8W 


28480 


0698-4445 


A7R10 


0757-0282 


2 


R:FXO MET FLM 221 OHM IX 1/8W 


284 80 


0757-0282 


A7R11 


2100-2413 


2 


R:VAR FLM 200 OHM lOX LIN 1/2H 


28480 


2100-2413 


A7R12 


0757-0428 


2 


R:FXO MET FLM 1.62K OHM IX 1/8H 


28480 


0757-0428 


A7R13 


2100-2520 


2 


R:VAR cermet 50 OHM 20X TYPE V 1/2W 


28480 


2100-2520 



See introduction to this section for ordering information 
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Table 6-1. Replaceable Pa rts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A7R14 


0698-4411 


2 


R;PX0 FLM 140 OHH IS 1/BW 


28480 


0698-4411 


A7R15 


0684-4731 




R:FX0 COHP 47K OHH lOS 1/4H 


01121 


CB 4731 


A7R16 


0684-1031 




RsFXO COMP lOK OHM lOS 1/4H 


01121 


CB 1031 


A7R17 


0698-7394 


4 


R:FX0 FLM 698 OHM O.IS 1/8H 


28480 


0698-7394 


A7Rla 


0698-7394 




R:FX0 FLM 698 OHM O.IS 1/8U 


28480 


0698-T394 


A7R19 


0684-4731 




R:FX0 comp 4TK OHM lOS 1/4H 


01121 


CB 4731 


A7R20 


0684-1031 




RsFXD COMP lOK OHM lOS 1/4W 


01121 


CB 1031 


A7R21 


0684-1031 




R:FX0 comp lOK OHM lOS 1/4W 


01121 


CB 1031 


A7R22 


0684-1021 




R:FX0 COMP 1000 OHM lOS 1/4W 


01121 


CB 1021 


AS 


03403-61901 


1 


LINE SWITCH ASSY 


28480 


03403-61901 


A8MR1 


03403-04112 


1 


PLATE:SHIELO 


28480 


03403-04112 


ASMP2 


0340-0737 


2 


PLATE: INSULATOR 


13103 


0806 


A8NP3 


1600-0226 




PLATE :RETA1NER 


28480 


1600-0226 


ABHPA 


1400-0830 




CLAMPICABLE 0.375" H 0.625" LG 


T9963 


•139 NOOIFIEO 


A8MPS 


5040-5844 




CAH:P0WER switch 


28480 


5040-5646 


A8S7 


3101-1304 


■ 


SWITCH: SENSITIVE SPOT 5 AMP 


91929 


111 SHI-T 


A12 


03403-66592 


■ 


LOG CONVERTER BOARD ASSY 


28480 


03403-66592 


A12C1 


0150-0093 


3 


C:FXD CER 0.01 UF ♦80-20S lOGVOCW 


72982 


801-K800011 


A12C2 


0150-0093 




C:FX0 CER 0.01 UF +80-20S lOOVOCW 


72982 


801-K800011 


A12C3 


0180-0374 


2 


C:FXO TANT. 10 UF lOS 20V0CW 


56289 


1500106X9020B2-OYS 


A12CA 


0180-0374 




C:FXD TANT. 10 UF lOS 2CVDCW 


56289 


1500106X9C20B2-0YS 


A12C5 


0160-0181 


1 


C:FX0 MICA 30PF 5S 300VDCH 


14655 


R0M15E300J3S 


A12CR1 


1901-0040 


9 


DIODE :SIL ICON 50 MA 30 UV 


07263 


FOG1088 


A12CR2 


1902-0777 


1 


OiaOE:BREAKOOWN 6.2V 5S 


04713 


1N82S 


A12CR3 


1901-0053 


2 


OICOE:SILICON 30V0CW 


07263 


FD3444 


A12CR4 


1901-0053 




OIODE:SILICON 30V0CM 


07263 


FD3444 


A12CRS 


1901-0053 




DIODE :SILICON 30 WV 


07263 


FD3444 


A12CR6 


1901-0053 




DIODE:SILICON 30 WV 


07263 


FD3444 


A12CR7 


1901-0376 


4 


DI0DE:S1LIC0N 35V 


28480 


1901-0376 


A12CR8 


1901-0376 




DIOOE:SILICON 35V 


28480 


1901-0376 


A12CR9 


1901-0376 




0I00E:SILIC0N 35V 


28480 


1901-0376 


A12CR10 


1901-0376 




DIODElSlLICON 35V 


28480 


1901-0376 


A12CR11 


1902-3149 




DIODE SREAKOOWN:9.09V 5S 


28480 


1902-3149 


A12CR12 


1901-0040 




DIODE :SILICON 50 MA 30 WV 


07263 


F061088 


A12CR13 


1901-0040 




DIODE :SI LI CON 50 MA 3C WV 


C7263 


FDG1088 


A12CR14 


1901-0040 




DI00E:SIL1C0N 50 MA 30 WV 


07263 


F0G1088 


A12IC1 


1826-0111 




IC 


04713 


MC1458C 


A12IC2 


1826-0054 




IC:LINEAR 


28480 


1826-0054 


A12IC3 


1826-0111 




IC 


04713 


MC1458C 


A12IC4 


1826-0111 




IC 


04713 


MC1458C 


A12ICS 


1826-0066 




ICiLIN. OP AMPL. 25K OHM 


0726 3 


U5B7777312 


A12KI thru K3 


0490-0778 


3 


RELAY, REED 


28480 


0490-0778 




1400-0760 

0490-1033 


18 


CLIPS, RELAY (SETS OF 3 EACH) 
RELAY/COIL. REED 


28480 

28480 


1400-0760 

0490-1033 


A12MPI 


1200-0473 


1 


SOCKET: IC 16-PIN 


28480 


1200-0473 


A12Q1 


1853-0086 


TSTR:SI PNP 


80131 


2N5087 


A12Q2 


1854-0071 


14 


TSTR:SI NPNISELECTED FROM 2N3704) 


28480 


1854-0071 


A1203 


1855-0368 




TSTR:FET SI NPN N-CHANNEL 


28480 


1855-0368 


A12Q4 


1855-0368 




TSTR:FET SI NPN N-CHANNEL 


28480 


1855-0368 


A1205 


1855-0368 




TSTRIFET SI NPN N-CHANNEL 


28480 


1855-0368 


A12Q6 


1855-0368 




TSTRiFET SI NPN N-CHANNEL 


28480 


1855-0368 


A12Q7 


1854-0071 




TSTR:SI NPNISELECTED FROM 2N3704I 


28480 


1854-0071 


A12Q8 


1854-0071 




TSTRtSI NPNISELECTED FROM 2N3704I 


28480 


1854-0071 


A12Q11 


1853-0086 




TSTRiSI PNP 


80131 


2N5087 


A12012 


1855-0082 


1 


TSTR:SI FET P-CHANNEL 


28480 


1855-0082 


A12Q13 


1854-0071 


TSTR:SI NPNISELECTED FROM 2N37G4) 


28480 


1854-0071 


A12QIA 


1855-0368 




TSTR;FET si NPN N-CHANNEL 


28480 


1855-0368 


A12R1 


0757-0280 




R;FKU met FLM IK OHM IS 1/8W 


28480 


0757-0280 


A12R2 


0698-3279 


2 


RiFXO MET FLM 4990 OHM IS 1/8W 


28480 


0698-3279 


A12R3 


2100-2010 




R:VAR FLM 10 OHM 20S LIN 1/2W 


28480 


2100-2010 


A12R4 


0757-0442 




RIFXD MET FLM 10. OK OHM 1* 1/8W 


28480 


0757-C442 


A12R5 


0757-0274 


1 

1 


R:FXD MET FLM 1.21K OHM 1* 1/8H 


2848C 


0757-C274 


A12R6 


0757-0346 


R:FXD MET FLM 10 OHM IS 1/8H 


28480 


0757-0346 


A12R7 


0698-3279 


R:FX0 met FLM 4990 OHM IS 1/8W 


28480 


0698-3279 


A12R8 


2100-3274 




R:VAR CER lOK OHM lOZ LIN 1/2W 


28480 


2100-3274 


A12R9 


0757-0465 




R:FXD MET FLM lOOK OHM IS 1/8W 


28480 


C 757-0465 


A12R10 


0757-0417 


2 


R:FX0 met FLM 562 OHM IS 1/8W 


28480 


0757-0417 


A12RU 


0698-4443 


1 

1 


R:FXD FLM 4.53K OHM IS 1/8W 


28480 


0698-4443 


A12R12 


0698-4433 


R:FXD FLM 2260 OHM IS l/8w 


28480 


0698-4433 
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Reference 

Designation 


HP Part Mumber 


A12R13 


2100-3354 


A12R14 


0698-4468 


A12R15 


07S7-0448 


A12R16 


0698-8180 


A12R17' 


0698-8180 


A12R18 


0757-0283 


A12R19 


2100-3154 


A12R20 


0698-7^34 


A12R21 


0757-0442 


A12R22 


0698-7934 


A12R23 


0757-0388 


A12R24 


0698-4442 


A12R25 


0698-4442 


A12R26 


0684-4711 


A12R27 


0684-1031 


A12R28 


0684-1031 


A12R29 


2100-3274 


A12R30 


0684-2231 


A12R31 


0684-1041 


A12R32 


0684-1031 


A12R33 


0684-4731 


A12R34 


0698-8060 


A12R35 


0698-8316 


A12R36 


0698-8316 


A12R37 


0698-8316 


A12R38 


2100-3154 


A12R39 


0684-4731 


A12R40 


0684-4731 


A12R41 


0684-4731 


A12R42 


0684-4731 


A12R43 


0698-8421 


A12R44 


0698-8422 


AURAS 


0684-4721 


A12R46 


0684-4721 


A12R47 


0684-1541 


A12R48 


0698-8316 


A12R49 


0698-4486 


A12RS0 


0698-4481 


A12RS1 


0698-8316 


A12RS2 


0698-3519 


A12R53 


0698-3122 


A12R54 


0684-4711 


A12R5S 


0698-3193 


A12R56 


2100-3056 


A12R57 


0698-3193 


A12R58 


2100-3056 


A12R59 


0698-8316 


A13 


03403-66571 


A13C1 


0180-0309 


A13C2 


0160-2605 


A13C3 


0160-2605 


A13C4 


0180-1715 


A13CS 


01 50-0073 


A13CR1 


1901-0040 


A13IC1 


1820-0207 


A13IC2 


1820-0310 


A13IC3 


1820-0307 


A13IC4 


1820-0094 


A13IC5 


1820-0491 


A131C4 


1820-0546 


A13Q1 


1853-0020 


A13Q2 


1855-0378 


A13Q3 


1854-0392 


A13R1 


0684-4721 


A13R2 


0684-1031 


A13R3 


0698-4529 


A13R4 


0698-4486 


A13R5 


0684-2731 


A13R4 


0684-1031 



Qty 


Description 


Mfr 

Code 


Mfr Part Number 




R.VAR CERMET 50K OHM 10% 


28480 


2100-3394 




R;FXD FLM 1.13K OHM 1% 1/8W 


28480 


0698-4468 




RtfXD MET FLM 18. 2K OHM 1< 1/8U 


28480 


0757-0448 


2 


RtFXO FLM 4.22K OHM O.K 1/8H 


28480 






RtFXO FLM 4.22K OHM O.IX 1/8W 


28480 


0698-8180 


1 


RtFXO MET FLM 2.00K OHM IX 1/8U 


28480 


0757-0283 


2 


RIVAR CERMET 1000 OHM lOX TYPE P 3/4H 


28480 




2 


RtFXO MET FLM 12. IK OHM O.IX 1/8W 


28480 






RtFXO MET FLM lO.OK OHM IX 1/8U 


28480 


0690-7994 




RtFXO MET FLM 12. IK OHM O.IX 1/8W 


28480 


1 


RtFXO FLM 30.1 OHM IX 1/8W 


28480 


0797-0388 

0698-4442 

0698-4442 

CO 4711 


2 


RtFXO MET FLM 4.42K OHM IX 1/8W 
RtFXO MET FLM 4.42K OHM IX 1/8H 


28480 

28480 


2 


RtFXO COMP 470 OHM lOX 1/4W 


01121 


15 


RtFXO COMP lOK OHM lOX 1/4H 


01121 






RtFXO COMP lOK OHM lOX 1/4M 


01121 


CO 1031 




RtVAR CER lOK OHM lOX LIN 1/2H 


28480 




4 


RtFXO COMP 22K OHM lOX 1/4H 


01121 


CO 2231 
CO 1041 
CO 1031 


1 


RtFXO COMP lOOK OHM lOX 1/4H 


01121 




RtFXO COMP lOK OHM lOX 1/4H 


01121 


5 


RtFXO COMP 47K OHM lOX 1/4H 


01121 


C8 4731 


3 


R:FXD FLM 8.64K OHM 0.25% 1/8W 


28480 


0698-3193 


8 


R:FXD FLM 49.9K OHM 1% 1/8W 


28480 


0690-8316 




RtFXO FLM 49. 9K OHM IX 1/8H 


28480 


0690-8316 




RtFXO FLM 49. 9K OHM IX 1/8U 


28480 


0690-8316 




RtVAR CERMET 1000 OHM lOX TYPE P 3/4« 


28480 


2100-3154 




RtFXO COMP 47K ohm lOX 1/4W 


01121 


C8 4731 




RtFXO COMP 47K OHM lOX 1/4W 


01121 


C8 4731 




RtFXO COMP 47K OHM lOX 1/4H 


01121 


CB 4731 




RtFXO COMP 47K OHM lOX 1/4H 


01121 


C8 4731 


1 


R;FXD FLM 149.625K OHM .05% 


28480 


0690-8421 


1 


R:FXD FLM 299.25K OHM .05% 


28480 


0690-8422 


5 


RtFXO COMP 4700 OHM 10 X 1/4U 


01121 


C8 4721 




RtFXO COMP 4700 OHM lOX 1/4M 


01121 


C8 4721 


1 


RtFXO COMP 150K OHM lOX 1/4H 


01121 


CB 1941 




RtFXO FLM 49. 9K OHM IX 1/8H 


28480 


0690-8316 


2 


RtFXO MET FLM 24. 9K OHM IX 1/8U 


28480 


0690-4486 


1 


RtFXO FLM 16.5 K OHM IX 1/8H 


28480 


0690-4481 




RtFXO FLM 49. 9K OHM IX 1/8U 


28480 


0690-8316 


1 


R:FXD FLM 12.4K OHM 1% 1/8W 


28480 


0698-3519 


1 


R.FXD MET FLM 412 OHM .1% 1/8W 


28480 


0690-3122 




RtFXO COMP 470 OHM lOX 1/4W 


01121 


C8 4711 




RtFXO FLM lOK OHM 0.25X 1/8W 


28480 


0690-3193 


2 


R;VAR CERMET 5K OHM 10% TYPE P 3/4W 


28400 


2100-3Ub5 




R:FXD FLM 10K OHM 0.25% 1/8W 


28480 


0698-3193 




R:VAR CERMET 5K OHM 10% TYPE P 3/4W 


28480 


2100-3056 




RtFXO FLM 49. 9K OHM IX 1/8H 


28480 


0690-8316 




ASST: AUTORANGE 


28480 


03403-66971 




CtFXO ELECT 4.7 UF 20X lOVDCH 


56289 


1 500479X00 10 A2-0YS 


12 


CtFXO CER 0.02 MFD 4-80-20X 25V0CW 


72982 


S83000O-T5U 2032 




CtFXO CER 0.02 MFB 4-80-20X 25VDCM 


72982 


S835000-V9U 2032 


2 


CtFXO TA-ELECT 150 UF lOX 6V0CU 


56289 


1500197X9006R2-OYS 


4 


CtFXO CER 100 FF lOX lOOOVDCU 


56289 


C0288102E101KS27-COH 




DIODEiSILICON .05A 30WV 


07283 


FDG1088 


2 


IC:TTL MONOSTABLE MULTIVIBRATOR 


28480 


1820-0207 




IClOTL TRIPLE 3-INPUT NANO GATE 


04713 


SC6910PR 




ICtOTL HEX INVERTER 


04713 


MCB36P 




ICtOTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


2 


ICtTTL BCO/OEC. OECODER/ORIVER 


01295 


SN74149N 


2 


ICtOIGITAL TTL SYNC 4-BIT BCO 


28480 


1 820-0946 




TSTRtSI PNPI SELECTED FROM 2N3702) 


28480 


1853-0020 




TSTRiFET SI N-CHANNEL 


28480 


1859-0378 


2 


TSTRtSI NPN 


80131 


2N5088 




RtFXO COMP 4T00 OHM lOX 1/4H 


01121 


CB 4721 




RtFXO COMP lOK OHM lOX 1/4M 


01121 


CB 1031 


2 


RtFXO FLM 226K OHM IX 1/8W 


28480 


0690-4929 


2 


RtFXO MET FLM 24. 9K OHM IX 1/8M 


28480 


0690-4486 


2 


RtFXO COMP 27K OHM lOX 1/4W 


01121 


CB 2731 




RtFXO COMP lOK OHM lOX 1/4W 

FOR A14, SEE THE END OF THIS SECTION. 


01121 


CB 1031 
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Table 6-1. Replaceable Pa rts(Cont'ci) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


— 

Mfr Part Number 


A14 


03403-66572 


1 


ASSYtREMOTE AND AUTORANGE 


28480 


03403-66572 


A14CI 


0180-0309 




CsFXD ELECT 4.7 UF 20* lOVDCW 


562 89 


1500475X0010A2-DYS 


A14C2 


0160-2605 




C:FXD CER 0.02 MFD +80-20* 25VDCW 


729 82 


5835000-Y5U 203Z 


A14C3 


0160-2605 




C:FXD CER 0.02 MFD +80-20* 25VDCW 


72982 


5835000-Y5U 2032 


A14C4 


0160-2605 




C:FXD CER 0.02 MFD +80-20* 25V0CW 


72982 


5835000-Y5U 2032 


A14C5 


0160-2605 




C:FXD CER 0.02 MFD +80-20* 25VDCH 


729 82 


5835000-Y5U 2032 


A14C6 


0150-0073 




C:FXD CER 100 PF 10* lOOOVDCH 


56289 


C028B102E101KS27-CDH 


A1AC7 


0150-0050 




C:FX0 CER 1000 PF +80-20* lOOOVOCW 


562 89 


C067B102E1022S26-COH 


A1AC8 


0160-2605 




CtFXD CER 0.02 MFD +80-20* 25V0CW 


729 82 


5835000-Y5U 2032 


A14C9 


0180-0195 


2 


CsFXD ELECT 0.33 UF 20* 35V0CH 


56289 


15003 34X0035A2-DYS 


A14C10 


0160-3486 


1 


C:FXD CER 0.47UF -20+80% 50VDCW 


72982 


8131-050-651-4742 


A14CII 


0150-0050 




CSFXD CER 1000 PF +80-20* lOOOVOCW 


56289 


C067B102E1022S26-CDH 


A14C12 


0160-2 605 




CSFXD CER 0.02 MFD +80-20* 25VDCW 


72982 


5835000-Y5U 2032 


A14C13 


0180-1715 




CsFXD TA-ELECT 150 UF 10* 6VDCW 


56289 


150015 7X9006R2-DY S 


A14C14 


0160-2964 




C:FXD CER .01 MFD +80-20% 25VDCW 


72982 


5835000-Y5U 2032 


A14C15 


0150-0073 




CSFXO CER 100 PF 10* lOOOVOCW 


56289 


C028B 102E 1 OIK S27-CDH 


A14C16 


0150-0050 




CSFXD CER 1000 PF +80-20* lOOOVDCW 


56289 


C067B102E102ZS26-CDH 


AI4CR1 


1901-0040 




DIODErSILICON .05A 30WV 


07263 


F0G1088 


A14CR2 


1910-0016 


4 


DIODEiGERMANIUM 100MA/0.85V 60PIV 


93332 


D2361 


A14IC1 


1820-0307 




ICSOTL HEX INVERTER 


04713 


MC836P 


A141C2 


1820-0310 




ICSDTL TRIPLE 3-INPUT NANO GATE 


04713 


SC6910PK 


A14IC3 


1820-0094 




ICSOTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


A14IC4 


1820-0207 




ICsTTL MONOSTABLE MULTIVIBRATOR 


28480 


1820-0207 


A141C5 


1820-0310 




ICSOTL TRIPLE 3-INPUT NAND GATE 


04713 


SC6910PK 


A141C6 


1820-0307 




ICSDTL HEX INVERTER 


04713 


MC836P 


A14IC7 


1820-0307 




ICsDTL HEX INVERTER 


04713 


MC836P 


A14IC8 


1820-0094 




ICSOTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


A14IC9 


1820-0094 




ICSOTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


A14IC10 


1820-0094 




ICSDTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


A14IC11 


1820-0086 




ICSDTL DUAL 4-INPUT GATE (EXPANDABLE) 


04713 


SC6900PK 


A14IC12 


1820-0491 




ICSTTL BCO/OEC. OECODER/CR IVER 


01295 


SN74145N 


A14IC13 


18 20-0 546 




ICSOIGITAL TTL SYNC 4-0IT BCD 


28480 


1820-0546 


A14IC14 


1820-0094 




ICsDTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


A14IC15 


18 20- 0 30 7 




ICSOTL HEX INVERTER 


04713 


MC836P 


A14IC16 


1820-0301 


2 


ICSTTL QUAD BI-STABLE D-LATCH 


01295 


SN7475N 


A14IC17 


18 20-0 301 




ICsTTL QUAD BI-STABLE 0-LATCH 


01295 


SN7475N 


A1401 


1853-0020 




TSTRsSI PNPISELECTEO FROM 2N3702) 


28480 


1853-0020 


A14Q2 


1855-0378 




TSTRSFET SI N-CHANNEL 


28480 


1955-0378 


A1403 


1854-0392 




TSTRsSI NPN 


80131 


2N5088 


A14R1 


0684-1031 




RSFXD COMP lOK CHM 10* 1/4W 


01121 


C8 1031 


A14R2 


0684-4721 




RSFXD CCMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R3 


0684-5621 


8 


RSFXD COMP 5.6K OHM 10* 1/4W 


01121 


CB 5621 


A14R4 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R5 


0684-4721 




RsFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R6 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R7 


0684-4701 




RSFXD COMP 47 OHM 10* 1/4W 


01121 


CB 4701 


A14R8 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


414R9 


0684-5621 




RsFXD COMP 5.6K OHM 10* 1/4W 


01121 


CB 5621 


A14R10 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R1I 


0684-1031 




RSFXD COMP lOK OHM 10* 1/4W 


01121 


CB 1031 


A14R12 


0698-4529 




RSFXD FLM 226K OHM 1* 1/8W 


28480 


0698-4529 


A14R13 


0698-4486 




RSFXD .MET FLM 24-9K OHM 1* 1/8W 


28480 


0698-4486 


A14K14 


0684-2731 




RsFXD COMP 27K OHM 10* 1/4W 


01121 


CB 2731 


A14R15 


0684-1031 




RSFXD COMP lOK OHM 10* 1/4W 


01121 


CB 1031 


A14R16 


0684-4721 




RsFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R17 


0684-5621 




RsFXD CCMP 5.6K OHM 10* 1/4W 


01121 


CB 5621 


A14R1B 


0684-4721 




RsFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R19 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R20 


0684-4721 




RsFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R21 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R22 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R23 


0684-4721 




RSFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 


A14R24 


0684-4721 




RsFXD COMP 4700 OHM 10* 1/4W 


01121 


CB 4721 



Rev. 8 6-9 













Table 6-1. Replaceable Parts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A15 


03403-66583 


1 


INPUT/OUTPUT BOARD ASSY 


28480 


03403-66583 


A15C1 


0180-0210 


1 


C:FXD ELECT 3.3 UF 20% 15VDCW 


66289 


150D335X0015A2-DYS 


A15C3 


0160-3457 


3 


C:FXD CER 2000 PF +80-20% 250VDCW 


56289 


C067B 1 02E1 02ZS26-CDH 


A15C4 


0180-0195 


1 


C:FXD ELECT 0.33 UF 20% 35VDCW 


56289 


1 50D334X0035A2- D YS 


A15C5 


0160-3457 




C:FXD CER 2000 PF +80-20% 250VDCW 


56289 


C067B 1 02 E 1 02ZS26-CD H 


A15C6 


0150-0073 


1 


C;FXD CER 100 PF 10% 1000VDCW 


56289 


C028B102E101KS27-CDH 


A15C7 


0180-0309 


1 


C:FXD ELECT 4.7 UF 20% 10VDCW 


56289 


150D475X0010A2-DYS 


A15C8 


0160-2605 




C:FXD .02 UF 25V 


28480 


0160-2605 


A15C9-C13 


0160-2605 




C:FXD .0? UF 25V 


28480 


0150-0093 


A15IC1 


1820-0094 




IC:DTL QUAD 2-INPUT GATE 


04713 


SC6903PK 


A15IC2 


1820-0273 


2 


IC:DTL QUAD 


01295 


SN7408N 


A15IC3 


1820-0174 


1 


IC:DTL 


01295 


SN7404N 


A15IG4 


1820-1199 


2 


IC:TTL INVERTER 


01295 


SN74LS04N 


A15IC5. C6 


1820-1195 


2 


IC:DTL 


01295 


SN7475N 


A15IC7 


1820-0310 


1 


IC.-DTL TRIPLE 3-INPUT NAND GATE 


04713 


SC6910PK 


A15IC8 


1820-1195 




IC;DTL 


01295 


SN7475N 


A15IC9 


1820-0307 


1 


IC;DTL HEX INVERTER 


04713 


MC836P 


A15IC10 


1820-1411 


1 


IC:DTL 


04713 


MC1814P 


A15IC11 


1820-0174 




IC^DTL INVERTER 


01295 


SN7472N 


A19IC12 


1820-6207 


2 


lOTTL HONOSTABLE MULTIVIBRATOR 


28480 


1820-0207 


AISJ2 


1251-0085 


1 


CONNECTOR: female 36>PIN MINAT 


28480 


1251-0085 


A1SJ3 


1251-0292 


1 


CONNECTOR: FEMALE 24 PIN 


28480 


1251-0292 


A19J9 


1251-2875 


1 


CONNECTOR: PC (2 X 22) 44 CONTACT 


71785 


251-22-30-380 


A15Q1 


1854-0071 




TSTR.SI NPN (SELECTED FROM 2N3704) 


28480 


1854-0071 


A15Q2 


1853-0020 




TSTR;SI PNP (SELECTED FROM 2N3702) 


28480 


1853-0020 


A15Q3 


1854-0092 


6 


TSTR: NPN 


28480 


1854-0092 


A15R1 


0684-4721 




R:FXO COMP 4700 OHM lOt 1/4U 


01121 


CB 4721 


A15R2 


0684-5621 


5 


R:FXO COMP 5.6K OHM ICX 1/4H 


01121 


C8 5621 


A15R3 


0684-1031 




RtFXD COMP lOK OHM 10% 1/4H 


01121 


CB 1031 


A15R4 


0684-1031 




R:FX0 COMP lOK OHM 10% 1/4W 


01121 


CB 1031 


A15RS 


0684-1031 




R:FX0 comp lOK OHM 10% 1/4W 


01121 


CB 1031 


A15R6 


0684-4721 




R:FX0 comp 4700 OHM 10% 1/4M 


01121 


CB 4721 


A15R7 


0684-4701 


1 


R:FX0 comp 47 OHM 10% 1/4W 


01121 


CB 4701 


A15R8 


0684-4721 




R:FX0 comp 4700 OHM 10% 1/4M 


01121 


CB 4721 


A15R9 


0684-5621 




R:FXD comp 5.6K OHM 10% 1/4W 


01121 


CB 5621 


A15R10 


0684-1031 




R:FXD comp lOK OHM 10% 1/4H 


01121 


CB 1031 


A15R11 


0684-2221 


3 


R:FXD COMP 2200 OHM 10% 1/4W 


01121 


CB 2221 


A15R12 


0684-2221 




R:FX0 comp 2200 OHM 10% 1/4M 


01121 


CB 2221 


A15R13 


0684-1031 




R:FX0 COMP lOK OHM 10% 1/4W 


01121 


CB 1031 


A15R14 


0684-1031 




R:FX0 comp lOK OHM 10% 1/4H 


01121 


CB 1031 


A15R1S 


0684-5621 




RtFXD COMP 5.6K OHM 10% 1/4W 


01121 


Ce 5621 


A15R16 


C684-5621 




RSFXO COMP 5.6K OHM 10% 1/4H 


01121 


CB 5621 


A15R17 


0684-5621 




RtFXO COMP S.6K OHM 10% 1/4H 


01121 


CB 5621 


A15R18, 


0684-1031 


1 


R;FXD COMP 10K OHM 10% 1/4W 


01607 


CB1025 


A15R19 


0683-1025 


1 


R;FXD IK 5% 


28480 


0757-0451 


A15R20 


0757-0451 




R:FXD MET FLM 24.3K OHM 1% 1/8W 


01121 


CB2415 


A15R21-R24 


0683-2415 


4 


R;FXD 240 OHM .05 


01121 


CB5115 


A15R25 


0683-5115 


1 


R:FXD 510 OHM .05 






A20, 21, 22 


5060-9188 




ASSY;PANELMETER (3403C STD,. 


28480 


5060-9188 




OR 




OPTIONS 001 OR 006) 




OR 




5060-9127 




ASSY:PANEL METER (3403C OPTION 003) 


28480 


5060-9127 


A20 


5061-0747 


1 


PANEL METER MOTHER BD ASSY (PART OF 


28480 


5061-0747 




OR 




5060-9188) 








5061-0741 


1 


PANEL METER MOTHER BD W/EXT. TRIGGER 


28480 


5061-0741 








ASSY (PART OF 5060-9127) 






A20C1,C2 ■ 


0160-2094 


2 


C FXD 200 PF 


28480 


0160-2094 


A20C3 


0180-0116 


1 


C FXD 6.8 UF 10% 35VDC 


56289 


1500685X903582 


A20C4, C5 


0140-0234 


2 


C:FXD 500 PF 1% 300WVDC 


72136 


DM15F501F0300WV1C 


A20C6 


0160-4040 


1 


C:FXD 1000 PF 


28480 


0160-4040 


A20C7 ■ 


0180-1701 




C:FXD 6.8 UF 6V 


28480 


0180-1701 


A20CR1- 


1901-0518 


1 


DIODE:SCHOTTKEY 


28480 


1901-0518 


A20CR2 


1902-0686 


1 


DIODE:BKDN 6.2V 


04713 


1N825 


A20Q1 ■ 


1854-0071 


1 


TSTR:NPN SI 


28480 


1854-0071 


A20R1, R2- 


0683-5125 


2 


R;FXD 5.1K 


01121 


CB5125 


A20R3- 


0683-1025 


1 


R:FXD IK 


01121 


CB1025 


A20R4 ■ 


0683-1035 


1 


R;FXD 10K 


01121 


CB1035 


A20R5 


0698-3515 


1 


R;FXD 5.9K 1% 1/8W 


1629S 


C4-1/8-TO-5901-F 


A20R6 


0698-4488 


1 


R;FXD 26.7K 1% 1/8W 


24546 


C4-1/8-TO-2672-F 


A20R7 


0698-4462 


1 


R.FXD 768 OHM 1% 1/8W 


24546 


C4-1/8-TO-768A-F 


A20R8- 10 


0683-7505 


3 


R:FXD 75 OHM 5% 1/4W 


01121 


CB7505 


A20U1 ■ 


1820-0583 


1 


ICrDIGITAL 


27014 


DM74LOON 


A20U2- 


1820-0595 


1 


ICrDIGITAL 


27014 


DM74L73N 


A20U3 


1826-0119 


1 


1C: ANA LOG 


18324 


NE555T 




1200-0462 


20 


SOCKET: 1C 


24995 


3-116141-2 


■ Components designated by ■ are only contained on 5061-0741 








Mother Board Assy. 
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Table 6-1. Replaceable Parts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A21 


5061-0740 


1 


PANEL METER DISPLAY BD ASSY 


28480 


5061-0740 


A21DS2-DS10 


1990-0517 


9 


DIO:LIGHT EMITTING 


28480 


1990-0517 


A21Q1-Q6 


1853-0016 


6 


TSTR:SI PNP 


28480 


1853-0016 


A21R1-R7 


0683-1515 


7 


R:FXD 150 OHM 5% 1/4W 


01607 


CB1515 


A21R8-R11 


0683-5115 


5 


R:FXD 510 OHM 5% 1/4W 


01121 


CB5115 


A21R12 


0683-1025 


1 


R:FXD IK 5% 1/4W 


01121 


CB1025 


A21R13 


0683-5115 




R:FXD 510 OHM 5% 1/4W 


01121 


CB5115 


A21R14 


0683-1515 


1 


R:FXD 150 OHM 5% 1/4W 


01121 


CB1015 


A21R15 


0683-3915 


1 


R:FXD 300 OHM 5% 1/4W 


01607 


CB3915 


A21R16 


0683-4305 


1 


R:FXD 43 OHM 5% 1/4W 


01607 


CB4305 


A21U1 


1820-1233 


1 


ICtDIGITAL DECODER 74L47N 


01698 


SN74L47N 


A21U2-U4 


1990-0531 


3 


DISPLAY:NUMERIC (7 SEGI 


28480 


1990-0531 


A21U5 


1990-0532 


1 


DISPLAY:POLARITY/OVERRANGE 


28480 


1990-0532 


A21U6 


1820-0471 


1 


ICrHEX INVERTERS BUFFERS/DRIVERS 


01295 


SN7406N 


A22 


5061-0736 

OR 


1 


PANEL METER A/D BD ASSY 
(PART OF 5060-9188) 


28480 


5061-0736 

OR 




5061-0739 


1 


PANEL METER A/D BD ASSY 
(PART OF 5060-9127) 


28480 


8061-0739 


A22C1 * 


0160-0170 


1 


C:FXD .22 UF 25WVDC 


28480 


0160-0170 


A22C2 * 


0160-4243 


1 


C:FXD .022 UF 10% BOV 


84411 


HEW249 


A22C3 


0160-4244 


1 


C:FXD .1 UF 10% 50WVDC 


84411 


HEW249 


A22C4 


0121-0178 


1 


C:VAR .5-60PF 


28480 


0121-0178 


A22C5* 


0140-999P 


1 


SEE PAD VALUE 


28480 


0140-999P 


A22C6 • 


0160-0127 


1 


C;FXD 1 UF 25V 


28480 


0160-0127 


A22CR 1 


1902-3149 


1 


DIODE-.ZENER 9.09V 


04713 


SZ 10939- 170 


A22CR2 


1901-0040 




DIODE:SI 


28480 


1901-0040 


A22Q1 


1855-0309 


1 


TSTR-.MOSFET P-CHAN E-MODE SI 


04713 


2N4352 


A22Q2 


1853-0036 


1 


TSTR.PNP SI 


28480 


1853-0036 


A22R1 


0698-8312 


1 


R;FXD 499K 0.5% 1/8W 


30983 


MF4C1/8-T2-4993-D 


A22R2 


0698-6914 


2 


R:FXD 55.6K 0.5% 1/8W 


19701 


MF4C1/8-T2-5562-D 


A22R3 


0698-4486 


1 


R:FXD 24.9K 1% 1/8W 


24546 


C4-1/8-TO-2492-F 


A22R4 


0698-6388 


1 


R:FXD 70K 1% 1/8W 


19701 


MD4C1/8-T9-7002-F 


A22R5 


2100-1738 


1 


R;VAR 10K 5% 


19701 


ET50W103 


A22R6 


0698-7082 


1 


R:FXD 100K 1% 1/8W 


19701 


MF4C1/8-T9-1003-F 


A22R7 


0698-6360 


1 


R:FXD 10K 0.1% 1/8W 


19701 


MF4C1/8-T9-1002-B 


A22R8 


0698-6914 




R;FXD 55.6K 0.5% 1/8W 


19701 


MF4C1/8-T2-5562-D 


A22R9, RIO 


0683-5125 


2 


R:FXD 5.1K 5% 1/4W 


01121 


CB5125 


A22R11 


0683-1235 


1 


R:FXD 12K 5% 1/4W 


01121 


CB1235 


A22R12 • 


0683-2435 


1 


R:FXD 24K 5% 1/4W 


01121 


CB2435 


A22U1 


1826-0195 


1 


IC;ANALOG PROCESSOR 


28480 


1826-0195 


A22U2 


1820-1252 

OR 


1 


IC'.DIGITAL PROCESSOR (16 PIN) 
(PART OF 5061-0736) 


28480 


1820-1252 

OR 




1820-1474 


1 


IC.DIGITAL PROCESSOR (28 PIN) 
(PART OF 5061-0739) 


28480 


1820-1474 


A22U3 1820-0944 1 IC;DIGITAL, TRIPLE 3-lNPUT NOR GATE 

03431-01201 2 BRKT:MTG 

*Contained on the 5061-0736 assembly only. eComponents designated by eare only contained on 5061-0741 
•Contained on the 5061-0739 assembly only. Mother Board Assy. 


28480 


1820-0944 
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Table 6-1. Replaceable Parts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


til 


03A0 3-60001 




CHASSIS PARTS ANO MISCELLANEOUS 
AC CONVERTER ASSY 


28480 


03403-60001 


tA1 


03403-69501 




REBUILT AC CONVERTER ASSY 


28480 


03403-69501 


t»2 


03403-66530 




ASSYlAMPLIFIER 


28480 


03403-66530 


A3 


03403-66517 




ASSYsFILTER 


284 80 


03403-66517 


A4 


03403-66513 




ASSY: MASTER 


28480 


03403-66513 


A4A1 


03403-66551 




ASSY; SWITCH 


28480 


03403-66551 


A5 


03403-66551 




ASSYtRECTIFlER 


28480 


03403-66551 


A6 


03403-66561 




ASSY: REGULATOR 


28480 


03403-66561 


A7 


03403-66 520 




ASSY:C0NNECT0Rt STANDARD 


28480 


03403-66520 


AS 


03403-61901 




LINE SWITCH ASSY 


26480 


03403-61901 


All 


03403-66521 




ASSV:CONNECTORt ISOLATED 


28480 


03403-66521 


A12 


03403-66591 




ASSY:C0NVERTER. LOG 


28480 


03403-66591 


A13 


03403-66571 




ASSY:AUT0RAN6E 


28480 


03403-66571 


A14 


03403-66572 




*SSY:REM0TE ANO AUTORANGE 


28480 


03403-66572 


AIS 


03403-66583 




ASSY: INPUT/OUTPUT 


28480 


03403-66583 


A20, 21, 22 


5060-9188 


1 


PANEL METER ASSEMBLY (3403C STD, 


28480 


5060-9188 




OR 

5060-9127 


1 


OPTIONS 001 OR 006) 

PANEL METER ASSEMBLY (3403C OPTION 003) 


28480 


OR 

5060-9127 


FI 


2110-0340 


1 


FUSE:0e4A AT 


28480 

28480 

71400 


03431-60002 
03431-60003 
MOL 4/10 


F2 


2110-0235 


1 


FUSE:0.2A 250V SLOW-BLOH 


71400 


MOL 2/10 


J13 


1251-2357 


1 


SOCKET:3-PIN MALE POWER RECEPTAaE 


82339 


EAC-301 


J14 


1510-0528 




8IN0ING POST ASSYIREO INSULATOR 


28480 


1510-0528 


J15 


1510-0058 




BINDING POST ASSYlBLK INSULATOR 


28480 


1510-0058 


J16 


1510-0528 




BINDING POST ASSYtREO INSULATOR 


28480 


1510-0528 


Mf>l 


03403-60203 




FRONT PANEL ASSY 


28480 


03403-60203 


MP3 


03403-04103 




COVER:SIOE 


28480 


03403-04103 


MPA 


03403-01203 




BRACKET: PC GUIDE 


28480 


03403-01203 


MP5 


5000-9591 




CASE:EXTRUSION 


28480 




MPT 


03403-22002 




PANEL: TOP 


28480 


03403-22002 


«P9 


6960-0060 




PLUG-BUTTON :STL 


90763 


51050 


MPia 


03403-22005 




PANEL:REAR 


28480 


03403-22005 


MPll 


03403-60301 




COVER ASSY:S10E 


28480 


03403-60301 


MP12 


1490-0032 


2 


STAND: TILT HALF-MODULE 


28480 


1490-0032 


MP13 


03403-27901 


2 


FOOT ASSY 


28480 


03403-27901 


MPIA 


5040-5848 




HOLDER: AC CONVERTER 


28480 


5040-5848 


MP17 


03403-60302 




COVER ASSY: BOTTOM 


28480 


03403-60302 


HP19 


7120-2769 




WINDOW! STANDARD) 


28480 


7120-2769 


MP20 


7120-2 771 




WINDOW! AUTORANGE) 


28480 


7120-2771 


MP21 


7120-2770 




WINDOW! REMOTE C AUTORANGE 1 


28480 


7120- 2770 


MP22 


7120-2767 




PANEL: INSERT. STO 


28480 


7120-2767 


MP23 


7120-2768 




PANEL: INSERT DB 


28480 


7120-2768 


MP2A 


0370-1103 


2 


KNOB: RANGE 


28480 


0370-1103 


MP25 


0370-1099 


2 


KNOBiJAOE GREY 


28480 


0370-1099 


MP26 


0370-1097 




KN0B:P0INTER O.SO". JADE GRAY 


28480 


0370-1097 


MP27 


9320-1605 




CARD: SPEC 


28480 


9320-1605 


MP28 


0340-0738 




INSULATOR: OUTPUT 


28480 


0340-0738 


MP29 


03403-04104 




FILLER PLATEiREAR PANEL 


28480 


03403-04104 


MP31 


5040-5847 




ADAPT ER:BNC TO GR 


28480 


5040-5847 


MP32 


5060-5984 




PC EXTENDER:2 X 25 


28480 


5060-5984 


MP3 3 


03403-90005 




MANUAL 


28480 


03403-90005 


MP34 


03403-20203 


■ 


FRAME:LEFT SIDE 


28480 


03403-20203 


MP3S 


03403-20204 


■ 


FRAME:RIGHT SIDE 


28480 


03403-20204 


MP36 


0340-0424 




insulator:binoing post, black 


28480 


0340-0424 


MP37 


0340-0749 




INSULATORZBINOING POST. RED 


28480 


0340-0749 


MP3 8 


0340-0602 


2 


INSULATOR: SERIES PASS TSTR (RUBBER) 


28480 


0340-0602 


MP39 


0460-1056 




TAPE-PLASTIC 


28480 


0460-1056 


MP40 


5020-6892 




INSULATOR: PANEL METER CASE 


28480 


5020-6892 


MPAl 


5060-5940 




PC EXTENDER 


28480 


5060-5940 


P2 


1251-0084 




PLUG: 36-CONTACT MALE W/HOOO C CLAMP 


28480 


1251-0084 


P3 


1251-0293 




C0NNECT0R:24 CONTACT 


28480 


1251-0293 


Ml 


2100-3269 




R:BAR 75 K OHM 20% 1/2W LIN 


28480 


2100-3269 


S5 


3101-1234 


H^B 


switch: SLIDE OPOT 


82389 


llA-1242 


T1 


9100-3233 




TRANSFORMER 


28480 


9100-3233 


HI 


8120-1348 




CABLE ASSYlPOWER CORO 7.5 FT. 


28480 


8120-1348 


IFl 


1400-0084 




FUSEHOLOERtEXTRACTOR POST TYPE 


75915 


342014 
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Figure 6-1. Location of Miscellaneous Parts. 
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Figure 6-2. Line Switch Assembly A8. 
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SECTION VII 
CIRCUIT DIAGRAMS 



7-1. INTRODUCTION. 

7-2. This section contains the diagrams necessary to main- 
tain the Model 3403C . Both schematic diagrams and 
pictorial views of the circuit boards are included. Figure 7-1 
shows the location of the various assemblies, and schematic 
diagrams are in order by assembly number. Rgure 7-2 is a 
block diagram. The following assembhes, including options, 
are used in the 3403C : 

A1 AC Converter Assembly (includes A2 and A3) 
A2 Amplifier Assembly 
A3 Filter Assembly 
A4 Master Board Assembly 
A5 Rectifier Assembly 

A6 Regulator Assembly 

A7 Standard Connector Assembly 

A8 line Switch Assembly 

A1 2 Log Converter Assembly 

A13 Autorange Assembly 

A14 Remote and Autorange Assembly 

A15 Input/Output Assembly 

A20 Digital Panel Meter 

A21 

A22 

7-3. NOTES. 

7-4. The following notes apply in general to all schematic 
diagrams; 

a. Partial reference designators are shown within assem- 
bly outlines. Prefix with assembly number for complete 
designator. 

b. Component values are shown as follows unless 
otherwise noted: 

Capacitance in microfarads 
Resistance in ohms 
Inductance in microhenries 

c. * Average value shown. Optimum value selected at 
factory. 



i. Rotary switches shown in extreme counterclockwise 
position. 

j- denotes wire color: color code same as 

resistor color code. First number identifies base color, 
second number identifies wider strip, third number identi- 
fies narrower strip, (e.g. \924/ = white, red, yellow). 

7-5. SYMBOLS. 



FET, N CHANNEL 




OPERATIONAL 

AMPLIFIER 




INVERTING OP. AMP. 




“AND” GATE 




MULTIPLE INPUT 
“NAND” GATE 




“OR” GATE WITH 
INVERTING INPUTS 




d. 

e. 



Denotes assembly. EXCLUSIVE 

“OR” GATE 

Denotes main signal path. 




f. 



Denotes feedback path. 




Denotes screwdriver adjustment. 



h. All relays shown de-energized. 



“NOR” GATE 
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Figure 7-1. Assembly Locations. 



Figure 7-1 



Assembly Locations. 
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1 




RANGE 


APPROXIMATE GAIN 


total gain 

/ OUTPUT \ 


ATTENUATOR 


INPUT 

AMPLIFIER 


CONVERTER 

AMPLIFIER 


OC 

AMPLIFIER 


\RMS INPUT/ 


• OlV 


.5 


50 


1 


4 


100 


• IV 


.5 


5 


1 


4 


10 


IV 


.1 


S 


1 


2 


1 


lOV 


.01 


5 


1 


2 


.1 


lOOV 


.001 


5 


1 


2 


.01 


lOOOV 


.0001 


S 


1 


2 


.001 



TOTAL GAIN . PRODUCT OF ALL OTHER GAINS 



Figure 7-2. Block Diagram. 
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3403A- E - 2435 
COPYRIGHT 1971 BY 



HEWLETT-PACKARD COMPANY 



TOTAL GAIN • PRODUCT OF ALL OTHER GAINS 









p/0 A3 



-> 24 ) 



I I 



CREST 

FACTOR 



TO A3 
PIN 9 



TO A3 
PIN I 



Figure 7-3. Schematic Diagram, AC Converter Amplifier Circuits, A2. 
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>540 








3403A- B-3199 

A2 

hp Part No. 03403-66530 




A3 

hp Part No, 03403-66540 











A3 

hp Part No. 03403-66540 



FROM A2 
PIN 9 



FROM A2 
PIN I 
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+/- BLANK {HIGH= BLANK) 



AC 

DC 

t 



RNG 



I ANNUNCIATOR (LOW STATE 
/ LIGHTS TURNS LIGHTS ON) 



NOTE: IF A BRIGHTER ANNUNCIATOR 
DISPLAY IS DESIRED, REPLACE 
A4RI7 THROUGH A4R25 WITH A 
75n RESISTOR. THIS CHANGE 
WILL REDUCE LIFE OF THE 
ANNUNCIATOR LED’S. 



dB J 

L DIGIT BLANK (LOW STATE BLANKS 
3 DIGIT DISPLAY) 

DECIMAL I 1 



DECIMAL 2 



LOW STATE 
LIGHTS DECIMAL 



DECIMAL 3 J 



AC SEL 
■DC SEL 



TO AC CONVERTER 
ASSEMBLY THRU J7 



.A ^ 



A *20 



(USED IN 
OPTION 006) 



A=40 J 



SR2 



'LOW= 2 /sec 
HIGH = 4 /sec 



SLOW RT SEL TO AUTORANGE 
OR REMOTE ASSEMBLY 



SLOW RT SEL TO AC 
CONVERTER ASSEMBLY 



HOLD TO DPM 



SI 

FUNCTION 
I IZ 




S2 

RESPONSE TIME 
I 12 




S3 

RANGE 




ALL SWITCHES VIEWED FROM REAR 



ICI -ICIO 
TOP VIEW 




Figure 7-5. Schematic Diagram, Manual Range and Function Logic, A4. 
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I 

L 



J8 



n 

I 

.j 



dBO 

SO 

VO 




5403C-B-3292 



A4 

-hp- PART NO. 03403-66517 




A4AI 

hp Part No. 03403-66513 
























Figure 7-6. Master Board Wiring Diagram, A4. 
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DIGITAL 25 8 9 

PANEL +I2V +5V +5V 

METER 



INDICATES CONNECTION TO 
FRONT MNEL DISPLAY 

LOW* < ♦0.5V 

HIGH ■ > ♦2.4V OR OPEN CIRCUIT 
OVERSCORE INDICATES HIGH STATE TRUE 



S2 RESPONSE TIME SWITCH 
TERMINAL CONNECTIONS 



P/0A4AI SWITCH ASSEMBLY 03403-66513 



SI FUNCTION SWITCH TERMINAL S3 RANGE SWITCH TERMINAL CONNECTIONS 

CONNECTIONS NOTE' SEE FIGURE 7-6(A4AI) FOR SI, 

S2 a S3 SCHEMATIC PRESENTATIONS, 




















I 

L 



J8 



n 

I 

.j 



dBO 

GO 

VO 




A4 

-hp- PART NO. 03403-66517 




A4AI 

hp Part No. 03403-66513 




















RI9 




















hp Part No. 03403-66520 



Rev. C 




CONV SAL 



TO AC CONVERTER 
ASSEMBLY 




A -7 CONNECTOR ASSEMBLY 
(03403- 66520) 




+ I2VS 



I 



I 

I 



I 



I 

I 



TO MASTER 

BOARD 

ASSEMBLY 





T0J6(I2) FROM J6(I3) 



3403A-E -2437 

COPYRIGHT 1971 BY HEWLETT-PACKARD COMPANY 





LOW 




Figure 7-8. Schematic Diagram, Standard Connector Assembly, A7. 
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A12 

hp Part No. 03403-66592 
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19 19 29 35 TOP 

2 10 20 30 36 BOTTOM 



AI3 

hp Part No. 03403-66571 



AI3 I AUTORANGE ASSEMBLY (OPTION 001) (03403-66571) 



+ 5V 



AUTO SEL 



SLOW RT 
SEL 

-lOV 

D0WNRAN6E 

UPRANGE 

CREST 

FACTOR 




AUTORANGE CLOCK 





34O3A-D-2430 



COPYRIGHT 1971 BY HEWLETT-PACKARD COMPANY 










AI4 REMOTE PROGRAM ASSEMBLY (OPTIONAL) (03403-66572) 



• • 

CLK GND 



' I ' 1 A 

rO lO (\j _J_ O 

o cc □: 



<j o I Y 
I I I I 



I A' M I M ' A 

^ q^chq:^ qc^q^ccoc ^ 

1 1 1 1 1 I 1 1 1 1 u 



FLG — Cl 



DDDODOD ODDDOOOODO 



AI4 

hp Part No. 03403-66572 
Rev. B 



29 35 TOP 

30 36 BOTTOM 



MEASUREMENT 

COMPLETE 



AUTO SEL 
(LOCAL) 



MEASURE 

REQUEST 



MEASURE MODE 
PROGRAM 



SLOW RT 
PROGRAM 



PROGRAM 

ACCEPT 



Cl J-C2 -LC3 -LC4 -LC5 
4.7 TO.02 T0.02 T0.02 TO.02 



^ W 



AUTO ACCEPT • 
SEL 

(LOCAL) 



_6 RANGE PROGRAM 

ACCEPT 



Rl^ C6 
IOK> lOOpF 



14 < H ICI5 >>2 REMOTE 



, 33< lOV 



HIGH = DELAYED; LOW = NON-DELAYED 



I + 5V 



R6^ 

4.7K> R7 
47 




RESPONSE TIME 



ICI6 

STORAGE 



4 2,3,12 



,8 1 MEASURE 

^ ENABLE 




PROGRAM 

FLAG 



SLOW RT 
SEL 




















MEASURE 

ENABLE 




AUTORANGE CLOCK 



DOWNRANGE 

GATE 





















lOV SEL 



lOOOV SEL 



dB ENABLE 



Figure 7-11. Schematic Diagram, Remote and Autorange Assembly, A14. 
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-RI8- 




hp Part No. 03403-66583 
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INPUT/OUTPUT assembly (OPTIONAL) (03403-66583) 



REMOTE CONNECTOR 

(REAR PANEL VIEW) 



MEASURE 

PRINTER HOLOOFF 



MEASURE 

PRINTER HOLDOFF 



BCD OUTPUT CONNECTOR 

(REAR PANEL VIEW) 
COLUMN COLUMN 



5*6K high REF/_ ^ 



24 23 22 



REMOTE MEASURE 



PRINT COMMAND 

DATA FLAG 

• INTERFACE HOLD 



PRINT COMMAND 

DATA FLAG 

INTERFACE HOLD 
REMOTE MEASURE 



MEASURE/DATA FLAG FLIP-FLOP 







i«s 

4.7K 


5V-^ 

R7 


\ C5 < 

2000pF 

III If 


R0 

4*7K 




^ 




\ 






^ 


1 \\ 








IC7 


P 






*Ic4 


■ 


R9 

5«6K 




1 






DATA FLAG ONE-SHOT 



• 44 — 37 — 9 



FUNCTION FUNCTION FUNCTION RANGE RANGE RANGE AUTO MEASURE PROGRAM PROGRAM MEASURE INTERFACE TRANSFER 

PROGRAM 4 PROGRAM 2 PROGRAM I PROGRAM 4 PROGRAM 2 PROGRAM I SELECT MODE FLAG ACCEPT HOLD 

(REMOTE) PROGRAM 



DOWNRANGE UPRANGE 



POLARITY OvERI-lOW 

H POS DIGIT 



HEWLETT-PACKARD COMPANY 







MEASURE/DATA 



ATA FLAG ONE -5 



R(5 

5*6K high ref/ 



MEASURE 

PRINTER HOLDOFF 



PRINT COMMAND 
DATA FLAG 
INTERFACE HOLD 
REMOTE MEASURE 



BCD OUTPUT CONNECTOR 

(REAR PANEL VIEW) 
COLUMN COLUMN 



COLUMN 

I 

DATA MULTIPLIER 



25 24 23 

lrt^r^=qr^^r 



Q4 03 02 01 

- CLK IC5 





"k 










04 0 

CLK 

D4 D 


3 02 01 

TC6 

3 02 D( 










B RANGE ENCODING 



04 Q3 02 Ql 
CLK IC8 



-T- 



POLARITY OVERFLOW "l" HUNDREDS "2“ 

H POS DIGIT 



r 1 


y 


r 1 

IC7 1 


5 4 




3 4 |5 


\/ N 




NC 

i 






SEL SEL 



Figure 7-12. Schematic Diagram, Input/Output Assembly, A 15. 
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-R4- 

-R7- 



STANDARD 



WITH EXTERNAL TRIGGER 



25 P3 1 CKT SIDE 

50 26 COMP. SIDE 




A 20 

hp Part No. 5061-0747 



25 P3 I CKT SIDE 

50 26 COMP SIDE 




A20 

hp Part No 5061-0741 




hp Part No. 5061-0740 '^P 5061 -0740 

























APP A/D BOARD 

^ I 5061-0736 (3403C STD, OPTIONS 001 OR 006) 
5061-0739 (3R03C OPTIONS 003) 



P/oA20r^°'''^^’’ A2I display BOARD 

■ ■■ J BOARD 1 5061 -0740 



i 4c Cl I 

I T-22 1 

aAj 



I NOTE: Cl IS PRESENT ON 

I THE 5061-0736 

20^4 — +5V ASSEMBLY ONLY 



NOTE: PIN NUMBERS IN 
PARENTHESIS ( ) A-^PLY TO THE 
28 PIN 1C ON THE 5061-0739 
ASSEMBLY (OPTIONS 003) 

all other pin numbers 

APPLY TO THE 16 PIN 1C ON THE 
5061-0736 ASSEMBLY (STANDARD, 
(5PTI0NS 001 AND 006). 



■ ANALOG 
PROCESSOR 



3 M/Z 

4 U/D 

5 COMP OUTPUT 



C3 I l5-60pF 



NOTE : — 

C6 AND RI2 ARE PRESENT 
FOR THE 5061-0739 
ASSEMBLY ONLY 
(OPTIONS 003) 



16(14) 




14(13) 




13(10) 




— DIGITAL PROCESSOR 




1 (le) 




2(17) 




3(18) 




4U9) 




5(24) 





P2 J2 

-+^8 






I +5V- 




- II- 10-27 , 

Y-Y-Y-Y- 1 

"l" "2'' "4 " “B" 




actual ARRANGEMENT OF 
PANEL METER DIGITS 



DIGIT 


DIGIT 


DIGIT 


DIGIT 


4 


3 


2 


1 . 




RI6 








30 







13 




Rl 

75 




12 


R2 
.7 5 




13 


,, 




R3 

75 


10 


10 


R4 

75 




e 


9 




R5 

75 


7 


16 


R6 

.75 




2 


14 




R7 

7^5^ 


n 
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the integrator. Switch Q112 is also closed, allowing the 
integrating capacitor to charge. The charge period lasts for 
approximately 33 ms, or 1000 cycles of the panel meter 
clock, lire zero detect amplifier operates in a very high-gain 
configuration during the charge and discharge periods; 
consequently, a very small input voltage causes its output 
to be saturated. This amplifier is also non-inverting. 

4-25. Discharge Period. At the end of the charge period, 
Q107 opens and a reference voltage, opposite in polarity to 
the input voltage, is applied to the integrator through Q108 
or Q109. The integrating capacitor then discharges at a 
linear rate. When the voltage across the capacitor reaches 
zero, the output of the zero detect amplifier saturates in 
the opposite direction, initiating a transfer pulse which 
causes the count at this point to be transferred to the 
display. The discharge period continues for a total of 2000 
clock cycles. 

4-26. Auto Zero Period. Following the discharge period, 
switches QUO, Q1 1 1 and Q113 close, placing both 
amplifiers in a unity-gain configuration and grounding the 
input to the integrator. This discharges the integrating 
capacitor. Any offset present in the output of the inte- 
grating amplifier is stored on the auto zero capacitor; then. 



during the following measurement, this voltage is applied to 
the inverting input to the integrator and effectively cancels 
the amplifier offset. 

4-27. Clock and Counters. 

4-28. A free-running multivibrator provides a 30 kHz clock 
signal to a series of three decade counters, which count on 
the negative-going edge of the clock pulse. The clock 
operates continuously, and the signal to the counters is 
interrupted only during a transfer pulse. This prevents a 
count uncertainty that would arise if the transfer pulse 
occurred at the same time as the negative-going edge of the 
clock pulse. Counting is also continuous (unless interrupted 
by the 1 jus transfer pulse) and the D output pulse from the 
third, or hundreds, counter is used to clock the timing 
logic. This pulse occurs at the 1000th count. The next 
clock pulse sets all three counters to zero. The discharge 
period begins at one of these points, and the count 
accumulated between that point and zero detect is trans- 
ferred to the display. 

4-29. Display. 

4-30. Three dot-matrix light-emitting diode (LED) units 
make up the three-digit display, and the overrange “1 ” is in 



A. CHARGE PERIOD 




B. DISCHARGE PERIOD 

INTEGRATOR 




C. AUTO ZERO PERIOD 

INTEGRATOR 




Figure 4-3. Panel Meter Analog Circuits. 
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SECTION VIII 
BACKDATING 



8-1. INTRODUCTION. 

8-2. This section contains backdating information which 
adapts this manual to instruments with serial numbers 
lower than that shown on the title page. 

8-3. CHANGE SEQUENCE. 

8-4. Changes are listed in the serial number order that they 
occurred in the manufacture of the instrument. However, in 
adapting this manual to an instrument with a particular 
serial number, apply the changes in reverse order. That is, 
begin with the latest change and progress to the earliest 
change that applies to the serial number in question. 

8-5. PARTS NOT INCLUDED IN BACKDATING. 

8-6. When replacing a part whose value or part number 
differs from the schematic diagram or parts list in this 
manual, yet is not listed in the following changes, use the 
replacement part number shown in Figure VI. These parts 
are identified by the symbol A. 

CHANGE NO. 1 : 

Applies to Instrument Serial Numbers 1303 AO 1000 and 
below. 

Section IV. Replace Paragraphs 4-18 through 4-45 and 
Figures 4-1 through 4-5 with the following Paragraphs 
4-1 8 through 4-38 and Figures 4-1 through 4-4; 

418. DIGITAL PANEL METER. 

4-19. Figure 4-2 is a block diagram of the Digital Panel 
Meter. Tlie following paragraphs describe operation of the 
various circuits sliown. 

4-20. Measurement Technique. 

4-21. Hie Digital Panel Meter uses the dual-slope inte- 
gration method of analog-to-digital conversion. The inte- 



grator charges toward a voltage proportional to the input 
voltage for a fixed time as sliown in Figure 4-1. Conse- 
quently, the charging rate and resulting charge are propor- 
tional to the input voltage. Tlie integrator is then dis- 
charged at a fixed rate toward a known reference voltage. 
Since the discharge rate is constant, the time required to 
discharge to zero is proportional to the amplitude of the 
charge (and the input voltage). Tlie counters accumulate 
the number of clock pulses received between the start of 
discharge and zero detect, and this number is displayed as 
the measurement amplitude. 




Figure 4-1. Panel Meter Measurement Cycle. 



4-22. Analog Circuits. 

4-23. The analog circuits consist of an integrating amplifier 
and a zero detect comparator amplifier, together with the 
FET switches needed to control operation of these ampli- 
fiers. Simplified diagrams of the analog circuits in the three 
states required for measurement are shown in Figure 4-3. 

4-24. Charge Period. Prior to the beginning of the charge 
period, the integrating capacitor is discharged and the 
inputs to both amplifiers are at zero. At the start of the 
charge period, the panel meter input (divided by 10) is 
applied through switch Q107 to the non-inverting input of 




S404C-*- 5 



Figure 4-2. Panel Meter Block Diagram. 
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a fourth unit which also contains the polarity symbol. The 
three units decode the BCD count information to light the 
proper LED dots in the matrix. The transfer pulse produced 
at the time of zero detect enables the information to be 
transferred to the matrix. If zero detect occurs after the 
first 1000 counts in the discharge period, a signal from the 
timing logic causes the overrange “1 ” to light. If the 3403C 
input is above 190C of range or below 17 % of range, a 
signal from the A4 logic circuits causes the three-digit to 
blank. 

4-3 1. Polarity Display. 

4-32. If AC or DC + AC volts function is selected, a signal 
from the A4 logic circuits blanks the polarity display. When 
the DC function is selected, the horizontal bar of the 
polarity symbol is lit continuously. If the polarity of the 
zero detect amplifier during the charge period is positive, 
the vertical bar also lights. The zero detect amplifier output 
is inverted by a chpper circuit and applied to the polarity 
flip-flop. This is a D flip-flop which is clocked at the end of 
the charge period, allowing the polarity display to change 
only at this time. 

4-33. Logic Timing. 

4-34. Timing Circuits. Timing of the measurement cycle is 
controlled by the timing counter and a BCD-to-decimal 
decoder. The timing counter is a synchronous 4-bit counter 
which triggers on the positive-going edge of the clock pulse. 
A clock pulse received while the Gear input is LOW resets 
all four outputs to LOW. A LOW level at the Preset input 
also disables the counter, and a clock pulse during this time 
presets the four outputs to agree with the data inputs. A 
number of gates are also associated with the counter and 
decoder. 

4-35. Internal Trigger Operation. Figure 4-4 shows the 
significant timing counter and decoder signals during a 
complete measurement period when the Response Time 
control is set to Fast. Tlie D output of the hundreds decade 
counter is inverted and applied to the clock input of the 
timing counter, clocking this counter at the end of every 
1000th count received by the decade counters. At the end 
of the auto zero period, all four counter outputs are set to 
zero (LOW). Tliis results in a LOW Charge output from the 
decoder which switches the integrator to the charge state. 
Tlie timing counter then counts the next two clock pulses 
and the decoder outputs switch the integrator to the 
discharge state for these two counts. During the last half of 
the discharge period, the L Discharge 2 signal causes the 
counter Preset input to be LOW, through AND gate U208B 
(see Figure 7-13). The next clock pulse presets the counter, 
which then counts in a binary manner during the auto zero 
period. When the D output goes HIGH, this output 
(through NAND gate U509A) clears the counter to zero at 
the next clock pulse, beginning another charge period. If 
the Response Time control is set to Slow, NAND gates 
U509A, B, and C are disabled and the counter does not 
receive a Clear signal. In this case, the timing counter 
continues counting through 1111 to 0000 to begin another 
charge period. This lengthens the auto zero period, making 
the total measurement cycle 1 /2 second. 

4-36. External Trigger Operation. When the remote con- 
trol Interface Hold line is held LOW, the Panel Meter waits 
in the auto zero state until a Measure command is received. 
A Measure command causes the Gear input to the timing 
counter to be LOW. A Measure command also resets the 
three decade counters to the “9” state so that the next 
clock oscillator pulse becomes the 1000th count, providing 



a clock pulse to the timing counter. Tliis clears the timing 
counter to zero, beginning a charge period. At the end of 
the discharge period, the L Discharge 2 signal causes a LOW 
Preset input to the counter. L Hold again goes LOW, 
continuing the LOW Preset input. The instrument is again 
in the auto zero state, waiting for another Measure 
command. 

4-37. FET Switch Drive. 

4- 38. Gated signals from the timing logic and the polarity 
flip-flop provide drive signals to the FET switches in the 
integrator and zero detect circuits. The drive signals turn on 
the FET switches at the proper times during the measure- 
ment cycle (sec Paragraph 4-22). 

Section V, Replace Paragraphs 5-56 and 5-57 with the 
following; 

5- 56. DIGITAL PANEL METER ADJUSTMENTS. 

5-57. All preceding adjustments (with the exception of the 
High Frequency Adjustments if required test equipment is 
not available) must be completed before performing the 
Digital Panel Meter Adjustments, unless these adjustments 
are being performed as a result of the check given in 
Paragraph 5-36. A dc standard (-hp- 740B) and a dc 
differential voltmeter (-hp- 3420A/B)are required for these 
adjustments. 

a. Set 3403C FUNCTION to DC, RANGE to I V, 
RESPONSE TIME to FAST. 

b. Connect dc differential voltmeter to rear panel 
VOLTS analog output terminals. 

c. Connect dc standard to 3403C input. Adjust standard 
output for differential voltmeter reading of + 1.5005 V. 

d. Adjust A20 R212 (+ Cal) so that 3403C display 
alternates equally between + 1 .500 and + 1 .50 1 . 

e. Reverse polarity of dc standard output and adjust for 
differential voltmeter reading of - 1 .5005 V. 

f. Adjust A20 R211 (-Cal) so that 3403C display 
alternates equally between - 1.500 and - 1.501. Disconnect 
differential voltmeter and dc standard. 

Section V. Replace Paragraphs 5-92 through 5-97 with 
the following Paragraphs 5-92 and 5-93: 

5-92. REPLACEMENT OF DS2 THROUGH OSIO. 

5-93. It is unlikely that the annunciator light emitting 
diodes DS2 through DSIO will fail. However, if any needs 
to be replaced, -hp- Part Number 1990-0419 should be 
used. This LED is smaller in diameter than the older part, 
-hp- 1990-0410. If a LED fails in an annunciator containing 
any of the older diodes, these should be replaced with the 
newer part. The following procedure should be used when 
re-installing the annunciator housing; 

a. A piece of plastic tubing 3/16 inch long, with inside 
diameter of .1 5 inch and outside diameter of .19 inch, must 
be provided. This may be obtained by ordering -hp- Part 
Number 5000-9540, or it may be cut from a piece of tubing 
available as -hp- Part Number 0890-0023. 
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b. Determine voltage change necessary to bring reading 
to between - 7 and - 10 mV. 

c. Use Table 5-9 to determine which jumper positions 
should be open. 

d. Proceed with adjustment procedures in Paragraph 
5-55. 



Section V. Foldouts. Replace Figure 5-7, Panel Meter 
Troubleshooting Tree, with backdated Figure 5-7. 



Section VI, Table 6-1, Replaceable Parts. Delete A15C9, 
CIO, Cll and C12. Change the following IC Part 
No’s, as follows: 



Desig 


Part No. 


Description 


IC3 


1 820-0304 


IC;TTL J-KM/X F/F 
w/clocked & inputs 


IC4, 8 


1820-0174 


IC:DGTL INVERTER 


IC5,6, 11 


1820-0055 


IC-.TTL DECADE COUNTER 
10 MHz MIN. 


ICIO 


1820-0665 


IC:DTL 4-bit latch 



TIMING COUNTER 
CLOCK SIGNAL 



TIMING COUNTER 
OUTPUTS DCBA 



L CHARGE 



L DISCHARGE I 



L DISCHARGE 2 



PRESET 
CLEAR * 




* 



CItar puls* dots not occur whtn oporating in Slow Response Time. 



3403C-B-3326 



Figure 4-4. Timing Counter and Decoder Signals. 
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Section VI, Table 6-1, Replaceable Parts. Add MP42, 
5020-6896, Insulator :Panel Meter Assembly. Replace 
parts list and assemblies for A20 (Mother Bd), A21 



(Display Bd) and A22 (A/D Bd) with the following 
A20, 5060-9133, Panel Meter Assembly and associ- 
ated parts list: 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


A20 


5060-9133 


1 


PANEL METER ASSEMBLY (DOES NOT INCLUDE CASE 
OR DISPLAY UNITS U414, U415. U416 OR U417) 


28480 


5060-9133 


A20C103, 4 


0160-3826 


2 


C:FXD POLY 0.39 UF 10% 50VDCW 


28480 


0160-3826 


A20C105' 


0150-0011 




C:FXD 1.5 PF 500V 


95121 


TYPE QC 


A20C104 


C 16C-3826 




C:FX0 POLY 0.39 UF 10* 50V0CN 


^6406 


0160-3826 


A20C20 1 


01 50-CCV3 




C:FXD CcR C.Ol UF +80-2C% lOCVOCk 


72982 


eCl-K8CC011 


A20C401 


C16C-C569 


1 


C;FXD 3C0C PF 


2848C 


016C-C569 


A20C501 


C16C-38A7 


2 


C:FXD CEk 0.01 UF +100-10? 2bVOCW 


72982 


eCC5-01ACB-R5R-lC3P 


A20C502 


CibC-3847 




C:FXD CER 0.01 UF +160-10? 25VOCW 


72982 


8005-01 ACB-M5R-1C3P 


A20C5&3 


Cl 5O-0C71 


1 


C:FXO CER 400 PF 5* lOGuVOCW 


56289 


C016B1C2E401 JS27-COH 


A20CR101 


1902-3C72 


1 


DIOOE:8REAKOCWN 2* 7.87V 40CMi2 


2848C 


1902-CC72 


A20CR102 


1910-0616 


1 


DIOOEIGE 6C 6IV 


2848G 


1910-0016 


A2CCR103 


1901-0040 




DIODE :SILI CON 50 MA 30 WV 


C7263 


FPGioee 


A20CR1CR 


1902-0648 


1 


DIOOE :bREAKDOWN 6.81V 51 


04713 


S71C939-134 


A2CCR105 


19C 1-C04C 




01 IJOE : SILICON 5C MA 30 hV 


C7263 


FOGlOda 


A20CR1C 7 


1962-3149 




OIOOE BREAKD0WN:9.Q9V 5i 


2848C 


19C2-3149 


A20CR1 C8 


1902-0686 


1 


DIODE rtREAK00WN:6.2Y 2- 


C4713 


1N825 


A20CR20’. 


1901-0C4C 




DI00E:SILIC0N 50 MA 30 kV 


C7263 


FCG1C88 


A20CR2C2 


19C1-0518 


1 


0 ICUt :H0T CAKkI Ek 


2848C 


19C1-6518 


A20CR2C3 


1902-3C02 


1 


DIOOE BREAKDCWN:2.37V 5* 


2848C 


19C2-3CC2 


A20DS2 


199C- 0419 


9 


DI0DE:YISI8LE LIGHT tMITTEK 


28480 


199C-0419 


A2COS3 


1990- 0419 




OIOOE :vl SI RLE LIGHT EWITTEP 


28486 


1990-0419 


A20nS4 


i99u- 0419 




DIuOE : VISl BLE LIGHT EMITTER 


2848C 


199C-0419 


A2CDS5 


199C- 0419 




DIODE :VI SI 8LF LIGHT tMlTTtk 


284dC 


199C-0419 


A2C'DS6 


199 0- 0419 




DIODE :YI SI BLE LIGHT EMITTER 


2348C 


1990-0419 


A2COS7 


J99C- 0419 




OIOOE :V1SI BLE LIGHT EMITTER 


2848C 


199C-0419 


A2DUS8 


1 99C- 0419 




DI00E:VISI8LE LIGHT EMITTER 


2848C 


199u- 0419 


A20DS'J 


1996- 0419 




OIOOE :VI SI bLE LIGHT EMITTER 


2648C 


1990-0419 


A20TS1' 


1990- 0419 




OIOOE :V1SI BLE LIGHT EMITTER 


2848C 


199C-0419 


A2CMP1 


* : C-C “C 462 


32 


SOCKET: IC CONTACT 


007 7 9 


3-116141-2 




9C20-6397 


1 


HEAT 5I;4K 


2848C 


5C20-6d97 


A 2C '■P3 


1 46 1 366 


1 


SPRINGlCOMPRtSSION, HEAT SINK 


OOUOC 


OBO 


A2C0101 


:855-03r;8 


2 


TSTRISI NPN COAL 


28486 


1855-C3Ce 


A2 Q QIC 1 


i 856-0308 




TSTRrSI NPN DUAL 


28486 


i855-C368 


A20(.ii :3 


1853-0C86 




TSTk:si P^P 


83131 


2N50a7 


A20u: 04 


1854-C071 




TSTk:SI .>RM3ELLl1eO From 2N37.4) 


2848C 


1 654- C 371 


A2f 136 


1854-0071 




TSTklSI NPNIiELECTEO FROM 2N37.-4I 


28486 


1854-6671 


A ?6 3 7 


1855-6081 


2 


TSTKISI FcT 


80131 


2N5245 


A2MJ1CR 


1855-6 )86 


4 


TSTRtFET N-CHANNcL 


8C131 


2N4392 


ACOOIC’V 


1855-0 J86 




TSTK:FET N-CHANNEL 


80131 


2N4392 


A 20 Ji :c 


1855-C081 




TSTR:SI FET 


86131 


2N5245 


A2C0’. ’. 1 


1855- 1412 


1 


TSTR:FET 


2848C 


1855-C412 


A2CUI 1 2 


1855-0386 




TSTiCFET N-CHA,mN£L 


8C131 


2N4392 


A'uOll 3 


1855-C 386 




TSTR:F£T N-CHANNEL 


80131 


2N4392 


A2C‘Q ’• 


1853-. .20 




TSTKiSI PNPISELECTEO from 2N3732) 


28483 


1853-0320 


A20O? )2 


1854-0071 




TSTRiSl NPNISELECTED FROM 2N3734) 


2848C 


1854-CC71 


A20Q203 


1853-0086 




TSTR:SI PNP 


80131 


2N5087 


A20Q204 


1854-0071 




TSTR:SI NPNISELECTED FROM 2N3704) 


28480 


1854-0071 


A20Q205 


1853-0086 




TSTRrSI PNP 


80131 


2N5087 


A2CU2oft 


1854-1: -,71 




TSTRtSl NPNISELECTED FRCM 2N3704) 


2848C 


1654-CC71 


A20fJ. 17 


1853-. ’02'. 




TSTRlSI PNPISELECTEO FRCM 2.N37.2) 


2848C 


1853-C020 


A20'02'd 


1854-H.71 




TSTR:S1 NPNISELECTED FRCM 2N3704) 


28460 


1854-CC71 


A20') 


1853-0;2C 




TSTR-.SI PNPISELECTEO FROM 2N3762) 


2848C 


1653-C02C 


A2:Q/' 3 


1854-6.71 




TSTR:S1 NPNISELECTED FROM 2N3734I 


2848C 


1854-CC71 


A200. : 1 


1654-6071 




TSTRISI NPNISELECTED FRCM 2N37J4I 


28480 


1654-CC71 


A2CO<.32 


1853-6093 


1 


TSIRlSI PNP 


2848C 


1853-CC93 


A2303) 32 


1854-C;71 




TSTRlSI NPNISELECTED FROM 2N37 j4) 


2848C 


1854-CC71 


A2CP171 


C698-8312 


1 


RiFXn FLh 499K OHM 1? 1/8M 


2848C 


0696-6312 


A20Ri:2 


C698-831 3 


1 


k:FXO FLM 52. 3K OHM U 1/8W 


2848C 


0698-6313 


A20P 103 


0698-’572 


2 


R:FXD FLM 6C.4K CHM 1* 1/8M 


2848C 


C698-3572 


A20R104 


C698-3572 




R:FX0 FLM 60. 4K OHM 1* 1/8^ 


2848C 


C698-3572 


A20K105 


0698-4436 


1 


R:FX0 FLM. 2.80K OHM 1? l/8w 


2646C 


C698-4436 


A2CK 106 


C698-3558 


2 


R:FXD met FLM 4.C2K OHM If 1/8W 


28480 


C698-3558 


A 20 P 1 7 


0698-3558 




R:FXU MET FLM 4.C2K OHM U 1/8W 


2848C 


0698-3558 


A20R108I 


0757-0290 


1 


R:FXD MET FLM 6.19K OHM 1% 1/8W 


2848C 


0757-0290 


A20R109I 


0698-3498 


1 


R:FXD MET FLM 8.66K OHM 1% 1/8W 


2B46C 


0698-3498' 


A20R11C 


C684-2221 




R:FX0 COMP 220C OHM 10* 1/4W 


01121 


CB 2221 


A23R111 


0684-1231 


1 


RsFXO COMP 12K OHM 10* 1/4N 


01121 


CB 1231 


A20R113 


0698-3122 


1 


R:FXO MET FLM 412 OHM 1* 1/6W 


2846C 


C698-3122 


A20kll4 


C757-C417 




R:FXU MET FLM 562 OHM If l/8h' 


2846C 


C757-C417 


A20kll5 


G698-4486 




R:FXD MET FLM 24. 9K OHM 1* l/8« 


2848C 


0698-4486 


A2CR116 


0698-8316 




R:FXD FLM 49. 9K OHM 1* 1/8W 


2848C 


0698-8316 


A23R117 


C698-B316 




R:FXD FLM 49. 9K OHM 1* l/8n 


28480 


0698-8316 


A2Ckll8 


C698-8314 


2 


R:FX0 FLM 215K OHM 1* 1/8W 


2848C 


0696-6314 
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Table 6-1. Replaceable Pa rts(Cont'd) 



Reference 

Designation 


HP Part Number 


Qty 


Description 


Mfr 

Code 


Mfr Part Number 


l-’t 


l6'#c- (. * 1 


2 


PiFXO FLH 3.24K OHM U 178W 


2848 J 


06S8-8j1 5 


A 


foS^-HllA 




R:FX0 FLM 215K OFtM It l/Bm 


28480 


C648-E314 


A?-,r ; 


06 0 3 1 5 




R;FXU FLR 3.24K OHM 1 J, IfB*. 


26'*tiC 


0646-8315 




rf>98-4445 


1 


R:FX0 FLM 5.76K OHM It 1/8W 


2846C 


C646-4445 


A20R203 


1810-0155' 


2 


RESISTIVE NETWORK 5 X 4K OHM 10% 1/4W 


56289 


200C 


A20R204 


1810-01551 


1 


RESISTIVE NETWORK 5 X 4K OHM 10% 1/4W 


56289 


200C 


A20R205 


0684- 1031. 




R:FXD COMP lOK OHM 10% 1/4W 


01121 


CB 1031 


A20R206 


0683-1535. 




R:FXD COMP 15K OHM 5% 1/4W 


01121 


CB 1535 


A20R207 


0683 - 1 535. 




R:FXD COMP 15K OHM 5% 1/4W 


01121 


CB 1535 


A20R208 


0684-1031 , 




R FXD COMP lOK OHM 10% 1 '4W 


01121 


CB 1031 


A?'.--2"9 


C6fa4-’.031 




r:fxu curp i:k ohm lot i/aw 


0 112 1 


CP 1-31 


A?:- / i :. 


0t>84- 1^21 


1 


k:FXt. CU“P 1000 OHM lOX l/4w 


01121 


CB IC/l 


A 7^ o ->1 1 


k \ : 4 6 1 


2 


R:VAR FLM 20C OHM IJX LIN 1/2" 


2 348 0 


21CC-7061 


A 7' ‘• 7 ; 2 






R:VAR FLM ^;JC OHM 1^7 LIN l/2« 


2848C 


21C ).- .VM 


L 


CU90- Jl6C 


1 


RIFXJ MfcT FLM 31. 6K CHM IX 1/3- 


284B0 


CbSt-iltC 




0757-C468 


1 


R:FXD FLM 13TK OHM IX l/8b 


2b^ac 


b757-;4oB 




:i 1 


1 


R:FXu LUMP ICJ uHM 17,. 1/4- 


C1121 


CB 1.11 


A / C A 


0684-5611 


1 


R:FXU comp 560 UHM 1' t 1/t.b 


C 1 1 2 1 


CP 5All 


A27P‘S ' 1 


C.69.3-1CW8 


5 


klFXl. FLM 15C UHM 5t 


2848C 


06So“ : ' 78 


A2'>'b '2 


069t7-8378 




R : FXU ILK 150 UHM OX 


284bC 


OtSF- ( j7o 




rh9H-n i7b 




R:FXC FLM 15o UHM 5T 


2848C 


Ct-4b- 1 <78 


A7;> 


C695-U 17b 




k:FXU FLM 15C. UHM 5X 


2bAbc 


06S J- E j76 


A.?'' • bv ■) 


Of 0 8 ‘,7a 




R:FXI; FLM 150 OHM 5 i' 


28480 


UOS S- t ^ 7 b 


A7r- 0 


8.i79 


1 


k:FXD FLM 3.9K UHM 5'f 1/lf- 




C046-t <74 


A ■* Tl 1 . ; 


lb, . U1 




IC 


C471 3 


MC l^bbf 


A70J708 


1920-Obll 


1 


IC:DTL QUAD 2-lNPT AND GATE 


28480 


1920-0511 


A70U2I2 


1820-0077 


2 


ICtTTL SP DUAL EDGE TRIG, D F/F 


01295 


SN74 74N 


AT H - 


lo.' 




ICiTTL LP DUAL LUGE TRIG, 0 F/F 


1204C 


0M74L74N 


A.?ri- » ' ^ 


18^0- -6CC 


3 


IC:TTL LP DECADE C0U5TER 


1204 0 


DM85LS0N 


A 7 r; u 


182' -i oCO 




IC:TTL LP DECADE CUUNTEi-. 


12C4C 


DMbbL OCN 


At^CU? ^ A 


1 82' -:&2C 




IC :TTL LP UELADE CUUKTEP 


12C4C 


0MP5L bCK 


A 2 'UA : 1 


1 H,' . 7 




ICrTTL M^.NCSlAHLt MULT I V 1 PK A T J < 




1 1 2< - ..t «. 7 


A^-; ..161 A 


1 ,-f '9 


1 


INDICATOR PLL 


284FC 


1 440- ^ 3 -4 


A20U415-417+ 


1M0 040C 


3 


LED DISPLAYS BRIGHTNESS CATEGORY A 


28480 


1990 CM9C 




1990 IW9.H 




B 


28480 


1990 0-198 




1900 0500 




C 


28480 


1990 0500 




1900 0503 




D 


28480 


1990 0503 




1990 -0505 




E 


28480 


1990 0505 




1090 0607 




F 


78480 


1990 0507 




1990 0509 




G 


78480 


1990 0500 


A i 0 u S . j b 


1 tl 2 - : 7 i 5 


1 


lL:Tn A-'1T 6INARY CCUMER 


C 1 C 4 5 


SK 7^ i( 3N 


AP /. 


It). - j 2 I 4 


1 


IL : I U riU Tl DEL. OtCuLEF 


0 12 4 5 


SN 7^4 1 N 


A ^ . u ■> : / 


1 - Jbl b 


1 


1L:dIGITAL oil UUAD LXCLUSIVE i.'R UATt 


2848: 


1B2C-C41 fa 


A 701 ' be ^7 






IC:i)TL (JUAU x-INPUT GATI 


0471 3 


SC64C3PK 


AP^' Jbl 0 


'Ca 


1 


IL:TTL TRIPLE 3-INPJT PCS NANL) GATE 


1204C 


SN741CN 


A?2ir)i 1 


1 H? :-v. b8A 


1 


IC:TTL LP CUAC 2-INPT NCR GATL 


1204C 


PM74L l2N 




5040-5839 


1 


HOUSING: ANNUNCIATOR 


28480 


5040-5839 




03403-24301 


1 


MASK: ANNUNCIATOR 


28480 


03403-24301 




5000-9540 


1 


SLEEVE LED 


28480 


5000 9540 




5000- 9520 




INSULATOR 


28480 


5000-9520 




5020-6871 




CASE-EXTRU 


28480 


5020 6871 



\ h.i.i »•••. I.' / t I he Of ign tnoss i.ntf'ijurv is 

|p-il U.A k III r.* h »: yi 1, <*>g il-^tjl.ivS m J*-m 1 1 f y Of iglM nr SS 

Category dncl re|)ld(;r with (.urrrspuneJ mg pnrl nimilnn 



Section VII, Paragraph 7-2 and Figure 7-2. Delete Digital 
Panel Meter assembly numbers A21 and A22. 



Section VII, Figure 7-5. Change the following J4 
terminal numbers as follows; 



Terminal Number 
Change Number To 


26 15 16 17 45 47 18 19 46 29 
2 29 31 33 40 44 35 37 42 8 


Terminal Number 
Change Number To 


35 36 38 49 40 
20 22 26 48 30 



Section VII, Figure 7-6. Replace with Backdated Figure 
7-6. 

Section Vll, Figure 7-9. Change J4 pin number at 
OUTPUT from 22 to 43. 

Section VII, Figure 7-13. Replace Digital Panel Meter 
schematic with backdated Figure 7-13. 

Section VII, Figure 7-12. 

Replace Figure 7-12 with backdated schematic. 
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Figure 5-7. Backdated Panel Meter Troubleshooting Tree. 

Rev. C 5-23/5-24 
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S3 RANGE SWITCH CONNECTIONS 
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Figure 7-6. Backdated Master Be 














J9 INPUT / OUTPUT 
ASSEMBLY 



JB POWER SUPPLY 



J7 CONNECTOR 
ASSEMBLY 



J6 LOG 

CONVERTER 



J 5 AUTORANGE 
OR REMOTE 
ASSEMBLY 



J4 DIGITAL 
PANEL 
METER 



















hp Part No. 03403-66583 



AI5 INPUT/OUTPUT assembly (OPTIONAL ) (03403-66583) 



J3 

REMOTE CONNECTOR 

(REAR PANEL VIEW) 




REMOTE connector 

(REAR PANEL VIEW) 




PRjNTER HQL 



5 / REMOTE MEASURE 



— ► iNTERf^ACE hOlD 



BCD OUTPUT CONNECTOR 

(REAR PANEL VIEW) 
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Figure 7-12. Backdated 








REPAIR NOTES 

Do not bend tlie wires (that connect tlie various parts of 
the digital panel meter) more than is necessary nor more 
often than is necessary. The digital panel meter was so 
designed that most of the test points are available at the 
front panel (prefixed “C” and “D”) to minimize any 
necessity to flex the wires during troubleshooting. 

The digital panel meter can be more easily accessed when 
mounted on a board extender (-hp- Part No. 5060-5984) 
for maintenance. 

After repair and calibration has been completed, gently and 
slowly refold the digital panel meter as shown until it fits 
into its case. 

+ Earlicst instruments had CR203 below Q21 I . 





ONI OF TWO PLACES. 

hp Part No. 5060-9133 
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Figure 7-13. Backd; 
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Figure 7-13. Back(date(d Schematic Diagram, Digital Panel Meter 
(Standard), A20. ’ Rev. C 7-25/7-26 
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Model 3403C 



Section VIH 



CHANGE NO. 2: 

Applies to Instrument Serial Numbers 1452A01486 and 

below. 

Section VI. Change the part number and description of 
A22C4 to 0121-0046, 9 - 35 pF and A22C6 to 
0160-0170, .22 microfarad. 

Section Vll. Change the value of A22C4 to 9 — 35 pF 
and A22C6 to .22 microfarad. 

CHANGE NO. 3: 

Applies to Instrument Serial Numbers 1452A01566 and 

below. 

Section VI. Delete A20C7. 

Section Vll. Delete A20C7. 

CHANGE NO. 4: 

Applies to Instrument Serial Numbers 1452A01685 and 

below. 

Section VI. Change the part number and description as 
shown in Table 8-1. 



Table 8-1, Parts List Changes, 



Ref Desig 


-hp- Part No. 


Description 


A15C9 - Cl 2 
A15U4 

A15U5, U6, U8, U10 


0150-0093 

1820-0174 

1820-0876 


.01 ^lF 

IC-SN7404N 

IC-SN7475N 



Delete A15C13; A15R18, R19; A15R21-R25 and 
A15Q3. 

Section Vll. Change the A15 schematic as shown in 
Figure 8-1 . 




HUNDREDS "Z" TENS "4" UNITS "8" 



Figure 8-1. p/o A1 5 Schematic. 



CHANGE NO. 5: 

Applies to Instrument Serial Numbers 1452A01975 and 
below. 

Section VI. Change the part number and description of 
A14C14 to 0160-2605, .01 microfarad. Change the 
part number and description of A15C3, C5 to 
0150-0050, 1000 pF. 

Section Vll. Change A14C14 to .01 microfarad. Change 
A15C3,C5 to 1000 pF. 
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CODE LIST OF MANUFACTURERS 



The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 (Name to Code) and H4-2 (Code 
to Name) and their latest supplements. The date of revision and the date of the supplements used appear at the bottom of each page. Alpha- 
betical codes have been arbitrarily assigned to suppliers not appearing in the H4 Handbooks. 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer Address 



00000 U.S.A Common Any supplier of U. S. 

00136 McCoy Electronics. . .Mount Holly SJirings, Pa. 

00213 Sage Electronics Corp Rochester, N. Y. 

00287 Cemco, Inc. Danielson, Conn. 

00334 Humidial Colton, Calif. 

00348 Mictron, Co., Inc Valley Stream, N. Y. 

00373 Garlock Inc Cherry Hill, N. J . 

00656 Aerovox Corp New Bedford, Mass. 

00779 Amp. Inc Harrisburg, Pa. 

00781 Aircraft Radio Corp Boonton, N. J . 

00809 Croven, Ltd Whitby, Ontario, Canada 

00815 Northern Engineering 

Laboratories, Inc Burlington, Wis. 

00853 Sangamo Electric Co. , 

Pickens Div Pickens, S. C. 

00866 Goe Engineering Co. . . . .City of Industry, Cal. 

00891 Carl E. Holmes Corp Los Angeles, Cal. 

00929 Microlab Inc. Livingston, N. J . 

01002 General Electric Co. , 

Capacitor Dept Hudson Falls, N. Y. 

01009 Alden Products Co. Brockton, Mass. 

01121 Allen Bradley Co Milwaukee,WisL 

01255 Litton Industries, Inc Beverly Hills, Cal. 

01281 TRW Semiconductors, Inc Lawndale, Cal. 

01295 Texas Instruments, Inc. , 

Transistor Products Div Dallas, Texas 

01349 The Alliance Mfg. Co Alliance, Ohio 

01538 Small Parts Inc Los Angeles, Cal. 

01589 Pacific Relays, Inc Van Nuys, Cal. 

01670 Gudebrod Bros. Silk Co New York, N.Y. 

01930 Amerock Corp. Rockford, 111. 

01960 Pulse Engineering Co Santa Clara, Cal . 

02114 Ferroxcube Corp. of 

America Saugerties, N.Y. 

02116 Wheelock Signals, Inc Long Branch, N.J. 

02286 Cole Rubber and Plastics Inc . .Sunnyvale, Cal. 

02660 Amphenol-Borg Electronics 

Corp Broadview, 111. 

02735 Radio Corp. of America, Semi- 

conductor and Materials 

Division Somerville, N. J. 

02771 Vocaline Co. of America, 

Inc Old Saybrook, Conn. 

02777 Hopkins EngineeringCo. . • San Fernando, Cal. 

02875 Hudson Tool & Die Newark, N.J . 

03296 Nylon Molding Corp Springfield, N. J. 

03508 G. E. Semiconductor Prod. 

Dept Syracuse, N.Y. 

03705 Apex Machine & Tool Co Dayton, Ohio 

03797 Eldema Corp Compton, Calif. 

03818 Parker Seal Co Los Angeles, Cal. 

03877 Transitron Electric Corp. . . .Wakefield, Mass. 
03888 Pyrofilm Resistor Co. , 

Inc Cedar Knolls, N.J. 

03954 Singer Co. , Diehl Div. , 

Finderne Plant Sumerville, N.J. 

04009 Arrow, Hart and Hegeman 

Elect. Co Hartford, Conn. 

04013 Taruus Corp Lambertville, N.J. 

04062 Arco Electronic Inc Great Neck, N.Y. 

04217 Essex Wire Los Angeles, Cal. 

04222 Hi-Q Division of Aerovox. .Myrtle Beach, S. C. 

04354 Precision Paper Tube Co Wheeling, III 

04404 Palo Alto Division of Hewlett- 

Packard Co Palo Alto, Cal. 

04651 Sylvania Electric Products, 

Microwave Device Div. . .Mountain View, Cal. 

04673 Dakota Engr. Inc Culver City, Cal. 

04713 Motorola Inc. Semiconductor 

Prod. Div Phoenix, Arizona 

04732 Filtron Co. ,Inc. Western 

Div Culver City, Cal. 

04773 Automatic Electric Co Northlake, 111. 

04796 Sequoia Wire Co Redwood City, Cal. 

04811 Precision Coil Spring Co El Monte, Cal. 

04870 P.M. Motor Company Westchester, III 

04919 Component Mfg. Service 

Co W. Bridgewater, Mass. 

05006 Twentieth Century Plastics, 

Inc Los Angeles, Cal. 

05277 Westinghouse Electric Corp. 

Semiconductor Dept Youngwood, Pa. 



05347 Ultronlx, Inc . . .San Mateo, Cal. 

05397 Union Carbine Corp ., Elect. 

Div New York, N.Y. 

05574 Viking Ind.Inc Canoga Park, Cal. 

05593 Icore Electro-Plastics Inc Sunnyvale, Cal. 

05616 Cosmo Plastic (c/o Electrical 

Spec. Co.) Cleveland, Ohio 

05624 Barber Colman Co Rockford, 111. 

05728 Tiffen Optical Co 

Roslyn Heights, Long Island, N.Y. 

05729 Metro-Tel Corp Westbury ,N. Y. 

05783 Stewart Engineering Co Santa Cruz, Cal. 

05820 Wakefield Engineering Inc Wakefield, Mass. 

06004 Bassick Co. , Div. of Stewart 

Warner Corp Bridgeport, Conn. 

06090 Raychem Corp Redwood City, Cal. 

06175 Bausch and Lomb Optical 

Co Rochester, N.Y. 

06402 E.T.A. Products Co. of 

America Chicago, 111. 

06540 Amatom Electronic Hardware 

Co. , Inc New Rochelle, N. Y. 

06555 Beede Electrical Instrument 

Co. , Inc Penacook, N. H. 

06666 General Devices Co. , Inc Indianapolis, Ind. 

06751 Components Inc. ,Ariz.Div. . . Phoenix, Arizona 
06812 Torrington Mfg. Co. ,West Div. . . Van Nuys, Cal. 

06980 Varlan Assoc. Etmac Div San Carlos, Cal, 

07088 Kelvin Electric Co Van Nuys, Cal. 

07126 Digitran Co Pasadena, Cal. 

07137 Transistor Electronics 

Corp Minneapolis, Minn. 

07138 Westinghouse Electric 

Corp. , Electronic Tube Div Elmira, N. Y. 

07149 Filmohm Corp New York, N.Y. 

07233 Cinch-Graphik Co City of Industry, Cal. 

07256 Silicon Transistor Corp. . . . Carle Place, N.Y. 

07261 Avnet Corp Culver City, Cal. 

07263 Fairchild Camera & Inst. Corp. , 

Semiconductor Div Mountain View, Cal. 

07322 Minnesota Rubber Co Minneapolis, Minn. 

07387 Birtcher Corp, The Monterey Park, Cal. 

07397 Sylvania Elect. Prod. Inc. , 

Mt. View Operations .... Mountain View, Cal. 

07700 Technical Wire Products 

Inc Cranford, N. J. 

07829 Bodine Elect. Co Chicago, 111. 

07910 Continental Device Corp Hawthorne, Cal. 

07933 Raytheon MIg. Co. , Semi- 
conductor Div Mountain View, Cal. 

07980 Hewlett-Packard Co. , 

New Jersey Division Rockaway, N.J. 

08145 U.S. EngineeringCo Los Angeles, Cal. 

08289 Blinn, Delbert Co Pomona, Cal. 

08358 Burgess Battery Co 

Niagara Falls, Ontario , Canada 

08524 Deutsch Fastener Corp Los Angeles, Cal. 

08664 Bristol Co. , The Waterbury, Cona 

08717 Sloan Company Sun Valley, Cal. 

08718 ITT Cannon Electric Inc. , 

Phoenix Div Phoenix, Arizona 

08727 National Radio Lab. Inc Paramus, N.J. 

08792 CBS Electronics Semiconductor 

Operations, Div. of CBS Inc .... Lowell, Mass. 
08806 General Electric Co. , 

Miniature Lamp Dept Cleveland, Ohio 

08984 Mel-Rain Indianapolis, Ind. 

09026 Babcock Relays Div Costa Mesa, Cal. 

09097 Electronic Enclosures Inc.. .Los Angeles, Calif . 

09134 Texas Capacitor Co Houston, Texas 

09145 Tech. Ind. Inc. Atohm 

Elect Burbank, Cal. 

09250 Electro Assemblies, Inc Chicago, 111. 

09353 C & K Components Inc Newton, Mass. 

09569 Mallory Battery Co. of 

Canada, Ltd Toronto, Ontario, Canada 

09795 Pennsylvania Florocarbon, Clifton Heights, Penn. 

09922 Burndy Corp Norwalk, Conn. 

10214 General Transistor Western 

Corp Los Angeles, Cal. 

10411 Ti-Tal,Inc Berkeley, Cal. 

10646 Carborundum Co Niagara Falls, N.Y. 



11236 CTS of Berne, Inc Berne, Ind. 

11237 Chicago Telephone of 

California, Inc. So. Pasadena, Cal. 

11242 Bay State Electronics Corp. . . . Waltham, MassL 
11312 Teledyne Inc. , Microwave 

Div Palo Alto, Cal. 

11314 National Seal Downey, Cal. 

11453 Precision Connector Corp. .... Jamaica, N. Y. 

11534 Duncan Electronics Inc Costa Mesa, Cal. 

11711 General Instrument Corp. , 

Semiconductor Division Products 

Group Newark, N.J. 

11717 Imperial Electronic, Inc Buena Park, Cal. 

11870 Melabs, Inc. Palo Alto, Cal. 

12136 Philadelphia Handle Co Camden, N.J. 

12361 Grove Mfg. Co. , Inc. Shady Grove, Pa. 

12574 Gulton Ind. Inc. ,Data System 

Div. Albuquerque, N. M. 

12697 ClarosUt Mfg. Co Dover, N. H. 

12728 Elmar Filter Corp W. Haven, Conn. 

12859 Nippon Electric Co. , Ltd Tokyo, Japan 

12881 Metex Electronics Corp Clark, N.J. 

12930 Delta Semiconductor Inc. . . Newport Beach, Cal. 
12954 Dickson Electronics Corp. . . Scottsdale, Arizona 

13019 Airco Supply Co. , Inc Witchita, Kansas 

13061 Wilco Products Detroit, Mich. 

13103 Thermolloy Dallas, Texas 

13327 Solitron Devices Inc Tappan, N.Y. 

13396 Telefunken (GmbH) Hanover , Germany 

13835 Midland -Wright Div. of 

Pacific Industries, Inc. . . . Kansas City, Kansas 

14099 Sem-Tech Newbury Park, Cal. 

14193 Calif . Resistor Corp Santa Monica, Cal. 

14298 American Components , Inc.. . Conshohocken, Pa. 
14433 ITT Semiconductor, a Div. of 
Int. Telephone and Telegraph 

Corporation West Palm Beach, Fla. 

14493 Hewlett-Packard Company Loveland, Colo. 

14655 Cornell Dublier Electric Corp . . . Newark, N.J. 

14674 Corning Glass Works Corning, N.Y. 

14752 Electro Cube Inc San Gabriel, Cal. 

14960 Williams Mfg. Co San Jose, Cal. 

15106 The Sphere Co. ,Inc Little Falls, N.J. 

15203 Webster Electronics Co New York, N. Y. 

15287 Scionics Corp Northridge,Cal. 

15291 Adjustable Bushing Co N. Hollywood, Cal. 

15558 Micron Electronics. .Garden City , Long Island,N, Y. 

15566 Amprobe Inst. Corp Lynbrook, N.Y. 

15631 Cabletronics Costa Mesa, Cal. 

15772 Twentieth Century Coil 

Spring Co. Santa Clara, Cal. 

15801 Fenwal Elect. Inc Framingham, Mass. 

15818 Amelco Inc Mountain View, Cal. 

16037 Spruce Pine Mica Co Spruce Pine, N.C. 

16179 Omni-Spectra Inc Detroit, 111, 

16352 Computer Diode Corp Lodi, N.J. 

16554 Electroid Co Union, N.J. 

16585 Boots Aircraft Nut Corp Pasadena, Cal. 

16688 Ideal Prec. Meter Co. ,Inc. , 

De Jur Meter Div Brooklyn, N. Y. 

16758 Delco Radio Div. of G. M.Corp. . . .Kokomo, Ind. 

17109 Thermonetics Inc Canoga Park, Cal. 

17474 Tranex Company Mountain View , Cal. 

17675 Hamlin Metal Products Corp Akron, Ohio 

17745 Angstrohm Prec. Inc No. Hollywood, Cal. 

17856 Siliconix Inc Sunny vale. Cal. 

17870 McGraw-Fallson Co. Manchester, N. H. 

18042 Power Design Pacific Inc Palo Alto, Cal. 

18083 Clevite Corp. Semiconductor Div. . Palo Alto, Cal. 

18324 Signetics Corp Sunnyvale, Cal. 

18476 Ty-Car Mfg. Co. ,Inc Holliston, Mass. 

18486 TRW Elect. Comp. Div Des Plaines, 111. 

18565 Chomerics Plainville, Mass. 

18583 Curtis Instrument, Inc Mt. Kisco,N. Y. 

18612 Vishay Instruments Inc Malvern, Pa. 

18873 E.I. DuPont and Co. , Inc. . . . Wilmington, Del. 

18911 Durant Mfg. Co Milwaukee, Wia 

19315 The Bendix Corp. , Navigation & 

Control Div Teterboro, N.J. 

19500 Thomas A. Edison Industries, 

Div. of McGraw-Edison .... West Orange, N.J. 
19589 Concoa Baldwin Park, Cal. 
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CODE LIST OF MANUFACTURERS 



The following code numbers are from the Federal Supply Code for Manufacturers Cataloging Handbooks H4-1 (Name to Code) and H4-2 (Code 
to Name) and their latest supplements. The date of revision and the date of the supplements used appear at the bottom of each page. Alpha- 
betical codes have been arbitrarily assigned to suppliers not appearing in the H4 Handbooks. 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer 



Address 



Code 

No. 



Manufacturer Address 



00000 U.S. A Common Any supplier of U.S. 

00136 McCoy Electronics- . -Mount Holly l^rings, Pa. 
00213 Sage Electronics Corp. .... Rochester, N. Y. 

00287 Cemco, Inc. Danielson, Conn. 

00334 Humidial Colton, Calif. 

00348 Mictron, Co. , Inc Valley Stream, N. Y. 

00373 Gar lock Inc. Cherry Hill, N. J. 

00656 Aerovox Corp New Bedford, Mass. 

00779 Amp. Inc Harrisburg, Pa. 

00781 Aircraft Radio Corp Boonton, N. J. 

00809 Croven, Ltd Whitby, Ontario, Canada 

00815 Northern Engineering 

Laboratories, Inc Burlington, Wis. 

00853 Sangamo Electric Co. , 

Pickens Div Pickens, S. C. 

00866 Goe Engineering Co City of Industry, Cal. 

00891 Carl E. Holmes Corp Los Angeles, Cal. 

00929 Microlab Inc Livingston, N. J . 

01002 General Electric Co. , 

Capacitor Dept Hudson Falls, N. Y. 

01009 Alden Products Co. Brockton, Mass. 

01121 Allen Bradley Co Milwaukee, Wi& 

01255 Litton Industries, Inc Beverly Hills, Cal. 

01281 TRW Semiconductors, Inc Lawndale, Cal. 

01295 Texas Instruments, Inc. , 

Transistor Products Div Dallas, Texas 

01349 The Alliance Mfg. Co Alliance, Ohio 

01538 Small Parts Inc Los Angeles, Cal. 

01589 Pacific Relays, Inc Van Nuys, Cal. 

01670 Gudebrod Bros. Silk Co New York, N.Y. 

01930 Amerock Corp. Rockford, HI. 

01960 Pulse Engineering Co Santa Clara, Cal . 

02114 Ferroxcube Corp. of 

America Saugerties, N.Y. 

02116 Wheelock Signals, Inc Long Branch, N.J. 

02286 Cole Rubber and Plastics Inc . .Sunnyvale, Cal. 

02660 Amphenol-Borg Electronics 

Corp Broadview, HI. 

02735 Radio Corp. of America, Semi- 

conductor and Materials 

Division Somerville, N. J. 

02771 Vocaline Co. of America, 

Inc Old Saybrook, Conn. 

02777 Hopkins EngineeringCo. . . -San Fernando, Cal. 

02875 Hudson Tool & Die Newark, N.J . 

03296 Nylon Molding Corp Springfield, N. J. 

03508 G.E. Semiconductor Prod. 

Dept Syracuse, N.Y. 

03705 Apex Machine & Tool Co Dayton, Ohio 

03797 Eldema Corp Compton, Calif. 

03818 Parker Seal Co Los Angeles, Cal. 

03877 Transitron Electric Corp. . . .Wakefield, Mass. 
03888 Pyrofilm Resistor Co. , 

Inc Cedar KnoUs, N.J. 

03954 Singer Co. , Diehl Div. , 

Finderne Plant Sumerville, N.J. 

04009 Arrow, Hart and Hegeman 

Elect. Co Hartford, Conn. 

04013 Taruus Corp. Lambertville, N.J. 

04062 Arco Electronic Inc Great Neck, N. Y. 

04217 Essex Wire Los Angeles, Cal. 

04222 Hi-Q Division of Aerovox. .Myrtle Beach, S. C. 

04354 Precision Paper Tube Co Wheeling, HL 

04404 Palo Alto Division of Hewlett- 

Packard Co Palo Alto, Cal. 

04651 Sylvania Electric Products, 

Microwave Device Div. . .Mountain View, Cal. 

04673 Dakota Engr.Inc Culver City, Cal. 

04713 Motorola Inc. Semiconductor 

Prod. Div Phoenix, Arizona 

04732 Filtron Co. ,Inc. Western 

Div Culver City, Cal. 

04773 Automatic Electric Co Northlake, 111. 

04796 Sequoia Wire Co Redwood City, Cal. 

04811 Precision Coil Spring Co El Monte, Cal. 

04870 P.M. Motor Company Westchester, III 

04919 Component Mfg. Service 

Co W. Bridgewater, Mass 

05006 Twentieth Century Plastics, 

Inc Los Angeles, Cal. 

05277 Westinghouse Electric Corp. 

Semiconductor Dept Youngwood, Pa. 



05347 Ultronix, Inc San Mateo, Cal. 

05397 Union Carbine Corp., Elect. 

Div New York, N.Y. 

05574 Viking Ind. Inc Canoga Park, Cal. 

05593 Icore Electro-Plastics Inc Sunnyvale, Cal. 

05616 Cosmo Plastic (c/o Electrical 

Spec. Co.) Cleveland, Ohio 

05624 Barber Colman Co Rockford, 111. 

05728 Tiffen Optical Co 

Roslyn Heights , Long Island , N. Y. 

05729 Metro-Tel Corp Westbury ,N. Y. 

05783 Stewart Engineering Co Santa Cruz, Cal. 

05820 Wakefield Engineering Inc Wakefield, Mass. 

06004 Bassick Co. , Div. of Stewart 

Warner Corp Bridgeport, Conn. 

06090 Raychem Corp Redwood City, Cal. 

06175 Bausch and Lomb Optical 

Co Rochester, N.Y. 

06402 E.T.A. Products Co. of 

America Chicago, 111. 

06540 Amatom Electronic Hardware 

Co. , Inc New Rochelle, N. Y. 

06555 Beede Electrical Instrument 

Co., Inc Penacook, N. H. 

06666 General Devices Co. , Inc Indianapolis, Ind. 

06751 Components Inc. ,Ariz.Div. . . Phoenix, Arizona 
06812 Torrington Mfg. Co. ,West Div. . . Van Nuys, Cal. 

06980 Varian Assoc. Etmac Div San Carlos, Cal. 

07088 Kelvin Electric Co Van Nuys, Cal. 

07126 Digitran Co Pasadena, Cal. 

07137 Transistor Electronics 

Corp Minneapolis, Minn. 

07138 Westinghouse Electric 

Corp. , Electronic Tube Div Elmira, N.Y. 

07149 Filmohm Corp New York, N.Y. 

072 3 3 Cinch-Graphik Co City of Industry, Cal. 

07256 Silicon Transistor Corp. . . . Carle Place, N.Y. 

07261 Avnet Corp Culver City, Cal. 

07263 Fairchild Camera & Inst. Corp. , 

Semiconductor Div Mountain View, Cal. 

07322 Minnesota Rubber Co Minneapolis, Minn. 

07387 Birtcher Corp, The Monterey Park, Cal. 

07397 Sylvania Elect. Prod. Inc. , 

Mt. View Operations .... Mountain View, Cal. 
07700 Technical Wire Products 

Inc Cranford, N. J. 

07829 Bodine Elect. Co Chicago, 111. 

07910 Continental Device Corp. Hawthorne, Cal. 

07933 Raytheon Mfg. Co. , Semi- 
conductor Div Mountain View , Cal. 

07980 Hewlett-Packard Co. , 

New Jersey Division Rockaway, N.J. 

08145 U.S. EngineeringCo Los Angeles, Cal. 

08289 Blinn, Delbert Co Pomona, Cal. 

08358 Burgess Battery Co 

Niagara Falls, Ontario, Canada 

08524 Deutsch Fastener Corp Los Angeles, Cal. 

08664 Bristol Co. , The Waterbury, Conn. 

08717 Sloan Company Sun Valley, Cal. 

08718 ITT Cannon Electric Inc. , 

Phoenix Div Phoenix, Arizona 

08727 National Radio Lab. Inc Paramus, N.J. 

08792 CBS Electronics Semiconductor 

Operations, Div. of CBS Inc .... Lowell, Mass. 
08806 General Electric Co. , 

Miniature Lamp Dept Cleveland, Ohio 

08984 Mel-Rain Indianapolis, Ind. 

09026 Babcock Relays Div Costa Mesa, Cal. 

09097 Electronic Enclosures Inc.. . Los Angeles, Calif . 

09134 Texas Capacitor Co Houston, Texas 

09145 Tech. Ind. Inc. Atohm 

Elect Burbank, Cal. 

09250 Electro Assemblies, Inc Chicago, 111. 

09353 C & K Components Inc Newton, Mass, 

09569 Mallory Battery Co. of 

Canada, Ltd Toronto, Ontario, Canada 

09795 Pennsylvania Florocarbon. Clifton Heights, Penn. 

09922 Burndy Corp Norwalk, Conn. 

10214 General Transistor Western 

Corp Los Angeles, Cal. 

10411 Ti-Tal,Inc Berkeley, Cal. 

10646 Carborundum Co Niagara Falls, N.Y. 



11236 CTS of Berne, Inc Berne, Ind. 

11237 Chicago Telephone of 

California, Inc So. Pasadena, Cal. 

11242 Bay State Electronics Corp. . . . Waltham, Mass. 
11312 Teledyne Inc. , Microwave 

Div Palo Alto, Cal. 

11314 National Seal Downey, Cal. 

11453 Precision Connector Corp. .... Jamaica, N. Y. 

11534 Duncan Electronics Inc Costa Mesa, Cal. 

11711 General Instrument Corp. , 

Semiconductor Division Products 

Group Newark, N.J. 

11717 Imperial Electronic, Inc Buena Park, Cal. 

11870 Melabs, Inc. Palo Alto, Cal. 

12136 Philadelphia Handle Co Camden, N.J. 

12361 Grove Mfg. Co. , Inc Shady Grove, Pa. 

12574 Gulton Ind. Inc. , Data System 

Div Albuquerque, N. M. 

12697 Clarostat Mfg. Co Dover, N. H. 

12728 Elmar Filter Corp W. Haven, Conn. 

12859 Nippon Electric Co. , Ltd Tokyo, Japan 

12881 Metex Electronics Corp Clark, N.J. 

12930 Delta Semiconductor Inc. . . Newport Beach, Cal. 
12954 Dickson Electronics Corp.. . Scottsdale, Arizona 

13019 Airco Supply Co. , Inc Witchita, Kansas 

13061 Wilco Products Detroit, Mich. 

13103 Thermolloy Dallas, Texas 

13327 Solitron Devices Inc Tappan, N.Y. 

13396 Telefunken (GmbH) Hanover , Germany 

13835 Midland-Wright Div. of 

Pacific Industries, Inc. . . . Kansas City, Kansas 

14099 Sem-Tech Newbury Park, Cal. 

14193 Calif. Resistor Corp Santa Monica, Cal. 

14298 American Components, Inc.. . Conshohocken, Pa. 
14433 ITT Semiconductor, a Div. of 
Int. Telephone and Telegraph 

Corporation West Palm Beach, Fla. 

14493 Hewlett-Packard Company Loveland, Colo. 

14655 Cornell Dublier Electric Corp . . . Newark, N.J. 

14674 Corning Glass Works Corning, N.Y. 

14752 Electro Cube Inc San Gabriel, Cal. 

14960 Williams Mfg. Co San Jose, Cal. 

15106 The Sphere Co. ,Inc Little Falls, N.J. 

15203 Webster Electronics Co New York, N. Y. 

15287 Scionics Corp Northridge,Cal. 

15291 Adjustable Bushing Co N. Hollywood, Cal. 

15558 Micron Electronics. Garden City , Long Island,N. Y, 

15566 Amprobe Inst. Corp Lynbrook, N.Y. 

15631 Cabletronics Costa Mesa, Cal. 

15772 Twentieth Century Coil 

Spring Co. Santa Clara, Cal. 

15801 Fenwal Elect. Inc Framingham, Mass. 

15818 Amelco Inc Mountain View, Cal. 

16037 Spruce Pine Mica Co Spruce Pine, N.C. 

16179 Omni-Spi'clra Inc Detroit, III. 

16352 Computer Diode Corp Lodi, N.J. 

16554 Electroid Co Union, N.J. 

16585 Boots Aircraft Nut Corp Pasadena, Cal. 

16688 Ideal Prec. Meter Co. ,Inc. , 

De Jur Meter Div Brooklyn, N.Y. 

16758 Delco Radio Div. of G.M.Corp. . . .Kokomo, Ind. 

17109 Thermonetics Inc Canoga Park, Cal. 

17474 Tranex Company Mountain View, Cal. 

17675 Hamlin Metal Products Corp Akron, Ohio 

17745 Angstrohm Prec. Inc No. Hollywood, Cal, 

17856 Siliconix Inc Sunnyvale, Cal. 

17870 McGravk - Edison Co Manchester, N. H. 

18042 Power Design Pacific Inc Palo Alto, Cal. 

18083 Clevite Corp. Semiconductor Div. . Palo Alto, Cal. 

18324 Signetics Corp Sunnyvale, Cal. 

18476 Ty-Car Mfg. Co. ,lnc Holliston, Mass. 

18486 TRW Elect. Comp. Div Des Plaines, 111. 

18565 Chomerics Plainville, Mass. 

18583 Curtis Instrument, Inc Mt. Kisco,N. Y. 

18612 Vishay Instruments Inc Malvern, Pa. 

18873 E.I. DuPont and Co. , Inc. . . . Wilmington , Del. 

18911 Durant Mfg. Co Milwaukee, Wis 

19315 The Bendix Corp. , Navigation & 

Control Div Teterboro, N.J. 

19500 Thomas A. Edison Industries, 

Div. of McGraw-Edison . . . . West Orange, N.J. 
19589 Concoa Baldwin F>ark, Cai. 
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Code 

No. 

19644 

19701 

20183 

21226 

21355 

21520 

23020 

23042 

23783 

24455 

24655 

24681 

26365 

26462 

26851 

26992 

28480 

28520 

30817 

33173 

35434 

36196 

36287 

37942 

39543 

40920 

40931 

42190 

43990 

44655 

46384 

47904 

48620 

49956 

52090 

52983 

54294 

55026 

55933 

55938 

56137 

56289 

5M74 

59446 

59730 

60741 

61775 

62119 

63743 

64959 

65092 

66295 

66346 

70276 

70309 

70318 

70417 
704 85 
70563 
70674 
70903 
70998 
71002 
71034 
71041 

71218 

71279 

71286 

71313 

71400 

71436 

71447 

71450 

71468 

71471 



CODE LIST OF MANUFACTURERS (Continued) 



Manufacturer 



Code 

No. 



Manufacturer 



Code 

No. 



Manufacturer 



LRC Electronics Horseheads, N. Y. 

Electra Mfg. Co Independence . Kansas 

General Atronics Corp Philadelphia, Pa. 

Executone, Inc Long Island City, N. Y. 

Fafnir Bearing Co. ,The . . . New Britian, Conn. 
Fansteel Metallurgical Corp. . . .N. Chicago, 111. 

General Reed Co Metuchen, N. J. 

Trxscan Corp Indianapolis, Ind. 

British Radio Electronics Ltd. . .Washington, D.C. 
G. E. Lamp Division , Nela Park, Cleveland, Ohio 

General Radio Co West Concord, Mass. 

Memcor Inc. .Comp.Div Huntington, Ind. 

Gries Reproducer Corp. . . . New Rochelle, N. Y. 

Grobert File Co. of America, Inc. Carlstadt, N.J. 

Compac Hollister Co Hollister, Cal. 

Hamilton Watch Co Lancaster, Pa. 

Hewlett-Packard Co Palo Alto, Cal. 

Heyman Mfg. Co Kenilworth, N.J. 

Instrument Specialties Co. , 

Inc. Little Falls, N.J. 

G. E. Receiving Tube Dept Owensboro, Ky. 

Lectrohm Inc Chicago, 111. 

Stanwyck Coil Products. 

Ltd Hawkesbury, Ontario, Canada 

Cunningham, W.H. & Hill, 

Ltd Toronto, Ontario, Canada 

P. R. Mallory & Co. ,Inc Indianapolis, Ind. 

Mechanical Industries Prod. Co. . . Akron, Ohio 
Miniature Precision Bearings, Inc. . Keene, N. H. 

Honeywell Inc Minneapolis, Minn. 

Muter Co Chicago, 111. 

C. A. Norgren Co Englewood, Colo. 

Ohmite Mfg. Co Skokie, 111. 

Penn Eng. &Mfg. Corp Doylestown, Pa. 

Polaroid Corp Cambridge, Mass. 

Precision Thermometer & 

Inst. Co. Southampton, Pa. 

Microwave & Power Tube Div. . .Waltham, Mass. 

Rowan Controller Co Westminster, Md. 

HP Co , Med. Elec. Div Waltham, Mass. 

Shallcross Mfg. Co Selma, N.C. 

Simpson Electric Co Chicago, 111. 

Sonolone Corp Elmsford, N. Y. 

Raytheon Co. Commercial Apparatus 

& System Div So. Norwalk, Conn. 

Spaulding Fibre Co. , Inc Tonawanda, N. Y. 

Sprague Electric Co North Adams, Mass. 

Superior Elect. Co Bristol, Conn. 

Telex Corp. Tulsa, Okla. 

Thomas & Betts Co. Elizabeth, N.J. 

Triplett Electrical Inst. Co Bluffton, Ohio 

Union Switch and Signal Div. of 
Westinghouse Air Brake Co. . . Pittsburgh, Pa. 

Universal Electric Co Owosso, Mich. 

Ward-Leonard Electric Co. . . Mt. Vernon, N. Y. 
Western Electric Co. , Inc. . . . New York, N. Y. 
Weston ln=t. Inc. Weston-Newark . Newark, N.J. 

Wiltek M(g Co Chicago, 111. 

Minnesota Mining & Mfg. Co. 

Revere Mincom Div St. Paul, Minn. 

Allen Mfg. Co Hartford, Conn. 

Allied Control New York, N. Y. 

Allmetal Screw Product Co. , Inc. 

Garden City, N. Y. 

Amplex, Div. of Chrysler Corp. .Detroit, Mich. 
Atlantic India Rubber Works, Inc. . . Chicago. 111. 

Amperite Co. , Inc Union City, N.J. 

ADC Products Inc Minneapolis, Minn. 

Belden Mfg. Co Chicago, 111. 

Bird Electric Corp Cleveland, Ohio 

Birnbach Radio Co New York. N. Y. 

Bliley Electric Co. ,Inc Erie, Pa. 

Boston Gear Works Div. of 

Murray Co. of Texas Quincey, Mass. 

Bud Radio. Inc Willoughby, Ohio 

Cambridge Thermionics Corp. Cambridge, Mass. 

Camloc Fastener Corp Paramus. N.J. 

Cardwell Condenser Corp. 

Lindenhurst, L.I. , N. Y. 

Bussmann Mfg. Div. of 

McGraw-Edison Co St. Louis, Mo. 

Chicago Condenser Corp Chicago, 111. 

Calif. Spring Co. ,lnc Pico-Rivera, Cal. 

CTS Corp Elkhart, Ind. 

ITT Cannon Electric Inc. . . . Los Angeles, Cal. 

Cinema. Div. Aerovox Corp Burbank, Cal. 



71482 C. P. Clare & Co Chicago, 111. 

71590 Centralab Div. of 

Globe Union Inc Milwaukee, Wis. 

71616 Commercial Plastics Co Chicago, 111. 

71700 Cornish Wire Co. , The New York, N. Y. 

71707 Cotn Coil Co. , Inc Providence, R.I. 

71744 Chicago Miniature Lamp Works . . .Chicago, 111. 
71785 Cinch MIg. Co. , 

Howard B Jones Div Chicago. 111. 

71984 Dow Corning Corp Midland, Mich. 

72136 Electro Motive Mfg. Co. , Inc. 

Willimantic, Conn. 

72619 Dialight Corp Brooklyn, N. Y. 

72656 Indiana General Corp. , 

Electronics Div Keasby, N.J. 

72699 General Instrument Corp. , 

Cap Division Newark, N.J. 

72765 Drake Mfg Co Harwood Heights, 111. 

72825 Hugh H. Eby Inc Philadelphia, Pa. 

72928 Gudeman Co Chicago, 111. 

72962 Elastic Slop Sut Corp Union, N.J. 

72964 Robert M. Hadley Co Los Angeles, Cal. 

72982 Erie Technological Products, Inc. . . .Erie, Pa. 

73061 Hansen Mfg. Co. , Inc Princeton, Ind. 

73076 H.M. Harper Cu Chicago, 111. 

73138 Helipot Div. ol Beckman Inst. , Inc. 

Fullerton, Cal. 

73293 Hughes Products Division of 

Hughes Aircraft Co. . . , Newport Beach, Cal. 
73445 Amperex Elect. Co. . . .Hicksville, L. I. , N. Y. 
73506 Bradley Semiconductor Corp. 

New Haven, Conn. 

73559 Carling Electric. Inr Hartford, Conn. 

73586 Circle F Mfg Cr> Trenton, N.J. 

73682 George K. Garrelt Co. . 

Div. MSL Industries. Inc. . . Philadelphia, Pa. 

73734 Federal Screw Products, Inc Chicago. 111. 

73743 Fischer Special Mfg. Co Cincinnati, Ohio 

73793 General Industries Co. , The Elyria, Ohio 

73846 Goshen Stamping & Tool Co Goshen, Ind. 

73899 JFD Electronics Corp Brooklyn, N. Y. 

73905 Jennings Radio Mfg. Corp San Jose, Cal. 

73957 Groove -Pin Corp Ridgefield, N.J. 

74276 Signalite Inc Neptune, N.J. 

74455 J.H. Winns, and Sons .... Winchester, Mass. 

74861 Industrial Condenser Corp Chicago, 111. 

74868 R. F. Products Division of 

Amphenol-Borg Electronic Corp. 

Danbury. Conn. 

74970 E. F. Johnson Co Waseca. Minn 

75042 International Resistance Co. . Philadelphia. Pa 

75263 Keystone Carbon Co. , Inc St. Marys, Pa. 

75378 CTS Knight*. Inc Sandwich. 111. 

75382 Kulka Elerlric Corp Mt. Vernon. N. Y. 

75818 Lenz Electric Mfg. Co Chicago, 111. 

75915 Littlefuse, Inc Des Plaincl, 111. 

76005 Lord Mfg. Co Eric, Pa. 

76210 C.W. Marwedel San Franciico. Cal. 

76433 General Instrument Corp. , 

Micamold Division Newark, N.J. 

76487 James Millen Mfg. Co. , Inc. . . Malden, Mass. 

76493 J.W. Miller Co Los Angeles, Cal. 

76530 Cinch-Monadnock, Div. of United Carr 

Fastener Corp San Leandro, Cal. 

76545 Mueller Electric Co Cleveland, Ohio 

76703 NalKinal Union Newark, N.J. 

76854 Oak Manufacturing Co .Crystal Lake, 111. 

77068 The Bendix Corp. , 

F.lpcfrn£ivn.amics Div N Hollywood, Cal. 

77075 Pacilic Mvlal.t Co. . &in Franclwco, Cal. 

77221 Phaostran Instrument and 

Electronic Co So. Pasadena, Cal. 

77252 Philadelphia Steel and 

Wire Corp Philadelphia, Pa. 

77342 American Machine & Foundry Co. 

Potter & Brumfield Div Princeton, Ind. 

77630 TRW Electronic Components Div. Camden, N.J. 

77638 General Instrument Corp. , 

Rectifier Division Brooklyn, N. Y. 

77764 Resistance Products Co Harrisburg, Pa. 

77969 Rubbercraft Corp. of Calif. . . . Torrance, Cal. 

78189 Shakeproof Division of 

Illinois Tool Works Elgin, 111. 

78277 Sigma So. Braintree, Mass. 

78283 Signal Indicator Corp New York, N. Y. 

78290 Struthers-Dunn Inc Pitman, N.J. 



78452 Thompson -Bremer S Co Chicago, 111. 

78471 Tilley Mfg Co. .... San Francisco, Cal. 

78488 Stackpiile Carbon Co St. Marys. Pa. 

78493 Standard Thomson Corp Waltham. Mass. 

78553 Tinnerman Products, Inc Cleveland, Ohio 

78790 Transformer Engineers .... San Gabriel, Cal. 

78947 Urinllc Co Newtonville. Mass. 

79136 W'ildc.s Kohinoor Inc. . . Long Island City, N. Y. 

79142 Ve«-drr Root. Inc Hartford, Conn. 

79251 Wenco Mfg. Co Chicago, 111. 

79727 Continental -Wirt Electronics Corp. 

Philadelphia, Pa. 

79963 Zierick Mfg. Corp New Rochelle, N. Y. 

80031 Mepco Division of Sessions Clock Co. 

Morristown, N.J. 

80033 Prestole Corp Toledo, Ohio 

80120 Schnitzer Alloy Products Co. . . Elizabeth, N.J. 
80131 Electronic Industries Association. 

Standard tube or semi-conductor device, 
any manufacturer. 

80207 Unimax Switch, Div. Maxon Electronics 

Corp Wallingford, Conn. 

80223 United Transformer Corp. . . .New York, N. Y. 

80248 Oxford Electric Corp Chicago, 111. 

80294 Bourns Inc Riverside, Cal. 

80411 Arco Div. of Robertshaw Controls Co. 

Columbus. Ohio 

80486 All Star Products Inc Defiance, Ohio 

80509 Avery Label Co Monrovia, Cal. 

80583 Hammarlund Co. , Inc Mars Hill, N.C. 

80640 Stevens, Arnold, Co. , Inc Boston, Mass. 

80813 Dimeo Gray Co Dayton, Ohio 

81030 International Inst. Inc Orange, Conn. 

81073 Grayhill Co LaGrange, 111. 

81095 Triad Transformer Corp Venice, Cal. 

81312 Winchester Elec. Div. Litton Ind. , Inc. 

Oakville, Conn. 

81349 Military Specification 

81483 International Rectifier Corp. . El Segundo, Cal. 
81541 Airpax Electronics , Inc. . Cambridge, Maryland 
81860 Barry Controls, Div. Barry Wright Corp. 

Watertown, Mass. 

82042 Carter Precision Electric Co. . . . Skokie, 111. 

82047 Sperti Faraday Inc. . Copper Hewitt 

Electric Div Hoboken, N.J. 

82116 Electric Regulator Corp Nonvalk, Conn. 

82142 Jeffers Electronics Division of 

Speer Carbon Co Du Bois, Pa. 

82170 Fairchild Camera & Inst. Corp. , 

Space & Defense Systems Div. .Paramus, N.J. 

82209 Magurie Industries, Inc Greenwich, Conn. 

82219 Sylvania Electric Prod. , Inc. 

Electronic Tube Division . . . .Emporium, Pa. 

82376 Astron Corp East Newark, Harrison, N. J. 

82389 Switchcraft, Inc Chicago, 111. 

82647 Metals & Controls Inc. , 

Spencer Products Attleboro, Mass. 

82768 Phillips -Advance Control Co Joliet, 111. 

82866 Research Products Corp Madison, Wis. 

82877 Rolton'Mfg. Co. , Inc Woodstock, N. Y. 

82893 Vector Electronic Co Glendale, Cal. 

83058 Carr Fastener Co Cambridge, Mass. 

83086 New Hampshire Ball 

Bearing, Inc Peterborough, N. H. 

83125 General Instrument Corp. , 

Capacitor Div Darlington, S.C. 

83148 ITT Wire and Cable Div Los Angeles, Cal. 

83186 Victory Eng. Corp Springfield, N.J. 

83298 Bendix Corp. , Red Bank Div. . . Red Bank, N.J. 

83315 Hubbell Corp Mundelein, 111. 

83324 Rosan Inc Newport Beach, Cal. 

83330 Smith, Herman H. , Inc Brooklyn, N. Y. 

83332 Tech Labs Palisades Park, N.J. 

83385 Central Screw Co Chicago, 111. 

83501 Gavitt Wire and Cable Co. , Div. of 

Amrrace Corp Brookfield, Mass. 

83594 Burroughs Corp. , Electronic 

Tube Div Plainfield, N.J. 

83740 Union Carbide Corp. , Consumer 

Prod. Div New York, N. Y. 

83777 Model Eng. and Mfg. , Inc. . . . Huntington, Ind. 

83821 Loyd Scruggs Co Festus, Mo. 

83942 Aeronautical Inst. & Radio Co Lodi, N.J. 

84171 Arco Electronics Inc Great Neck, N. Y. 

84396 A.J. Glesener Co. , Inc. . . San Francisco, Cal. 

84411 TRW Capacitor Div Ogallala, Neb. 
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No. Manufacturer Address 

94870 Sarkes Tarzian, Inc Bloomington, Ind. 

85454 Boonton Molding Company Boonton, N. J. 

85471 A. B. Boyd Co San Francisco, Cal. 

85474 R.M. Bracamonte & Co. . . . San Francisco, Cal. 

85660 Koiled Kords, Inc Hamden, Conn. 

85911 Seamless Rubber Co Chicago, HI. 

86174 Fafnir Bearing Co Los Angeles, Calif. 



86197 Clifton Precision Products Co. , Inc. 

Clifton Heights, Pa. 

86579 Precision Rubber Products Corp. Dayton, Ohio 
86684 Radio Corp. of America, Electronic Comp. 



& Devices Division Harrison, N.J. 

86928 Seastrom Mfg. Co Glendale, Cal. 

87034 Marco Industries Anaheim, Cal. 



87216 Philco Corporation (Lansdale Division) 

Lansdale, Pa. 

87473 Western Fibrous Glass Products Co. 



San Francisco, Cal. 

87664 Van Waters & Rogers Inc. . . San Francisco, Cal. 

87930 Tower Mfg. Corp Providence, R. I. 

88140 Cutler -Hammer, Inc Lincoln, 111. 

88220 Gould -National Batteries, Inc. . . St. Paul, Minn. 

88698 General Mills, Inc Buffalo, N. Y. 

89231 Graybar Electric Co Oakland, Cal. 

89473 G. E. Distributing Corp Schenectady, N. Y. 

89479 Security Co Detroit, Mich. 

89665 United Transformer Co Chicago, 111. 

90030 United Shoe Machinery Corp. . . . Beverly, Mass. 
90179 U. S. Rubber Co. , Consumer Ind. & 

Plastics Prod. Div Passaic, N.J. 

90365 Belleville Speciality Tool Mfg. , Inc. 

Belleville, 111. 

90763 United Carr Fastener Corp Chicago, 111. 

90970 Bearing Engineering Co. . . . San Francisco, Cal. 
91146 ITT Cannon Elect. Inc. , Salem Div. 

Sialem, Mass. 

91260 Connor Spring Mfg. Co. . . . San Francisco, Cal. 
91345 Miller Dial & Nameplate Co. ... El Monte, Cal. 

91418 Radio Materials Co Chicago, 111. 

91506 Augat Inc Attleboro, Mass. 

91637 Dale Electronics, Inc Columbus, Nebr. 

91662 Elco Corp Willow Grove, Pa. 

91673 Epiphone Inc New York, N. Y. 

91737 Gremar Mfg. Co. , Inc Wakefield, Mass. 

91827 K F Development Co Redwood City, Cal. 

91886 Malco Mfg. , Inc Chicago, 111. 



Code 

No. Manufacturer Address 



91929 Honeywell Inc. , Micro Switch Division 

Freeport, 111. 

91961 Nahm-Bros. Spring Co Oakland, Cal. 

92180 Tru-Connector Corp Peabody, Mass. 

92367 Elgeet Optical Co. , Inc Rochester, N. Y. 

92607 Tensolite Insulated Wire Co. , Inc. 

Tarrytown, N. Y. 

92702 IMC Magnetics Corp. . . .Westbury, L. I. , N. Y. 

92966 Hudson Lamp Co Kearney, N.J. 

93332 Sylvania Electric Prod. Inc. , 

Semiconductor Div Woburn, Mass. 

93369 Robbins & Myers Inc. . . . Pallisades Park, N.J. 
93410 Stemco Controls, Div. of Essex 

Wire Corp Mansfield, Ohio 

93632 Waters Mfg. Co Culver City, Cal. 

93929 G. V. Controls Livingston, N.J. 

94137 General Cable Corp Bayonne, N.J. 

94144 Raytheon Co. , Comp. Div. , 

Ind. Comp. Operations Quincy, Mass. 

94148 Scientific Electronics 

Products, Inc Loveland, Colo. 

94154 Wagner Elect. Corp. , 

Tung -Sol Div Newark, N.J, 

94197 Curtiss -Wright Corp. , 

Electronics Div East Patterson, N.J. 

94222 South Chester Corp Chester, Pa. 

94330 Wire Cloth Products, Inc Bellwood, 111. 

94375 Automatic Metal Products Co. . Brooklyn, N.Y. 
94682 Worcester Pressed Aluminum Corp. 

Worcester, Mass. 

94696 Magnecraft Electric Co Chicago, 111. 

95023 George A. Philbrick Researchers, Inc. 

Boston, Mass. 

95146 Alco Elect. Mfg. Co Lawrence, Mass. 

95236 Allies Products Corp Diania, Fla. 

95238 Continental Connector Corp. . .Woodslde, N.Y. 

95263 Leecraft Mfg. Co., Inc Long Island, N.Y. 

95265 National Coil Co Sheridan, Wyo. 

95275 Vitramon, Inc Bridgeport, Conn. 

95348 Gordos Corp Bloomfield, N.J. 

95354 Methode Mfg. Co Rolling Meadows, 111. 

95566 Arnold Engineering Co Marengo, 111. 

95712 Dage Electric Co. , Inc Franklin, Ind. 

95984 Siemon Mfg. Co Wayne, 111. 

95987 Weckesser Co Chicago, 111. 

96067 Microwave Assoc. ,West, Inc. . Sunnyvale, Cal. 



Code 

No. Manufacturer Address 

96095 Hi -Q Div. of Aerovox Corp Clean, N.Y, 

962 56 Thordarson-Meissner Inc. . . . Mt. Carmel, 111. 

96296 Solar Mfg. Co Los Angeles, Cal. 

96396 Microswitch, Div. of 

Minn. -Honeywell Freeport, 111. 

96330 Carlton Screw Co Chicago, 111. 

96341 Microwave Associates, Inc. . Burlington, Mass. 

96501 Excel Transformer Co Oakland, Cal. 

96508 Xcellte, Inc Orchard Park, N.Y. 

96733 San Fernando Elec. Mfg. Co. San Fernando, Cal. 

96881 Thomson Ind. Inc Long Island, N.Y. 

97464 Industrial Retaining Ring Co. . . Irvington, N.J. 
97539 Automatic & Precision Mfg. . . Englewood, N.J. 

97979 Reon Resistor Corp Yonkers, N.Y. 

97983 Litton System Inc. , Adler-Westrex 

Commun. Div New Rochelle, N.Y. 

98141 R-Tronics, Inc Jamaica, N.Y. 

98159 Rubber Teck, Inc Gardena, Cal. 

98220 Hewlett-Packard Co. , 

Medical Elec. Div Pasadena, Cal. 

98278 Microdot, Inc So. Pasadena, Cal. 

98291 Sealectro Corp Mamaronech, N.Y. 

98376 Zero Mfg. Co Burbank, Cal. 

98410 Etc Inc Cleveland, Ohio 



98731 General Mills Inc. , Electronics Div. 

Minneapolis, Minn. 

98734 Paeco Division of Hewlett-Packard Co. 

Palo Alto, Cal. 

98821 North Hills Electronics, Inc. . Glen Cove, N.Y. 
98978 International Electronic Research Corp. 

Burbank, Cal. 

99109 Columbia Technical Corp. . . . New York, N.Y. 

99313 Varian Associates Palo Alto, Cal. 

99378 Atlee Corp Winchester, Mass. 

99515 Marshall Ind. , Capacitor Div. . Monrovia, Cal. 
99707 Control Switch Division, Controls Co. 

of America El Segundo, Cal. 

99800 Delevan Electronics Corp. . East Aurora, N. Y. 

99848 Wilco Corporation Indianapolis, Ind. 

99928 Branson Corp Whippany, N.J. 

99934 Rembrandt, Inc Boston, Mass. 

99942 Hoffman Electronics Corp. , 

Semiconductor Division £1 Monte, Cal. 

99957 Technology-Instrument Corp. 

of California Newbury Park, Cal. 



The following HP Vendors have no number assigned in the latest supplement to the Federal Supply Code for Manufacturers Handbook. 



OOOOF Malco Tool and Die Los Angeles, Calif. 

OOOOZ Willow Leather Products Corp. . . Newark, N.J. 

OOOAB ETA England 

OOOBB Precision Instrument Comp. Co. Van Nuys, Cal. 



OOOCS Hewlett-Packard Co. , Colorado 

Springs Div. . . . Colorado Springs, Colorado 
OOOMM Rubber Eng. & Development . . .Hayward, Cal. 
OOONN A "N" D Mfg. Co San Jose, Cal. 



OOOQQ Cooltron Oakland, Cal. 

OOOWW California Eastern Lab Burlington, Cal. 

OOOYY S.K. Smith Co Los Angeles, Cal. 



SUPPLEMENTAL CODE LIST OF 



MANUFACTURERS 



Code 

No. Manufacturer 

23880 Stanford Applied Eii^rn^ring 

27264 Molex Products Co. 



Address 

Santa Clara, California 
Downerv G'ow. Ml 
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HEWLETT Jipi PACKARD 



SALES & SERVICE OFFICES 



UNITED STATES 



ALABAMA 

8290 Whitesburg Or . $ ( 

P 0 Boi 4207 
Huntsville 3S602 
Tel (205) 081-4591 
TWX 810-726-2204 
Medical Only 
220 W Valley Ave . 

Room 220 

Birmingham 35209 
Tel (205) 942-2001 

ARIZONA 

2336 E Magnolia St 
Phoenix 85034 
Tel (602) 244-1361 
2424 East Aragon Rd 
Tucson 05706 
Tel (602) 294-3140 

‘ARKANSAS 

Medical Service Only 
P 0 Box 5646 
Brady Station 
Little Rock 72205 
Tel )501) 664-8773 
CALIFORNIA 
1430 East Orangethorpe Ave 
Fullerton 92631 
Tel (714) 870-1000 
3939 Lankershim Boulevard 
North Hollywood 91604 
Tel (213) 877-1282 
TWX 910-499-2170 
6305 Arizona Place 
Los Angeles 90045 
Tel (213) 649-2511 
TWX 910-320-6147 
‘Los Angeles 
Tel (213) 776-7500 
3003 Scott Boulevard 
Santa Clara 95050 
Tel (408) 249-7000 
TWX 910-338-0518 
‘Ridgecrest 
Tel (714)446-6165 
2220 Watt Ave 
Sacramento 95825 
Tel (916)402-1463 



9606 Aero Drive 
PO lei 2H33 
San Diego 92123 
Tel (714) 279-3200 



COLORADO 

5600 South Ulster Parkway 
Englewood 80110 
Tel (303) 771-3455 



CONNECTICUT 

12 Lunar 



New Haven 

Tel (203) 

TWX 710 ew xn 



FLORIDA 

P 0 Box 24210 
2006 W Oakland Park Blvd 
Ft. Lauderdale 33307 
Tel (305) 731-2020 
TWX 510-955-4099 
‘Jackaonville 
Medical Service only 
Tel (904) 725-6333 
P.O Box 13110 
61 77 Laku I lenor Or 
Orlando X2S09 
Tel (305) 859-2900 
TWX. 810-850-0311 
P 0 Box 12826 
Pensacola 32575 
Tel (904) 434-3081 

GEORGIA 

P 0. Box 105005 
Atlanta 30348 
Tel. (404) 434-4000 
TWX 810-766-4890 
Medical Service Only 
‘Augusta 30903 
Tel: (404) 736-0592 

HAWAII 

2675 So King Street 
Honolulu 96814 
Ter (608) 955-4455 



ILLINOIS 



5500 Howard Street 
Skokie 60076 
Tel (312)677-0400 
TWX 910-223-3613 



*St. Joseph 

Tel (217) 469-2133 



INDIANA 

7301 North Shadeland Ave 
Indianapolis 46250 
Tel (317) 042-1000 
TWX 010-260-1796 



IOWA 

1902 Broadway 
Iowa Ctty 52240 
Tel (319) 330-9466 
Night (319) 338-9467 

‘KANSAS 

Derby 

Tel: (316) 267-3655 
KENTUCKY 
Medical/Calculator Only 
Atkinson Square 
3901 Atkinson Or., 

Suite 207 
Louisville 40218 
Tel (502) 456-1573 

LOUISIANA 

P 0. Box 840 
3239 Williams Boulevard 
Kenner 70062 
Tel: (504) 721-6201 
TWX 810-955-5524 



MARYLAND 

6707 Whitestone Road 



Baltimore 21207 
Tel, (301) 944-5400 
TWX 710-862-9157 



2 Choke Cherry Road 
Rockville 20850 
Tei (301) 940-6370 
TWX 710-828-9604 



MASSACHUSETTS 

32 Hartwell Ave 
Lexington 02173 
Tel (617)861-8960 
TWX 710-326-6904 
MICHIGAN 
23855 Research Orive 
Farmington Hills 46024 
Tel (313) 476-6400 
TWX 816-242-2900 



156 Wyatt Drive 
Las Cruces 88001 
Tel (505) 526-2485 
TWX 910-983-0550 

NEW YORK 

6 Automation Lane 
Computer Park 
Albany 12205 
Tel (518)458-1550 
TWX 710-441-8270 



MINNESOTA 

2400 N Prior Ave 
Roseville 551 13 

Tel (612) 636-0700 
TWX 910-563-3734 

MISSISSIPPI 

‘Jackson 

Medical Service only 
Tel (601)982-9363 

MISSOURI 

11131 Colorado Ave. 
Kansas City 64137 
Tel: (816) 763-0000 
TWX 910-771-2087 



New York City 

Manhattan. i 
Contact Pa’i“‘-\ NJ Ollice 
Tel 1201) m WOO 
Brooklyn. Queens, Richmond 
Contact Woodbury, NY Olfice 
Tel (516) 921-0300 
201 South Avenue 
Poughkeepata 12601 
Tel (914) 454-7330 
TWX 510-240-0012 
39 Saginaw Drive 
Rochester 14623 
Tel. (716) 473-9500 
TWX 516-253-5981 



148 Weldon Parkway 
Maryland Haights 63043 
Tel (314) 567-1455 
TWX 910-764-0830 



5858 East Molloy Road 
Syracuse 1321 1 
Tel (315) 455-2486 
TWX 710-541-0482 



NEBRASKA 

Medical Only 
7171 Mercy Hoad 
Suite HO 
Omaha 68106 
Tel (402) 392-0948 

NEW JERSEY 

W 120 Century Rd. 
Paramus 07652 
Tel (201) 265-5000 
TWX 710-990-4951 

NEW MEXICO 

P 0 Box 11634 
Station E 

11300 Lomas Blvd , N E 
Albuquerque 67123 
Tel (505) 292-1330 
TWX 910-989-1185 



1 Crossways Park West 
Woodbury 11797 
Tel (516) 921-0300 
TWX 710-990-4951 

NORTH CAROLINA 

P 0 Box 5188 
1923 North Mam Street 
High Point 27262 
Tel (919) 005-8101 
TWX 510-926-1516 

OHIO 

16500 Sprague Road 
Clevelend 44130 
Tel (216) 243-7300 
TWX 810-423-9431 



330 Ad 

Dsylon 4V4I9 

Tel (513) 059-8202 
TWX 010-474-2018 
1041 Kingsmill Parkway 
Columbus 43229 
Tel (614) 436-1041 

OKLAHOMA 

P 0 Box 32008 
Oklahonrw City 73132 
Tel (405) 721-0200 
TWX 910-830-6062 

OREGON 

17890 SW Lower Boones 
Ferry Road 
Tualatin 97062 
Tel (503) 620-3350 
PENNSYLVANIA 
111 Zeta Drive 
Pittsburgh 15238 
Tel (412) 702-0400 
Night 782-0401 
TWX 710-795-3124 
1021 8th Avenue 
King of Prussia Industrial Park 
King ot Prussia 19406 
Tel (215) 265-7000 
TWX. 510-660-2670 
SOUTH CAROLINA 
6941-0 N Trenholm Road 
Columbia 29260 
Tel (803 ) 782-6493 
TENNESSEE 
‘Mamphia 
Medical Service only 
Tei (901) 274-7472 
‘NaBhvIll# 

Medical Service only 
Tel (615) 244.5440 
TEXAS 
PO Box 1270 
201 E Arapaho Rd 
Richardaon 75080 
Tet (214) 231-6101 
TWX 910-867-4723 



FO 774C4 

WOO Drive 

Suite 100 
Houston 77027 
Tel (713) 781-6000 
TWX 910-881-2645 
205 Billy Mitchell Road 
San Antonio 7^226 
Tel (512) 434 tjil 
TWX 910-871-1170 



UTAH 

2160 South 3270 West Street 

Salt Laka City 84119 

Tel (801)407-0715 



VIRGINIA 

Medical Only 
P.O Box 

No 7 Koge- fie' Center 
Suite 212 
Norfolk 235C? 

Tel. (804) 4V •C26/7 
P 0 Box 9av4 
2914 Hung,*^ Savings Road 
Richmond 71(778 
Tel (004) )01 

TWX 710-956-0157 



WASHINGTON 

Belletield Office Pk 
1203- 11 4th Ave S E 
Ballavue 98004 
Tel (206) 454-3971 
TWX 910-443-2446 

‘WEST VIRGINIA 

Medical 'Analytical Only 

Charlaston 

Tel (304) 345-1640 

WISCONSIN 

9004 West Lincoln Ave 
West Allia 53227 
Tel (414)541-0550 

FOR U S. AREAS NOT LISTED: 

Contact the regional office 
nearest you Atlanta. Georgia 
North Hollywood, California 
Rockville. Maryland Skokie. 

Illinois complete 

addresm listed above 



‘Service Only 



CANADA 

ALBERTA 

Hewlett-Packard (Canada) Ltd 
11748 Kingsway Ave 
Edmonton T5G 0X5 
Tel (403) 452-3670 
TWX 610-031-2431 EOTH 
Hewlett-Packard (Canada) Ltd 
915-42 Avenue S E Suite 102 
Calgary T2G 1Z1 
Tel (403) 287-1672 
TWX 6I0-82I-6I4I 



BRITISH COLUMBIA 

Hewlett (Canada) Ltd 

837 E Cordova Street 
Vancouver V6A 3R2 
Tel: (604) 254-0531 
TWX: 610-922-5059 VCR 



MANITOBA 

Hewlett-Packard (Canada) Ltd. 
513 Century St 
St. James 

Winnipeg R3H OL8 
Tel (264) 706-7581 
TWX 610-671-3531 



NOVA SCOTIA 

Hewlett-Packard (Canada) Ltd 
800 Windmill Road 
P D Box 931 
Dartmouth B2Y 3Z6 
Tel (902) 469-7020 
TWX 610-271-4402 HFX 



ONTARIO 

Hewlett-Packard (Canada) Ltd 
1785 Woodward Dr 
Ottawa K2C 0P9 
Tel (613) 225-6530 
TWX 610-562-0968 
Hewlett-Packard (Canada) Ltd. 
6877 Goreway Drive 
Miaaiaaauga L4V 1L9 
Tel (416) 678-9430 
TWX 610-492-4246 



QUEBEC 

Hewlett-Packard (Canada) Ltd 
275 Hymus Blvd 
Points Claire H9R 1G7 
Tel (514) 697-4232 
TWX 610-422-3022 
TLX. 05-021521 HPCL 



Hewlett-Packard (Canada) Ltd. 

2376 Galvani Street 
Ste-Foy GIN 4G4 
Tel (41§) 600-0710 
TWX 610-571-5525 

FOR CANADIAN AREAS NOT LISTED: 

Contact Hewlett-Packard (Canada) 

Ltd in Mississauga 



CENTRAL AND SOUTH AMERICA 



ARGENTINA 

Hewlett-Packard Argentina 
SACel 

Lavaile t171-3“ Piso 

Buenos Alrea 

Tel 35-04* 1V0627. 35-0341 

Telex Puts^ Sooth No 9 

Cable HEW^ACX ARG 

BOLIVIA 

Siambuk 4 Ujn (Bolivia) Ltda 
Av Mariscj Santa Cru: 1342 
La Paz 

Tel 40620 W63. 52421 
Telex 356.x* I 
Cable BUXkUA 
BRAZIL 

Hewlett-Paoird Do Brasil 
I E C Ltda 

Rua Frei Caneca. 1140/52 Bela Vista 
01307-S4O PsulO-SP 
Tel 288-71-11.287-81-20, 
287-61-93 

Telex 39I-M2-3602 HPBR-BR 
Cable HEWPACK Sao Paulo 



Hewlett-Packard Do Brasil 
I E C Ltda 

Praca Oom Feliciano, 78-8'' 
andar (Sala 806/8) 
90000-Pdrto Alagre-RS 
Tel: 25-84-70-DDD (0512) 
Cable HEWPACK Pdrlo Alegre 
Hewlett-Packard Do Brasil 
I E C Ltda 

Rua Siqueira Campos. 53. 4^ 
andar-Copacabana 
20000-Rio da Jar>eiro*GB 
Tel 257-80-94-D0D (021) 
Telex 391-212-1905 HEWP-BR 
Cable HEWPACK 
Rio de Janeiro 

CHILE 

Calcagni y Metcalfe Ltda 
Alameda 580-01 807 
Casiila 2118 

Santiago, 1 
Tr 

Trfi >50001 CALMET 
Cable CALMET Santiago 



Medical Only 

General Machinery Co . Ltda 

Paraguay 494 

Casilla 13910 

Santiago 

Tel 31123 31124 

Cable GEMCO Santiago 

COLOMBIA 

tnstrumentacidn 

Henrik A Langebaek 4 Kier S A 
Carrera 7 No 48-75 
Apartado Adreo 6287 
BogoU, IDE. 

Tel: 69-88-77 
Cable AARIS BogotJ 
Telex 044-400 

COSTA RICA 

Cientifica Costarncense S A 

Calle Central, Avenidas 1 y 3 

Apartado 10159 

San Joad 

Tel 21-06-13 

Cable GALGUR San Josd 



ECUADOR 

Medical Only 

A F Viscaino Compahla Ltda 
Av Rio Amazonas No 239 
P 0 Box 2925 

Quito 

Tel 527-000,527-804 
Cabid ASTOR Quito 

Calculators Only 
ComputaJoras y Equipos 
Electrdnicos 
P 0 Box 2695 

Avda 12 De Octubre No 2207 

Quito 

Tel: 7i3m 2K763 
Telex W 71*3 Sagita Ed 
Cable Quito 

EL SALVADOR 
IPF^ 

Buievar de los Heroes 11-48 
San Salvador 

Tel 252707 

GUATEMALA 

IPESA 

Avenida La Reforma 3-48, 

Zona 9 

Guatemala City 

Tel: 63627, 64786 
Telex 4192 Teleiro Gu 



MEXICO 

Hewlett-Packard Mexicana, 

S A de C V 

Torres Adalid No 21, If Piso 
Col del Valle 
Mexico 12. D F 
Tel (905) 54J a? >2 
Telex: 017-74 JO* 
Hewlett-Packard Mexicana. 

S.A de C V 

Ave. ConstTtucidn No 2184 
Monterrey, N L 
Tel 48-71-32, 48-71-84 
Telex 038-643 

NICARAGUA 

Roberto Terdn G 
Apartado Postal 689 
Edilicio Terdn 

Managua 

Tel 25114.23412,23454 
Cable ROTERAN Managua 

PANAMA 

Electrdnico Balboa, S A. 

P 0 Box 4929 
Calle Samuel Lewis 
Cuidad de Panama 
Tel 64-2700 
Telex 3431 103 Curunda, 

Canal Zone 

Cable ELECTRON Panama 



PARAGUAY 

Z J Melamed S R L 
Oivisidn Aparatos y Equipos 
Mddicos 

Divisidn Aparatos y Equipos 
Ciaitlficos y de Investigacidn 
P 0 Box 676 
Chiie-402. Ediiicio Victoria 
Aauneidn 
Tel 4-5069. 4-6272 
Cable RAMEL 

PERU 

Compadia Electro Mddica S A 

Los FJamwicot 145 

San Isidro Civla 1030 

Lima 1 

Tel 413405 

Cable ELMED Lima 

PUERTO RICO 

Hewlett-Packard Inter-Amencas 

Puerto Rico Branch Office 

P 0 Box 29001 

65th Int Station 

San Juan 00929 

Calle 272, Urb Country Club 

Carolina ()0639 

Tel (809) 76J OiS-'IW 7i45 
Telex 34505 11 



URUGUAY 

Pablo Ferrando S A 
Comercial e If'rfustrial 
Avenida Italia 2877 
Casilla de Correo 370 

Montevideo 

Tel 40-3102 

Cable RAOKJM Montevideo 

VENEZUELA 

Hewlett-Packard de Venezuela 
C A 

Apartado 50933, Caracas 105 
Edifitio Segre 
Te^cx^i Iransversal 
Lcn Norte 
CwacM 107 
Te» 07. 35-00-84, 
3VCO-A5, 35-00-3I 
Te»i 75146 HEWPACK 
Cable HEWPACK Caracas 



FOR AREAS NOT LISTED, CONTACT: 

Hewlett-Packard 
Inter-Amencas 
3200 Hillview Ave 
Palo Alto. Calitornia 94304 
"a (HSi «3 1501 
twi <7^0 

Caoie ntWPACr^ Palo Alto 
Telex 034-8300, 034-8493 




J 



EUROPE 



DCNMLAIte 

A i 

Pr*.r V 
'■ Mr 




principal c3e 
U» '-e-Marignane 
> 'J'.' Marignanc 
'ic ^ 1 B9 12 36 
:aO«r HEWPACK MARGN 
\rw» I10774F 
^nk'r** i fe 

AjfTt t 

ai AoiV^ter 

» JW Wawwaa 
'# *► » 13 ?• 

Cast 7I-H2 

'*»• 

wfw f<» ♦jL**-; »'j^e 

V*i 

< A ^ if j •*. lensau 

t ii«a*Mrg 

•• U. ?) .V 21 



Cf HMAJ* riOf «AL REPUBLIC 

»»r» 

‘ ‘A.* -4T 

0 4cnc f OAa«^ M 

> ail. i«o M * 

Cii»* »*a-*iun 

»* U-; « 

tari l«^9 Art • gen 
#vta »F 

0 *:j0 B^m«a *.ttemberg 

T# .5*511. M ' * 



>% V 

*nua* V ig 
I Cci«*f 

CM l>**t 

W. )‘W»* 

Hewien Packard Fiance 

A;fv» aagionale 
r- » 1e la Cepifire 
r •»* la Cepifire ?0 

I Jt)OD Toulouaa-Le Mirail 



ii«ri a’Tt'.’H 



; OwaaaMod 

r a'»*«l' 
f f« *'.•• >13 *;clcl (3 
»• rr r«rajr« GibH 
4n»**v*»\ B«^7 Hamburg 



: 1 

^ i I ) f 3 



Hewk PacvrfCTibH 
Tecfi* v*wn %^e Hannover 
Mellf • 1 v-r.-.e 3 

D-30*t Hawwiy-Kleefald 

Tel MAii 16 

Tele> at? 

Hewim '^»iKkr4 ■ mbH 
Tecb->v*r% P.* Nuremberg 
Neumeye- Mr yO 

0-8500 Nuremberg 
Tel (0911) 56 30 8X'85 
Telex 0623 860 
Hewlett-Packard GmbH 

*iM^.''en 

0 AV7 OPMunn 
Tw )0 61 7 

TfWi V«<l> 

C»^ #>1.7KSA Munchen 

Tmt 

(>»aai 

GmbH 

Tat*»fc-«*-. a jro Berlin 

Kf-* v-nw / 4 
0 '»CSar%t30 
T** 4 «;.;iW 86 
Telex 18 3405 hpbln d 
GREECE 
Kpstas Karayannis 
18. Ermou Street 
GR Athena 126 
V ):3’7ji 
Cj»« AAxA* Athens 
•w*. 21 >*♦: rkar gr 
I 0-w, 



’» A?* 1'S 
Cj 6* A*I«S<A 

'»»t 7‘ INTE GR 



>: V ff 

^ AMna >1> 

Ir >7% r?4*J t»|-4 959 
Cm I ia;ak Mm 

Telex 21-4693 ETAL GR 

ICELAND 

Med'cai Only 

Elding Trading Company Inc 
Hafnarhovoli - Tryggvatotu 

lS-Reyk|avik 

Tel 1 V .'0 

Cable K;4NG Reykjavik 



IRAN 

Hewlett-Packard Iran Ltc 
Ml ( ■>#} A^-v« 

I4tn >r,eBi ho 19 

IR-Tehran 

Tel 85 10 82 '86 

IRELAND 

Hewlett-Packard Ltd 

Wokingham 
lire RG1 1 
78 4 • fi 
Telex 847l78'84ai2» 

ITALY 

Hewlett-Packard v.p A 

Cav 'j ,»'Stale 3645 
> 75124 Milano 
'r u’r >251 (10 lines) 

Cm -IWPACKIT Milano 
Wi 1.-I46 

Packard itaiiana S p A 
V.J P*» Maroncelli 40 
• M ijVisentin) 

■ n*5l Padova 
fei (49) 66 48 88 
Telex 32046 via Miiano 
Medical only 

Hewlett-Packard itali^j S 1 A 
Via d Aghiardi. 7 

I S4* V^*a 

T» »£• 7 n 01 
Tixwi )?o« ^ Milano 
I WWW* c>4rij'9 S p A 



Hww.»* *Yf u I ’iiiana S p A 

Vaii-Osr*-r 16 

1-101 2t 

Tel S3 A2 Ai V4 84 68 
Telex 1294* n Milano 



Medi 



5 Only 



Hewir" • taliana S p A 
Via F" '-'.rf ^ la 43 G,C 

1-95! > CatM 
Tel (D9> r«. :s 

Hewje- ParM*! taiiana S p A 
Via Awa ^ «r.;ucci 9 
1-80142 ktepe* 

Tel (111 13 7Mi 
HewlP* Parajf: lahana S p A 
Via E Vn. %• 

1-40137 Bologna 
Tel (051) 30 78 87 



111 40 1 



LUXEMBURG 
Hewlett-Packard Benelux 

lA NV 

Avenue du Col-Veri, 1, 
(Gfoenkraaglaan) 

6-1170 Brusaels 
Tel (02) 672 22 40 
Cable PALOBEN Brussels 
Telex 23 494 
NETHERLANDS 
Hewlett-Packard Benelux N V 
Van Heuven Goedhartiaan 121 
PO Box 667 
NL- Amatelveon 1 134 
Tel (020) 4 7 20 21 
Cable' PAI.0BFN Amsterdam 
Telex 13 2H * 

NORWAY 

Hewlett-Packard Norge A/S 
Nesveien 13 
Box 149 

N 1344 Haalum 
Tel (02) 53 83 60 
Telex 16621 hpnas n 

POLAND 

6IURO INfORMACJI TECHNIC2NEJ 

Hewlett-Packard 

U1 Stawki 2 6P 

00-950Waraaw 

Tel 39 67 43 

Telex 81 24 53 hepa pi 

PORTUGAL 

Telerfra-Fmpreu T^cnica de 

Equie*- — 4 »i liaoieot Sari 
Rua da ")3 

P 0 ta nil 
P LM90A I 

Tel W 77 

Cable *iifCTAAi«M 
Telex 'TSW 
Mundmter 

tntercambio Mondial de Com^rcio 
Sari 

Av A A.de Aguiar 138 

PO Box 2761 

P - Ltabon 

Tel (191 53 21 31.7 

Cable INTEflCAMBlO Lisbon 

RUMANIA 

Hewir- Packed Technical Office 

BD.N torrv. <6 

BucAjcoai 

Tel '>«C 21'3AB85 

Telex 'laic 

SPAM 

Hewif^ Espahola. S A 

Jere; 1 

E MMM t 

Tel III 4M 2« T) (10 lines) 

Telex :3VSr#r 



Hewlett-Packard Espahola. S A 
Milanesado 21-23 
E-Barcelor>« 17 
Tel (3) 203 6200 ( 5 lines) 

Telex 52603 hpbe e 
Hewlett-Packard Espahola. S A 
Av Ramdn y Caial 1-? 

(Edilicro Sevilla I) 

E Seville 5 
Tel 64 44 54'58 
Hewlett-Packard espahola S A 
Edificio Albia It r B 
E-Bllbao 

Tel 23 83 06/23 82 06 
Calculators Only 
Hewlett-Packard Espahola S A 
Gran Via Fernando El Catdiico. 67 

E-Valencie-8 

Tel 326 67 28:326 85 55 

SWEDEN 

Hewlett-Packard Sverige AB 
EnighetsvSgen 3 

S m 20 Bromme 20 

Tel (08) 730 05 50 
Cable MEASUREMENTS 
Siockttolm 
Telex 10721 

Hewlett-Packard Svenge AB 

Frotaiisgatan 30 

S-421 32 VMtre Frolunda 

Te( (031) 49 09 50 

Telex 10721 Via Sromma Office 



SWir2tftLA40 

Hewlf PMurd ■ Srhweiz) AG 
Zurchext-etw ?C 
P 0 fc-x ir* 

CH-89'52 Scnneren Zurich 
Tel (01) 98 18 21 
Cable HPAG CH 
Telex 53933 hpag ch 
Hewlett-Packard (Schweiz) AG 
9. Chemin Louis-Pictet 
CH-1214 Vernier-Ganeva 
Tel (022) 41 49 50 
Cable HFWPACKAG Geneva 
Tele* 7f JJ3 hpag ch 

TURKEY 

Telekom Engineering Bureau 

P 0 Box 437 

Bev^lu 

TR-iatanbul 

Tel 49 40 40 

Cable TELEMATION Istanbul 



UNITED KINGDOM 

Hewlett-Packard Ltd 
King Street Lane 
GB-Winnarsh. Wokingham 
Berks. HG1 1 5AR 
Tel (0734) 78 47 74 
Cable Hewpie London 
Telex 847178/9 

Hewlett-Packard Ltd 
The Grattons 
Stamford New Road 
G6-Altrlncham 
Cheshire WA14 IDJ 
Tel (061)928 9021 
Cabk Hewpie Manchester 
Telex 668068 



Hewlett-Packard Ltd. 

Lygon Court 
Dudley Road 

GB-Haleaowan. Worcs 
Tr>i- 10211 -550 7053 

Ti^. .«ii M0 777J 

Hewlett-Packard Ltd 
4th Floor 
Wedge House 
799, London Road 

GB-Thorn(on Heath CR4 6XL 

Surrey 

Tel (01) 684 0103'0105 
Telex 946825 



Hewlett-Packard Ltd 
c/o Makro 

South Service Wholesale Centre 
Wear Industrial Estate 
Washington 

GB-Naw Town. County Durham 
Tel Washington 464001 ext 57-58 

He* fjckard Ltd s registered 
ad(r»»v» mr V A T purposes 

70 t-^jry Pavement 
G6 London EC2A1SX 
Re>i’nH No 690597 

US1« 

He**^ kickard Representative 
Off If uiSR 

Pokrovsky Boulevard 4/17, Suite 12 

Moacowi01000 

Tel 294 2024 

Telex 7825 hewpak SU 



YUGOSLAVIA 

lu I s'jndard'Hewlett-Packard 



Mx. _...-iva 38 VII 
6 'XC Ljubljana 
Tn J1V879.321-674 
Telex 31583 YU HEWPAK 



AFRICA, ASIA, AUSTRALIA 



AMERICAN SAMOA 
r 

Fa.. liav^ont Road 

^a^ Fafota'99 

V %\1) 

CjC** Pago Pago 



GUAM 

v*i j Fku* Cjkulaiors Only 

Cao* Inc 

A*r (vw Bluing &oom 210 
FO tliiJ 



■jCm iAAui: 



AMGOiA 

tfA-J 

l^*vi fr •. -i de 



tar* ca\ S A R L 

• J AriC-.gues 42-rOT = 

t»Ai Favs U*7 
LtMda 

'•» r5->l 

*UIC‘*U Luanda 



austhalu 

]» *1 V eef 

B(a<kMw>H v-'oria 3130 

FO M 

Doncaata* laal Victoria 3109 
•n HAM 
'iwi )t C74 

Cable HEWPARO Melbourne 
Hewlett-Packard Australia 

3t B- 

FtmAM 

Ara .T7J 

t»€ 

•fiat ? Hi 

Cm a«WfABC ^f««y 

»*aaw- A.V m 

►> .M 

'llCvfaaax Aaae 

FafkiM >011 \ A 

«r / ’ 7M» 

‘«ati a>'ka Ani, 
i.s>a AT-xa: iOtcAIDE 

**a e* 






'•w* atavtnfl'a 

IM *d riRTH 

i A.wralia 

' 7 ' A *61 

rrF7«Ma A O .609 



If f* VAtd a 

CM a<*^Aa-'- CANBERRA 



Hewlett Packard Australia 

^ pry IM 

'f*,a^4 Kuilding 
4'f*, ma*-.»ra/ Street 
S#fi^ 4 (^0 Queensland 

•f .'I 1>44 

•f„ 4M) M SBANE 



CYWIVS 

*1^ 

lY (.-xv 4 »enopoulos Rd 

f o a-rt • 

c V MicaaA 

Cr« 

Cj'« *.i^ai--S PANDEHIS 



HONG KONG 

• imidt & Co (Hong Kong) Ltd 
F n Box 297 
-C .vinalight Centre 

Connaught Road. Central 

Hong Kong 

le*i 'I'mSCHMCHK 

Cam X**V 3TC0 Hong Kong 



MOIA 

;i-v?«aArir/Rd 

Ma — ai iX 020 
ta MX?' 

'a.. ?IX 
CM iLvItltOST 



•M W IH 

I'l 7 w ^irkar 

►ib^aw 

•oaMa lOO 025 
‘0 *> '$ If 



*f*a. my 



Cm fb-r.'BLUE 






■ka IM 
Baa« Bcf x^se 

■aaaBav iO* QM 
ta l> 

Tnr. VM 
CM i^.TSTAA 



»va Sa» 

'4 lO Caf« IM 

KaaM 7W 001 



’f'a. TV 
CjOi Bli.r.‘AR 



^ Ui' IM 
7 HAf SAfv' 
rri k:, SCI 
CainM *XOC' 

’f*.' 

Ck-*f k I5*A« 
k«f Sat iti 
A ^ V.T 

A4 W#-^-u Rd 



LadT-aga- 
Naw Da*a I'C C,M 
’a V W 



Iff* ,'Ai3 
CM kIdMAA 



^ W IM 




Cd> k j(l*Ali 



Blue Star Lid 

Meeakcni Uin^iiran 

x»« ’4*1 Ma^tma Gandhi fid 

CacAiw 4A7 016 Kerala 
Tw X?5M 1?>4' C?t2 
If«i MC Ml 

Cj:« »._«staa 

Blue Star Ltd 
1-1-117. 1 

Sarojini Devi fi',a* 
Secunderabad >O0 003 
Tel 70126. 70127 
Cm kJEFROST 

'«*• IM 
9sA Mr Ltd 

7) 74 '^ond Line Beach 

AAadxaa 600 001 
?mi 

tnai 1-! 

Cm kJESTAR 
Blue Star Ltd 
Nathrai Mansions 
2nd Floor Bistupur 

Jamahedpur 831 001 

Tel 7383 
Cable BLUESTAR 
Telex 240 
INDONESIA 
BERCA Indonesia P.T 
P 0 Box 496 

1st Floor JL. Cikmi Raya 61 

Jakarta 

Tel V. ^ ab»g 49886 
Teir* 4;»ir> 

Cabi« MRCACnN 
8ERCA P T 

63 .. kf*s Cf-?«ng 
Suraoaya 
Tel 443 (j 9 



iSn>EL 

4 Engineering Oiv 
r* j Israel Ltd 
•4 «»f n xi Street 
FO *fw ?^'I6 

Taa-Am 
V jrt‘3 

Ca?« lASfU Tel-Aviv 



JAPAN 

Yokogawa-Hcwletf-Packard Ltd 
Ohashi Building 
1-59-1 Yoyogi 

\A4ivfJ*. Teitye 



ff« CJ 1- 

•*•1 717.r‘.*irwF 

(a-w »**rvjLaa| 1 n '74 



N \\m 'Ar fa- A. ding 
7 • ?v Dme. Ibaraki-shi 

OaaM M* 

’« 7) -Ml 

MJ7 >'HP OSAKA 



Yokogawa-Hewlett-Packard Ltd 
Naka-'' 

24 kj- l«»mj-cho 
Nakj>w<i Nagoya . 450 
Tel '.%»> >'t >'71 
Yok xjAwa ' Nw ^-Packard Ltd 
Tarrauwj k. r - , 

2-24 1 1wv»i 100 
Kan*^f*j u. 

Yokofi«*a 771 
Tel :i> 3»? •?« 

Tele* 3JC4 xHP YDK 
Yokogawa-Hewlett-Packard Ltd 
Mito Mitsui Building 
105 1 -chrome, San-no-maru 
Mtto. Ibaragi 310 
Tel .’470 

Yoko^i mwiett-Packard Ltd 
Inouf «««ka9 

134A > Aur cho 1-chome 

Ataiffi ATA^awa 243 

Tel jic ;i -452 

KENYA 

Tecf ^<Ai I'^neenng 
S«*v<rj I A )Lld . 

POM xuu 

Nairek 

Tel YY'-’Ti >56762 
Cable PHutiJfJ 
Medical Only 

International Aeradio(E A )LW . 
P 0 fiot iW? 
fk>- _C* Aj 

Napodi 

In iJkn>>4 
1wi 7779' 77101 
Cam -kfW« " Nairobi 
KOREA 

American Trading Company 
Korea 

C P 0 Box 1103 

Da» ■»."«; * •; . 8th Floor 

tO'v--^*- 

Ch-vj • ■. Saoul 

Tel .4 kw%- :» 3924-7 

Tek. I 7*JN 

Cable AMTRACO Seoul 



LEBANON 

Conslantm E Macridis 
C mfWLTA.. V- ret 34 
P A %« f7iy 

F. kMd 

Tr miH’l 
Trtf 7l-'4 

Cm IIICTRCAUCLEAR Beirut 



MALAYSIA 

Teknik Mutu Sdn Bh(J 

7ler>^ *JU 
•r -n- I) 

Fn»*« >fya Selangor 

7*J4>VS ines) 

MOJA4M«OUE 

A A Onxtj^, Lta 
162, r Apt 1 4 Av D Luis 
C aixa Postal 107 
Lo«raA<o Marques 
Tel ?r'si 77114 
Tein 4 7t7 Negon Mo 
Cats* xi 



NEW ZEALAND 

Hewlett-Packard iN Z ) Ltd 
4-12 Cruickshank Street 
Kilbirnie. Wellington 3 
Mailing Address Hewlett-Packard 
(N Z ) Ltd 
P 0 Box 9443 
Courtney Place 
Wellington 
Tel 877-199 
Telex NZ 3839 
Cable HEWPACK Wellington 
Hewlett-Packard (N Z ) Ltd 
Fa***#*^ k.-Yosional Centre 
74' Faw'j'i^a "ghway 

•Oi >♦«? 

Pakuranga 

Tel 569-651 

Telex NZ 3839 

Cable HEWPACK. Auckland 

Analyxo Madc« ‘^.y 

Meditf >.33An A t Ltd 

Soeniilic Division 

79 Carlton Gore Rd , Newmarket 

P 0 Box 1234 

AucMartd 

Tei 75-289 

Telex 2958 MEOISUP 

Cable DENTAL Auckland 

Analytical.'Medicai Only 

Medical Supplies N Z Lid 

P 0 Box 1994 

147-161 Tory St 

Wellington 

'n »V .’W 

•nri «>• 

-4NtAL. Wellington 

A»j*r*<-» Medical Only 

So^jiies N Z Ltd 

F 0 Soi 1.^ 

ZH yj'*“ € Road 
CNfiaAcWch 

'r H7 -••1 

Cabd CAAtAL, Christchurch 
A^^fKM Medical Only 
Mfx r.. relies N Z Ltd 
303 Great Mng Street 
P 0 Box 233 
Dunedin 
Tel 88-817 

Cable DENTAL. Dunedin 
NIGERIA 
The Electronics 
Instrumentations Ltd 
N6B.770 Oyo Road 
Oiuseun House 
P M 8 5402 

Tel %'Y.'? 

Telei )i73i TEiL Nigeria 
Cable THETEiL ibadan 
The Electronics instrumenta- 
tions Ltd 

144 Agege Motor Road. Mushm 
P 0 Box 6645 

Cable THETEIL Lagos 



PAKISTAN 

Mushko & Company. Ltd 
Oosman Chambers 
Abdullah Haroon Road 
Karschi-3 
Tel 511027, 512927 
Telex KR894 

Cable COOPERATOR Karachi 
Mushko i Company. Ltd 
38B. Satellite Town 
Rawalpindi 
Tel 41924 

Cable FEMUS Rawalpindi 



TAIWAN 

Hewlett-Packard Far East Ltd , 
Taiwan Branch 
39 Chung Shiao West Road 
Sec I. 7th Floor 

Taipei 

Tel 389160.1,2 3 
Telex 21824 HEWPACK 
Cable HEWPACK TAIPEI 
Hewlett- Packf ; frwan 
38 Po-Ai La'rf Min Chu. 
Kaohalung 
Tel (07)242318 



PHILIPPINES 

The Online Advanced Systems 
Corporation 

6th Floor. Yujuio kw ling 
560 Quinhn Partdri ^ veet 
Binondo. Manila 
Tel 40-05-41.40-05-31 
Telex 3327 GENBANK 

RHODESIA 

Field Technical Sales 
45 Kelvin Road North 
P 0 Box 3458 
Saliabury 
Tel 705231 (5 lines) 

Telex RH 4I22 

SINGAPORE 

Hewlett-Packard Singapore 
(Pte I Ltd 

BIk 2. 6lh Floor. Jaian 
Bukil Merah 
Redhill Industrial Estate 
Alexandra P 0 Box 58, 
SIngapara 3 
Tel 63:i /7 
Telex H»'y3*S7i<86 
Cable KWFACi '"ingapore 
SOUTH AfMCA 
Hewlett FJc»Jr^ ?• jth Africa 
(Fhy . 

Private Bib M-..*T«ood 
Sandtor- 'i«n»4*-2144 
Hewlett- Facu'^ ■•juse 
Daphne Srreei. Wendywood, 
Sandton Transvaal 2144 
Tel 802-104016 
Telex SA43-4782JH 
Cable HEWPAC* ^^AMidtxBURG 
Hewlett-Packari a* -i 




wowvd P'are Cape Province 



Analytical Only 

San Kwang Instruments Co.. Ltd . 

No 20. yung Sui Road 

Taipai. 100 

Tel. 3713171-4 

Telex 22694 SANKWANG 

Cable SANKWANG TAIPEI 



TANZANIA 

Medical Only 

International Aeradio (E A ). Ltd 
P 0 Box 861 

Dareaaalaam 

Tel 21251 Ext 265 
Telex. 41030 



THAILAND 

UNIMESA Co Ltd 
Elco* Rrwrxh Building 
Banj.f* li^.mvit Ave 

Barwkaa 

Tel ii7M-’ 130338 
Cab« ..N H>SA Bangkok 



UGAA^ 

Mec » 

ime -aMwa Aera{jio(E A ). Ltd , 
p 0 Am nv 

Karwpaia 

Tel SOM 

CabH ktAiaio Kampala 



ZAUBU 

R J -Zambia) Ltd 

PO BaiZTV 
Lusaka 

Tel 73793 

Cable AR>AtT(| Lusaka 



MEDITERRANEAN AND 
MIDDLE EAST COUNTRIES 
NOT SHOWN PLEASE CONTACT; 

Hewlett-Packard S A 
yprtitprranejn ^4 Middle 



Fwa F»x >->ef. Forest T-ive, 
FWiaiawdt Tipe Provinif. 7405 

»• >1 .*'*>> »iu 9 

ttt> >' 'MR 



PfrA* d South Africa 

i‘g 

Lm VP49 

Ov:an 4067 



M* FadiY A jd Durban 

Oiwban 

If • .'4 1 ■8-1080,88-2520 



Ifwi X *«S4 



Cm 



'ji ■ J Ammn 
*c«* M45AA 

Cm idartA'i'A Athens 



OTWI AREAS NOT USTED. CONTACT: 
**»» f** iYw .oniinentai 

•wvww Avtf 

F*a 4^ 4 i4304 



twi HC 3'J l«? 

Cm Ml eiFAca 0m Alto 
'fwi 7t* ?jnc lu 8493 



3.76 



J 




